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REPORT BRIEF 

CYCLE LIFE TEST 
OF 

SECONDARY SPACECRAFT CELLS 

Ref: (a) NASA Purchase Order Number C-1 3105-0 

(b) NASA Ur BRA/VBK/pad of 25 Sep 1961 w/BUWEPS first end 
FQ-1;WSK of 2 Oct 1961 to CO NAD Crane 

(c) Preliminary Work Statement for Battery Evaluation Program 
of 16 Sep 1974 

(d) NAD Crane report QE/C 70-687 of 20 Sep 1970 

I. TEST ASSIGNMENT 

A. In compliance with references (a) and (b), evaluation of 
secondary spacecraft cells was begun according to the program out- 
line of reference (c). This seventeenth annual report covers the cycle 
life test of the evaluation program of secondary spacecraft cells, 
through 15 December 1980. The acceptance tests and general perfor- 
mance tests of the evaluation program were reported earlier where 
applicable. The purpose of the acroptance tests is to insure that 

all cells put into the life cycle program meet the specifications 
outlined in the respective purchase contracts. A sample number 
of cells of each type (usually five) are subjected to the general 
performance tests to determine the limit of their actual capabilities. 
All reports may be obtained from National Aeronautics and Space 
Administration, Scientific and Technical Information Division (Code 
US), Washington, D.C. 

B. This evaluati-^^n program gathers statistical Information con- 
cerning cell performance characteristics and limitations which Is 
used by spacecraft power systems planners, designers, and integra- 
tion teams. Weaknesses discovered In cell design are reported and 
aid in research and development efforts toward improving the reli- 
ability of space batteries. Battery weaknesses encountered in 
satellite programs such as IMP, NIMBUS, OGO, DAO, SAS, and TETR 

have been studied and remedied through special tests performed at 
NAVWPNSUPPCEN Crane. 

II. TEST OUTLINE 

A. On 5 December 1963 this activity began the cycle life test 
on 660 sealed, nirkel-cadmiuni cells purchased by NASA. The cells 
were from four manufacturers, and consisted of seven sample clarsi- 
flcations ranging from 3.0 to 20 ampere-hours. Since then 1468 
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nickel -cadmium, 183 silver-cadmium and 12S silver-zinc cells from 
several manufacturers have been added to the program, excluding 
synchronous orbit and accelerated test packs. The capacities of the 
nickel -cadmium cells ranged from 1.25 to 50 ampere-hours; and that 
of the silver-cadmium cells ranged from 3.0 to 12.0 ampere-hours; and 
that of the silver-zinc cells ranged from 5 to 40 ampere-hours. The 
purpose of the cycle life program is to determine the cycling performance 
capabilities of packs of cells (4 to 10 cell packs) under different load, 
charge control and temperature conditions. The load conditions include 
cycle length (orbit periods) of 1.5 to 24 hours; and ^pth of discharge 
ranging fron* 10 to 75 percent. The charge control methods used are 
voltage limit, auxiliary electrode, coulometer, stabistor, a two-step 
regulator, thermistor controlled voltage limit, and the Sherfey upside- 
down cycling regime. Specially constructed cells to apply Internal 
pressure against the fact of the plate stack, and a type to permit 
high charge rates were also tested. Environmental conditions include 
ambient temperatures of -20“C. 0®C, 10“C. 15“C, 20“C, 25“C. 30"C, 40®C, 
50°C, and a cycling temperature of 0“C to 40“C within a period of 
48 hours. A "Summary in Brief of Test Parameters" is listed in page iv. 

III. TEST RESULTS 

A. Life cycling data shows that nickel -cadmium cells tested 

at 0®C to 10®C give longer cycle life, higher end-of-discharge voltages 
and less degradation uf ampere-hour capacities than cells tested at 
25®C or 40®C. Overall performance decreases with increase in the 
depth of discharge at all test temperatures. Cell cycle 
life is extended when the amount of recharge is limited to the 
following amounts: 105 percent at 0®C, 115 percent at 25®C and 
125 percent at 40®C. Operating performance can also be improved 
by recharging at rates between c/2 and c/lO with the amount of 
recharge controlled by auxiliary electrodes or cadmium-cadmium 
coulometers. A statistical analysis of the life cycle prediction 
and cause of failure versus test conditions are given in reference (d). 

B. Cycle life data is more limited on silver-cadmium cells. 

However the silver-cadmium data leads to the follgwing general- 
izations: 


1. Depth of Discharge: ' 'qest life is found at 18 to 

25 percent depth of discharge, whi , 40 to 50 percent depth shortens 
life. 


ii 



WQEC/C 81-1 




2. Temperature: Cells giving longest life have operated 
at 0® to 25®C. Temperatures of 40®C are detrimental. Only one of 
five packs operating at 40®C (33C) has exceeded 400 days of cycling. 
Limited data at -20®C Indicates short life at this temperature. This 
Is exemplified In pack 858 which cycled 148 days. 

3. Orbit Period: The orbit period for silver-cadmium 
cells Is predominately 8 or 24 hours. The failures are not common 
to either regime until the packs exceed 660 days (approximately 2 
years) of testing. Failures prior to this time on test are randomly 
distributed between the orbit regimes. Four of five packs (570, 

77B, 33B and 113B) exceeding 660 days have operated under a 24-hour 
orbit regime. Thus the longevity of the silver-cadmium cells Is 
favored by the 24- hour orbit period. 

C. The silver-zinc packs were predominantly 24-hour orbit, 40 
percent depth of discharge at 25®C. Thus comparison of operational 
characteristics of the cells at different parameters is not possible. 
The basic conclusion is that silver-zinc has very short life under 
these conditions ranging from 32 to 325 days of cycling— the average 
being 120 days. 

D. Cell failure analyses of nickel -cadmium cells have shown 
several failure modes such as little or no insulation araund tabs and 
busses/comb, ceramic shorts across the terminals, and leaks around the 
terminals which since have been corrected. A better separator material 
is still needed to extend cycle life of cells. Battery quality control 
programs in the manufacturers' plants would do much to eliminate or 
minimize failure due to misaligned separator material, b'istering of 
positive plates, ragged plate edges, and extraneous mate^'iaU both 
active and foreign. 

E. Carbonate analyses of a limited number of nickel -cadmium 
separator tests have revealed extremely hig‘h percentages (equiva- 
lence) of carbonate. The average is slightly over 60 percent of 

t^e total equivalence. Analyses are performed usinq GSFC's "Procedure 
for Analysis of Nickel -Cadmium Cell Material,” Report No. X-711-74-79 
and Addendum, of October 1974. 

F. All active and completed packs are listed on pages viii 
through xxiii. The symbols used are explained on pages v through vli. 
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MANUFACTURER 

CAPACITIES 

TESTED 

ORBIT 

PERIOD 

PERCENT DEPTH 
OF DISCHARGE 

TEST 

TEMPERATURES 

SPECIAL 

CHARGE CONTROL 

TOTAL NO. 
OF CELLS 




NICKEL-CADMIUM 




E«g1e-F1chtr 

3.0, 6.0, 9.0, 
20.0 

1.5, Sync 

25, 40. 60 

0*. 20*. 90* 

AE 

98 

ERC 

20.0 

1.5, Sync 

40 

2S*. 30* 


12 

GE 

3.0, 5.0, O.O 
6.0, 8.0, 12.0 

15.0, 20.0, 26.5 

40.0, 50.0 

1.5, 1.92 
2.16, 3.0 
24.0 Sync 

15, 21. 25. 40, 
50. 60. 80 

0*. 10* , 20* 
25% 30*. 40% 

40*. * 

AE, AE14, AE14 
THCR, COUL 

521 

Gould 

3.5, 20.0 

1.5, 3.0 

15. 25. 40 

0% 25% 
50* -40' 


180 

GuUon 

1.25, 3.5, 3.6, 1.5. 1.6, 
4.0, 5.0, 5.6, 3.0, 24.0 
6.0, 9.0, 10.0, Sync 
12.0,15.0,20.0,50.0 

10. 15. 21. 2$. 
40. 50. 60 

-20% 0% lO". 
10'. 20'. 25'. 
50'-40', 40',* 

AE. CLM. MULTI 
THER 

724 

Hel lotek 

20.0 

1.5 

40 

20' 

CLM 

5 

NIFE 

3.9 

1.5 

25 

O'. 25' 


10 

SAFT 

20.0 

1.5, Sync 

25. 40 

O', 20'. 25“, 30' 

• 

26 

Sonotone 

3.0, 3.5, 5.0, 
20.0 

1.5, 3.0 

15. 25, 40, 75 

-20', O', 20' 
25', 50“-40', 
40' 

ST, AE. IPD 

305 

Y«rdne;y 

20.0 

1.5, Sync 

25, 40 

O', 20', 30" 


16 




SILVER-CADNIUN 




ESB 

8.0 

8.0 

25 

25' 

AE 

5 

Yardn^ 

3.0, 5.0, 10.0, 1.5, 8.0 
11.0, 12.0, 24.0 24.0 

16, 20, 27. 30, 
40. 43 

-20', O', 20', 
25'. 40' 

AE-6E 

(12.0 AH only) 

169 

Electromite 

7.0 

8.0 

30 

20' 


3 




SILVER-ZINC 




Del CO 

25.0, 40.0 

3.0, 24.0 

25, 40 

25' 

2SR 

45 

McDonnel 1 - 
Douglas 

5.0, 40.0 

1.5, 4.0, 
12.0, Sync 

25. 60 

O', 20'. 40' 


60 

Yardney 

5.0, 12.0, 

16.0, 21.0 

24.0, Sync 

31. 42. 60 

20'. 25“ 

2SR 

20 
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EXPLANATION OF SYMBOLS 

1. Temperature: 

* Ambient temperature which varies sinusoidally from 0" to 
AO'^C once per 48«hour period. 

2. Special Symbols: 

AE: Auxiliary electrode cells. 

(AE): Atmospheric Explorer. 

AE-GE: General Electric type. 

AE'GU: Gulton type. 

AE13: General tlectric type AB13. 

AE14: General Electric type AB14. 

ASTRO: Astropower Laboratory, McDonnell -Douglas. 

ATS: Application Technology Satellite. 

CC: Commercial cells. 

CKSP: "Chemsorb" separator. 

CLM: Coulometer in series with cells to effect charge control. 
CO-NI: Nickel -cadmium cells with cobalt additive to nickel-plate. 
CPSP: Cellophane separator. 

C3SP: C3 separator. 

DE: Dynamic Explorer 

ERC: Energy Research Corporation 

ERTS: Earth Resources Technology Satellite. 

EOC: End of Charge 

EOD: End of Discharge 

FRS: Folded, vulcanized neoprene, terminal to cover seal. 

GOES: Geostationary Operational Environmental Satellite. 

GSFC: Goddard Space Flight Center, Greenbelt, Maryland 
HCMM: Heat Capacity Mapping Mission 

IM: Cells with improved material and methods used in construction. 
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IME: International Magnetosphere Explorer (now known as ISEE). 
IMP: Interplanetary Monitoring Platform. 

IPO: Cells containing an internal pressure device. 

ITOS: Improved TIROS Operational Satellite. 

ISEE: International Sun Earth Explorer (was known as IME). 

lUE: International Ultraviolet Explorer. 

LeRC: Lewis Research Center j 

MFSC: Marshall Space Flight Center 
meq: Milliequivalents. 

MULTI: Pack contains coulometer and cell with and without 
auxiliary electrodes. 

MULTI*: Pack contains cells with and without auxiliary elec- 
trodes . 

NA: Not Applicable. 

NB: NIMBUS cells. 

NBPT: NIMBUS cells with pressure transducers, 
pp: Polypropylene. 

OAO: Orbiting Astronomical Observatory. 

060: Orbiting Geophysical Observatory. 

OSO: Orbiting Solar Observatory. 

PE: Planetary Explorer. 

PLSP: Pell on separator. 

PS: Polymerized neoprene terminal to cover seal. 

RAE: Radio Astronomy Explorer. 

RC-AE: Recombination and auxiliary electrodes. 

RCPSP: Radiated cellophane separator. 

RS; Vulcanized neoprene terminal to cover seal. 

SAGE: Stratospheric Aerosol and Gas Experiment 
SAS: Small Astronomy Satellite. 

SMS: Synchronous Meteorological Satellite. 

Vi 
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ST: Stabistors used for charge control of cells. 

SYNC: Synchronous Orbit. 

TETR: Test and Training Satellite. 

TDRSS: Tracking Data Relay Satellite System 
THER: Thermistor controlled voltage limit. 

I 

WNSP: Woven nylon separator. 

2SR: Two-step regulator used for charge control of cells. 

3S: Triple seal between terminals and cover (ceramic between 
glass). 

3. Date Completed: 

D: Discontinued. 

F: Failed. 

F/0: Failed; but allowed to cycle until being discontinued. 

4. Note: / indicates a change in test parameters (start of test/ 

present parameters). 

+ indicates those packs, or cells, of that type which have 
been chemically analyzed. 

5. Annual Last Graphed: Indicates last annual which contained that 

pack's life-cycling graph. If nothing is 
entered then that pack's graph Is contained 
in this annual. The annuals referenced to 
are listed as follows: 


Annual 

Report Number 

Date 

Address 



2nd 

QE/C 66-304 

13 May 1966 

NAD Crane, IN 



3rd 

QE/C 67-685 

3 November 1967 

NAD Crane, IN 



4th 

QE/C 68-138 

14 May 1968 

NAD Crane, IN 



5th 

QE/C 69-244 

7 April 1969 

flAD Crane, IN 



6th 

QE/C 70-173 

6 March 1970 

NAD Crane, IN 



7th 

QE/C 71-1 

29 January 1971 

NAD Crane, IN 



3th 

QEEL/C 72-1 

9 February 1972 

flAD Crane, IN 



9th 

QEEL/C 73-4 

22 May 1973 

NAD Crane, IN 



10th 

QEEL/C 74-34 

15 February 1974 

NAD Crane, IN 



nth 

WQEC/C 75-2 

10 January 1975 

NAD Crane, IN 



12th 

WQEC/C 76-5 

11 February 1976 

NAVWPNSUPPCEN 

Crane, 

IN 

13th 

WQEC/C 77-87 

10 March 1977 

NAVWPNSUPPCEN 

Crane, 

IN 

14th 

WQEC/C 78-1 

1 February 1978 

fJAVWPNSUPPCEN 

Crane, 

IN 

15th 

WQEC/C 79-1 

16 April 1979 

NAVWPNSUPPCEN 

Crane, 

IN 

16th 

WQEC/C 80-34 

4 April 1980 

NAVWPNSUPPCEN 

Crane, 

IN 
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INTRODUCTION 

Considerable research is being done to find more efficient and 
reliable means of storing electrical energy for orbiting satellites. 
Rechargeable cells offer one such means. The test program at 
NAVWPNSUPPCEN Crane has been established in order to further the 
evaluation of certain types of cells and to obtain performance and 
failure data as an aid to their continued improvement. 

This seventeenth annual report covers the cycle life test, pe third 
phase of the evaluation program of secondary spacecraft cells, through 
15 December 1980. The purpose of the cycle program is to determine the 
cycling performance capabilities of packs of cells under different load 
and temperature conditions. The acceptance tests and general performance 
tests, the first and second phases of the evaluation program, were 
reported earlier. 

A summary of the results of the life cycling program is given 
in this report. Complete data and graphs of non-project and project 
cells are available upon application via the NASA Lewis Technical 
Officer and the GSFC Project Officer, respectively. The application 
will include information on exactly what data is required; the use to 
which the data will be put; application details including orbital 
description, charge control methods, load requirements, etc., as 
appropriate; name and address of the activity that stands to benefit; 
name and telephone number of the responsible individual concerned; 
and the affiliation with any Government agency as contractual arrangement. 

During December 1963, this activity began the cycle test on 660 
sealed, nickel-cadmium cells purchased by NASA. The cells were from 
four manufacturers, and consisted of seven sample classifications 
ranging from 3.0 to 20 ampere-hours. Since then 1468 nickel-cadmium, 

183 silver-cadmium and 125 silver-zinc sealed cells, excluding 
synchronous orbit and accelerated test packs, from several manufacturers 
have been added to the program. The capacities of the nickel-cadmium 
cells ranged from 1.25 to 50.0 ampere-hours; that of the silver- cadmium 
ranged from 3.0 to 12.0 ampere-hours; and that of the silver-zinc cells 
ranged from 5.0 to 40.0 ampere-hours. These cells are cycled under dif- 
ferent load, charge control and temperature conditions. The load con- 
ditions include cycle length (orbit periods) of 1.5 to 24 hours;land 
depths of discharge ranging from 10 to 75 percent. Unless otherwise 
specified, all cell packs are recharged by using a pack voltage limit 
as given in the pack's test program. All charging is constant current 
until the voltage limit is reached; at this time the charge current is 
automatically reduced to protect the cells during overcharge. 
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The time at which voltage limiting occurs varies slightly with 
cycling. Thus the percent of recharge is not constant from cycle 
to cycle as illustrated in graphs accompanying such voltage 
limited packs. Other charge control methods used are auxiliary 
electrode, coulometer, stabistor, two-step regulator, thermistor 
controlled voltage limit, and Sherfey upside-down cycling regime. 
Specially constructed cells to apply internal pressure against 
the face of the plate stack, and a type to permit high charge rates 
were also tested. Environmental conditions include ancient temper- 
atures of -20% 0% 10°, 1C% 20% 25°, 30°, 40°, 50° C; and a sinusoidal 
cycling temperature of 0° to 40° C within a period of 48 hours^ 

The ampere-hour capacity of each pack, at its specified test 
temperature, is measured initially and every 88 days of continuous 
cycling unless otherwise specified. Each pack being checked is 
discharged inwediately after the end of the regular cycle charge 
period, at the c/2 rate (c being the manufacturer's rated capacity) 
to a cutoff of 1.0 volt per cell average, or to a low of 0.5 volt 
on any one cell, or a combination ^f the two. The pack is then 
recharged at the c/10 rate for 16 hours and then discharged again 
as above. Before being returned to regular cycling, the pack is 
given a 16-hour charge (48-hour prior to 14 December 1969) at the 
c/10 rate, with the regular on-charge cycling voltage limit. The 
summary of the capacity check results will list only the amount 
obtained on the second discharge (Disch «2) unless otherwise noted. 

All other capacity checks not noted this way receive only one dis- 
charge which is run at the cycle rate to 1.0 volt per cell or 0.75 
volt on any one cell, or a combination of the two, and then recharged 
at the regular cycle rate prior to being returned to automatic 
cycling. By previous direction of Goddard Space Flight Center capacities 
to 1.20 and 1.10 volts per cell average were interpolated from existing 
data. This was done for five packs (24C, 488, 60B, 78A and lOlB; see 
Figures 1 and 2). The first three packs (Figure 1) were 6.0 ampere-hour 
nickel-cadmium cells in a temperature cycling regime. The other cells 
were 12 ampere-hour nickel-cadmium cells operating at 40° and 0°C 
respectively. All these cells were manufactured by Gulton. (See report 
brief, pages viii through xxiii for further information on parameters.) 
All of these packs have failed or been discontinued. 

A cell is considered a failure when its terminal voltage drops 
below 0.75 volt at any time during a regular discharge- charge cycle. 

It is removed from the pack upon completion of a recorded cycle unless 
otherwise specified. The remaining cells continue cycling until they 
either fail or are discontinued. This is a change, in that, prior to 
1972 a pack was considered as having failed when 60 percent of its 
cells had failed. When directed by the NASA Lewis Research Center, cell 
failure analysis is performed at NAVWPNSUPPCEN Crane and a complete 
chemical analysis may be performed if designated by NASA Lewis. The 
manufacturer is invited to participate as an observer in the analysis of 
his cells. 
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In order to clarify the discussion that follows, all failure terms 
are defined Ue® P®9® 3) accoruing to their use in this report. These 
are our definitions, and they m?y differ somewhat from usage elsewhere. 


On 31 August 1972, Ihe first battery pack was placed on the new 
Automatic Data Acquisition and Control System (ADACS) for test. 

The conversion of the battery packs frwi the old "Tally" system to 
ADACS was completed 27 November 1972. J 

Data is recorded by the new system and consists of individual cell 
voltage, individual cell temperature, total voltage, current and 
ambient temperature. Also when appropriate, data is recor(ted on 
auxiliary electrode voltage, gas recombination electrode voltage, 
coulometer voltage, and pressure transducer voltage. It is then 
converted to absolute values and stored on magnetic tape for data 
analysis and future reference. Data is read and recorded normally 
every 2.4 minutes for packs cycling on a *1.48, 3.0 and 24.0 hour 
orbits. Packs undercoing rynchronous orbit testing are recorded 
every 2.4 minutes during their shadow period and every 8.0 hours 
during their sun/float period. 


All graphs are computer printed with cycle numbers automatically 
scaled and "staggered" (to allow rootn for printing) at the bottom of 
each graph. In all the computer printouts: (a) if two characters share 

the same location on the page, only one will be printed (b) actual 
values are plotted to the nearest value shown on the various Y axes. 

They are printed in multiples of 10 or 100 depending on the total cycles 
and room available. Thus the computer is programmed to round as follows 


Multiples of 10 

0-4 Cycles, 0 
5-14 Cycles, 1 
15-24 Cycles, 2 
25-34 Cycles, 3 


Multiples of 100 

0-49 Cycles, 0 
50-149 Cycles, 1 
150-249 Cycles, 2 
250-349 Cycles, 3 


*The 1.5 hour orbit period was changed to 1.48 hours in which the 
battery pack now receives a discharge time of .48 hour instead of 
.50 hour. 
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DIVERSE TESTS IN ADDITION TO LIFE CYCLING TESTS 

• 

The following tests have been, or are being performed at 
NAVWPNSUPPCEN Crane. These tests are not reported in this annual; 
but the results are reported by Crane unless otherwise specified and 
copies of data are available on request to the NASA Technical Officer or 
corresponding Program Officer. 

A. Initial Evaluation Testing: These tests are conducted on 

cells ranging in capacity from 1.25 to 100 ampere-hours. The tests 
consist of: (1) general inspection, weighing and leak checks, (2) 

three capacity checks, (3) charge retention test, (4) internal short 
test, (5) charge efficiency test, (6) overcharge test, 0*C and 35®C, 

(7) internal resistance test, and (8) pressure versus capacity test. 

A total of 23 cells were evaluated in 1980. 

B. Separator Testing: Separator tests are conducted on all 

types of separators including nylon, cellophane, polyprophylene, 
various materials by RAI, and ceramic material. The tests are 
performed in three modes: (1) constant current charge, (2) con- 

stant potential charge, and (3) 30-day stand while in a charged 
state. To date these tests have been limited to silver-zinc and 
silver-cadmium cells of the various manufacturers. The cells 
undergoing separator tests are reported by Goddard Space Flight 
Center. 

C. General Performance Testing: General performance testing 

has been conducted on cells ranging in capacity from 1.25 to 20 
ampere-hours. To date these tests have been limited to nickel- 
cadmium cells. All major manufacturers have been represented. 

The test consists of: (1) random vibration, (2) sinusoidal 

vibration, (3) mechanical shock, (4) acceleration, (5) charge at 
varying rates from c/10 to 2c with discharge rate constant at c/2, 

(6) charge at constant rate previously determined to give maximum 
capacity at individual temperatures ranging from -20° to 40° C with 
discharge rate varying from c/20 to 2c, and (7) overcharge test. 

D. Synchronous Orbit Testing: These tests have been performed 

on 3, 6, 12, 15, 20 and 40 ampere-hour nickel-cadmium cells and on 5, 

21 and 40 ampere-hour silver-zinc cells. The test has a 180-day cycle 
consisting of 140 days of trickle charge and 40 days of discharge- 
charge. The discharge time is 12 minutes the first day, increasing 

3 to 4 minutes each succeeding day, reaching its maximum of 72 minutes 
on the 18th day which is maintained each day through the 25th. 

Beginning with the 26th day the discharge time is decreased 3 to 4 
minutes per day until it has returned to the 12-minute minimum on 
the 40th day. Accelerated testing has been performed in which the 140 
days of trickle charge has been reduced to 1 or 7 days, and the 40 days of 
discharge-charge has been reduced to 22 days. A total of 16 cells 
(3 packs) were placed on test in 1980. 

E. Interplanetary Monitoring Platform (IMP) Testing: These 

tests were performed on batteries identical to thr flight batteries 
aboard the IMP satellites E, F, G and I. The test conditions simulated 
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those aboard the respective satellites and are basically a 12-hour orbit. 
The cells that made up the batteries were silver-cadmium varying in 
capacity from 3 to 10 ampere-hours. Sunvnary reports have been written 
by Goddard Space Flight Center. 

F. NASA Lewis Research Center Testing: Evaluation of 12 ah silver- 

zinc cells on three different test regimes: (a) cycling, (b) performance 
characterization, and (c) wet stand. A total of 60, one-cell packs were 
placed on test in 1980. 

G. Jet Propulsion Laboratory (JPL) Testing: These tests involved 

silver-zinc and silver-cadmium cells and consisted of three distinct 
programs. 

1. Program involved storage at different temperatures : 

This series of tests included: (a) capacity check upon receipt, (b) 

recharge and storage at temperatures ranging from -51" to +49° C, 

(c) discharge following removal from storage and temperature stabiliza- 
tion at room temperature (25° C', and (d) life cycling at room 
temperature. 


2. Program involved life cycling only: This series of 

tests included: (a) general inspection, weighing and leak test, 

(b) measurement of internal resistance, (c) capacity tests, and 
(d) automatic cycling. 

3. Program involved sustained high g-levels: This test 

consisted of subjecting silver-zinc cells of varying capacity to 
charge-discharge cycles while being subjected to high g-levels. 

The tests were conducted on both the sealed and vented types of cells. 
Further, the testing was performed on cells that were starved and also 
on those containing nonnal amounts or electrolyte. Sustained g-levels 
applied to the cells during charge-discharge were l.Og, lOg, 20g, 30g, 
50g and 75g. 

H. Accelerated Testing: The purpose of this program is to 

develop: (1) a tool for spacecraft projects and other battery users 

to determine the life capability of sealed, nickel-cadmium cells, 

(2) a method of evaluating the effect of design and component changes 
in cells, and (3) a means of reducing the time and cost of cell 
testing. 


1. The program consists of 94 test batteries (547 cells). 

2 . An outline of this program is contained in NASA, 6SFC 
Report X-761-73-183. 

3. Interim report, WQEC/C 76-8 of 13 February 1976, includes 
tests completed tlirough December 1975. 

4. Chemical and Physical Analysis report, WQEC/C 78-38 of 
12 May 1978, includes analysis of "starpoint" cells. 
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5. Interim report, WQEC/C 79-145 of 3 May 1979, Includes tests 
completed through December 1978. 

I. Navy Testing: These tests involve evaluation of nickel -cadmium, 

nickel -hydrogen, silver- hydrogen, and silver-zinc cells cycling on various 
depth of discharge test regimes. 

J. USAF Aero Propulsion Laboratory: Evaluation of 50 ah nickel- 

cadmium cells, with nylon and polypropolene separators, on a synchronous 
type orbit. 

K. U.S. Coast Guard Testing: Evaluation of lead-acid batteries 
for use in navigational aids (buoys). 
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DEFINITIONS 

Weight loss : The weight loss in grams between the weight at 
the time of acceptance and that at the time of failure. Gains or 
losses of less than one gram are not considered (slight gains may 
occur from traces of solder left on the cell terminals). 

Deposits : Carbonate deposits, at a point of leakage such as 
at a terminal or seam; or corrosive deposits located under the 
top portion of the cell case around the seam and the terminal tabs. 
Deposits are removed prior to weighing as of 14 December 1969. 

High Pressure : Signified by a bulged cell case or by a hissing 

of escaped gas when cell is opened. It may not be present at the 
time the cell is opened although the bulge indicates its presence 
at some earlier time. 

Concave Sides : Refers to rectangular cells only. The sides of 

the can are made permanently concave by the higher pressure of 
neighboring cells in the pack. This sometimes causes a short 
between the case and internal elements. 

Weak Weld : An inadequate weld, as determined by the mechanical 

strength of the bond. The pieces separate, without tearing of the 
metal, when pulled apart by the fingers. This may be at a tab-to- 
plate connection, a tab-to-cell case connection, or a tab-to-terminal 
connection. 

Loosened Active Material : Positive plate active material which 

separates from the grid in large intact pieces. This condition is 
often noticed in cylindrical cells due to the fact that the plates 
are unrolled during failure analysis. However rectangular plates 
often show the positive material to flake off at the edges or be 
extremely brittle and crumbly. 

Extraneous Active Material : Pieces of loose active material 

found pressed between the plates. These are thought to have 
crumbled off the plate edges when the cell was being assembled, 
since there are no holes or bare spots on the plate itself. These 
pieces put pressure on the separator material and often cause a 
short circuit between the plates at that point. 

Pierced Separator : Refers to short circuits between plates, 

which may be caused by plates having rough edges, foreign material 
between the plates, a grid wire or a tab at the tab-to-plate 
connection piercing the separator and contacting the adjacent plate. 

Excess Scoring : Indentations of the cell case which may put in- 

creased pressure on the plates and separators which may cause a short 
circuit between the case and plates. 
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Positive Tab Deterioration ; The positive tab, above the plates, may 
be corroded, burned and sometimes broken. The broken tab may fall 
against the case and cause a short circuit. At times the corrosion Is 
such that the tab crumbles when the cell Is opened, so that Its prior 
configuration cannot be determined. A burned positive tab has been 
attributed to an Insufficient area of welding between the tab and the 
positive terminal, causing a high-resistance contact. 

Short Separator ; Related to a burned positive tab. The separator 
material just below the burned tab has pulled back, apparently from the 
heat generated, so that the plates are exposed. Usually a short between 
adjacent plates results. 

Ceramic Short : It is a dark colored, conducting deposit which 

causes an electrical short across the ceramic insulator at the terminal, 
and is a result of silver brazing used in the cells' manufacture. It is 
determined by measuring the resistance between the insulated material 
and the cell case after the plates have been cut off the buses. Its 
presence is fairly well defined, the measured resistance being on the 
order of 20 ohms or less. 

Migration : Active material deposited on the surface of the separator, 
appearing as a uniform dark coating on the separator material. In 
severe cases of migration, the separator material may stick to the 
negative plate. In small areas the plate matenal may penetrate completely 
through the separator and be visible as small, dark spots on the posi- 
tive plate side, usually resulting in a high-resistance short circuit. 

Where this condition is more pronounced there are burned spots on the 
separator at the point of penetration. Migration is always by the 
negative plate material except in two very advanced cases, where there 
was also slight migration from the positive plate. Migration is accelerated 
at points of localized pressure on the separator, especially around the 
edge of the pressure area. For example in the round cells, where a 
pressure area is produced by a piece of tape covering the tab-to-plate 
connection, there is no migration at the taped area but a very dark line 
of migrated material outlines the tape's location. In addition, there 
may be brownish spots of discoloration around the edge of the tape and 
usually a small hole in the center of each spot. A similar situation, 
due to the scoring of the Sonotone 3.5 ampere-hour cell case, also 
occurs. 

Blisters : Raised areas of active material, which have pulled 

away from the grid. Typically, they ranged from pinhead size to 
3/8 inch in diameter, and were invariably found on the positive 
plates. While blistering has not been shown to have a direct 
bearing on cell failures, it is included here because is was common 
in some cell types, but rare or absent in others, and because in 
at least two cases the separator was burned slightly where blisters 
had compressed the separator material. 

Separator Deterioration : Decomposition of the separator mater- 

ia 1 ,^exFkirTve~of~vTil¥T^^ spots. Deteriorated separator 
material, as defined here, is decidedly thinner than normal, adheres 
to the negative plate, and has lost virtually all tensile strength. 
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SECTION I 


CELLS CURRENTLY ON TEST PROGRAM 
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L CELLS CURRENTLY ON TEST PROGRAM 

Because of the continuing effort to extend the performance life, 
new cells, with modifications such as nickel plating the silver braze 
area or new type seals, are added to the program for evaluation. New 
cells are also added to the cycle program for evaluation under new 
environmental conditions such as cycling at -ZO** C, or cycling during 
temperature cycling. Each pack is- cycled until at least 60 percent 
of the cells have failed unless instructed otherwise by the Goddard 
Space Flight Center at Greenbelt, Maryland. 

A. General Description: 

1. Cells: 

a. The majority of the nickel-cadmium cells tested for 
use in space, or related programs are of one basic type. They are 
rectangular with stainless steel containers and covers, both terminals 
are insulated from the cover by a ceramic seal and protrude through 
the cover as a solder-type terminals. Where auxiliary electrodes are 
present, the terminal is a stainless steel tab welded to the cell 
cover. Any cells differing from this description are separately 
described as they are encountered in the following paragraphs. 

2. Charge Control Methods: 

a. As a continued effort to improve cells and cell life, 
various types of charge control methods and devices are being developed. 
Charge control methods and devices that have been, or are being used 
for testing at NAVWPNSUPPCEN Crane are as follows: constant current, 
voltage limiting, high overcharge current capabilities, auxiliary 
electrode, thermistor, voltage limit dependent upon auxiliary electrode 
signal, coulometer, the twostep regulator and internal mechanical 
pressure devices. Sherfey upsidedown cycling and stabistor charge 
control methods have also been used in the past. 
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B. Nickel -Cadmium Types; 

1. GE 6.0 ah (Dynamic. Explorer), Two 5-cell Packs: 

a. Cell Description: See paragraph l.A, page 12. 

The cells were purchased by GSFC, under NASA Purchase Order Number S-63727B 
from the General Electric Company. The cells were manufactured at the same 
time and from the same materials as the first lot of cells manufactured for 
RCA for the DE Program. They were manufactured in accordance with "Product 
Specification Hermetically Sealed Nickel -Cadmium Battery Cell", RCA PS 
No. 2295143, Revision A. The General Electric catalog number is 42B006AB60 
and the cells were Identified by the manufacturer's serial numbers and RCA's 
part number 2295143-1. Initial evaluation test results are contained in 
NAVWPNSUPPCEN Crane report WQEC/C 80-128. 

b. Parameters and Capacity Checks: 


Orbit Period 
(varies - see graphs) 

DE-A 

DE-B 

Temperature (OC) 

25 

10 

Voltage Limit (v/c) 

1.420 

1.450 

Pack Number 

220 

22E 

Precycling 

Capacity 7.26(2,3,4) 

6.82(4,5) 

6 Months 
(cells 1 & 2) 

6.38(1) 

6.07(2) 

7.24(1) 

7.42(2) 


♦Number in parenthesis indicates limiting cell on discharge 
to 1.00 volts. 

c. Test Results: 

(1) Performance on Cycling: (Figures 3 and 4) 

Cycling was started in March 1980 and Packs 22D and 22E have completed 787 
and 3,601 cycles respectively, without a cell failure. Pack 22E's voltage 
limit was increased to 1.460 v/c (cycle 927) to increase its percent recharge. 
Test parameter changes are noted for each pack under its graph. 
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2. GE 12.0 ah (Design Variable}, Nine 5-ce11 Packs: 

a. Cell Description: See paragraph !.A, page 12. The cells were 
manufactured by the General Electric Coii^>any, under NASA Contracts NAS-5-23783 
and S-52734-B, according to NASA Specification S-711-P-6 and General Electrics' 
Nanufacturing Control Document (NCD) 232A2222AA-54. The design variable cells 
were divided Into nine groups (1 through 9). The cells were Identified by the 
manufacturer's catalog numbers 42B012A829-G1 and G2, except for Group 9, which 
had catalog number 42B012EB01. Cell 5 In each group, except Group 9, contains 
a standard Aerospace auxiliary electrode and cell 6 contains a Heart Pacer 
type. These cells are rated at 12.0 ampere-hours, contain dual, nlckel- 
braze ceramic seals, and 24 of the G2 type cells and two cells from Group 9, 
have pressure transducers. Initial evaluation test results are contained 

In NAVMPIISUPPCEN Crane Report WQEC/C 79-114. 

b. Parameters and Capacity Checks: 


Orbit Period 



1. 

5 hour 





Temperature (^C) 



20 






Depth of Discharge (%) 


40 






Design Variable Type (Group)* 

(1) 

(2) 

(3) 

(4) 

(5) 

(6) 

(7) 

(3) 

(9) 

Pack Number 

30 

3E 

3F 

3G 

3H 

31 

3J 

3K 

3L 

Precycling Capacity 

15.0 

(2.3) 

15.2 

(1.3) 

15.7 

(1.2, 

4,5) 

14.2 16.4 
<A11) (All) 

15.7 

(3) 

16.2 

(4) 

17.1 

(1.2) 

11.0 

(3) 

6 Months (cell 1) 

13.7 

13.0 

13.6 

12.6 

16.0 

12.4 

18.3 

12.0 

10.0 

12 Months 

(cells-as Indicated) 

12.7 

(D* 

12.1 

(D* 

12.2 

(D* 

11.9 

(D* 

14.8 

(D* 

10.3 

(D* 

18.5 

(1) 

14.8 

0) 

10.3 

0)* 


13.0 

(2) 

12.9 

(2) 

12.2 

(2) 

11.4 

(2) 

14.7 

(2) 

8.2 

(2) 

15.6 

(5)* 

12.7 

(2) 

10.3 

(2) 

18 Months 

(cells-as indicated) 

13.0 

(2) 

10.7 

(2) 

11.1 

(2) 

10.5 

(2) 

15.0 

(2) 

7.9 

(2) 

15.4 

(1) 

8.3 

0) 



12.2 

(3) 

10.3 

(3) 

11.4 

(3) 

10.5 

(3) 

15.7 

(3) 

7.7 

(3) 

10.7 

(2) 

5.8 

(2) 










11.9 

(3) 



♦Removed for analysis to be performed at 6SFC. 


NOTE: Number in parenthesis indicates limiting cell on discharge to .75 volts. 
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c. Test Results: 

(1) Performance on Cycling: (Figures 5 through 13) Cycling 
began In February 1979 for all packs except pack 3L which began In August 1979. 
Packs 30 through 3L have completed 9895, 9898, 9925, 9952, 9771, 9807, 9775, 
9423, and 6983 cycles, respectively with one cell failure In pack 3K. This 
failure occurred on cycle 8602, In which the packs voltage limit was 1.428 v/c. 
This limit was Increased to 1.438 v/c and the pack placed back on cycling. 

One cell was removed (cycle 248) from pack 3J and two cells were removed 
(cycle 2459) from pack 3K because of severe unbalance In their end-of-charge 
voltages. Voltage limits were changed at various times (see changes on graphs) 
to obtain desired percent recharges and to Increase end-of-d1scharge voltages. 
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3. GE 12.0 ah (lUE), Three 5-ce11 Packs: 

a. Cell Description: See paragraph I. A., page 12. The 
cells were manufactured for NASA, GSFC, under NASA contract number 
NAS-5-19584 according to the Manufacturing Control Document (MCO) 
232A2222AA-54 and the GSFC's specification number S-761-P-6. The 
production of the cells for the I.U.E. Program represents the second 
generation of cells manufactured with the specific objective of 
reducing the active material loading. As a result* several key cell 
design parameters were Incorporated Into the production. Details of 
cell design* construction, manufacturing and performance during accept- 
ance testing by the mar^facturer are summarized and reported 1n GSFC 
Report X-711-16-18 of January 1976. The cells were Identified by 
the manufacturer's catalog number 42B012AB21-G2. Each pack contains 
two cells (3 & 5) with auxiliary electrodes although only one pack 
(8H) Is using the electrodes as a charge control. The ceramic- to-metal 
seal has an all nickel braze construction. Initial evaluation test 
results are contained in NAVWPNSUPPCEN Crane Report WQEC/C 76-89 of 
15 March 1976. 


b. Parameters and Capacity Checks: 


Orbit {(Hrs.) 

1.5 

1.5 

24.0 

Temperature (®C) 

20 

0 

20 

Depth of Discharge (%) 

25 

40 

50 

Auxiliary Electrode 
Resistor (ohms) 

300 

300 

300 

Pack Number 

8F 

8G 

8H 

Precycling Capacity* 

14.0(5) 

12.6(1,3,4) 

13.2(4) 

6 Months 
(Cell 5) 

15.7(5) 

13.0(5) 

15.8(5) 

12 Months 
(Cells 4 & 5) 

13.4(4) 

11.5(4,5) 

13.6(5) 

18 Months 

3F,8G(cells 3,4 45) 
8H(cell 5) 

12.5(3) 

13.6(4) 

14.0(5) 

10.3(3) 

10.4(4) 

10.4(5) 

12.5(5) 

24 Months 
8F(cell 5) 
8G(cells 2, 3, 4, 5) 
8H(cells 3,4 4 5) 

13.2(5) 

11.3(2) 
9.8(3, 4. 5) 

13.6(3) 

12.9(4,5) 

30 Months 
3F(cells 445) 
86(A11 cells) 

8H(cell 5) 

13.2(4) 

13.5(5) 

11.1(1) 

li:.7(2) 

10.3(3,4,5) 

12.9(5) 
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8F 

8G 

8H 

36 Months 
SF(ce11s 3,4 & 5) 
8G cell 5) 
8H(cells 4 & 5) 

1?.1(3) 

13.0(4> 

13.7(5) 

10.9(5) 

12.8 (4,5) 

42 Months 
8F(cell 5) 
8G(cells 4 & 5) 
8H(cell 5) 

13.6(5) 

11.1(4,5) 

12.7(5) 

48 Months 
8F(cells 4 & 5) 
8G(cells 3,4 & 5) 
8H(cells 3,4 & 5) 

13.2(4) 

14.0(5) 

11.6(3) 

11.6(4) 

11.6(5) 

13.2(3) 
12.9 4) 
13.2(5) 



52 Months 


14.7(1) 
14.9(2) 
12.7 3) 
12.7(4) 
13.1(5) 

Postcycling 

13.8(1) 

14.0(2) 

13.7(3 

13.6(4) 

13.7(5) 


♦Number in parenthesis indicates limiting cell on discharge to 
.75 volts. 


c. Test Results: 

(1) Performance on Cycling: (Figures 14 through 16) 

Cycling began in l^rch 1976. Packs 8F and 8G have completed 25,462 and 
24,834 cycles respectively without a cell failure. Pack 8H did not have a 
cell failure; but was discontinued in December 1980 (Cycle 1588). Its 
end-of-charge pressures ranged from 15 to 20 PSIA prior to being discon- 
tinued. 
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4. GE‘20.0 ah (Standard versus Teflonated Negative Electrodes), 
Four 5-cell Packs: 

a. Cell Description: See Paragraph I. A., page 12. 

The cells were manufactured for NASA, GSFC, under NASA contract 
number NAS-5-17876, and manufactured to GSFC's specification number 
S-761-P-6. Packs IG and IH contain teflonated, negative electrodes 
(TFE-II). The electrodes of these cells were teflonated prior to 
the Electrochemical Cleaning Test (ECT) and had catalog number 
42B020AB29-G4. Cells of packs II and IJ had standard electrodes 
and catalog number 42B020AB30-G4. All cells contain a teflon- 
coated (one side only), sintered, nickel plaque auxiliary electpode, 
located along the narrow edge of the cell. Initial evaluation best 
results and detailed cell descriptions are contained in NAD, Crane 
Report WQEC/C 74-337. 

b. Parameters and Capacity Checks: 

Orbit 1.5-hours 


Temperature (°C) 

20° 

0° 

20° 


0° 


Depth of Discharge (%) 

1 25 

40 

25 


40 


Auxiliary Electrode 
Resistor (ohms) 

300 

300 

300 


300 


Pack Number 

IG 

IH 

11 


10 


Precycling Capacity* 

26.6(5) 

26.3 (2,4) 

28.9(1,4,5)27.2(1,5) 

6 months 
(Cells 4 & 5) 

29.C(5) 

25.5 (4) 

30.0 

(4,5) 

27.0 

(5) 

12 months 
(Cells 4 & 5) 

27.6 (5) 

26.5 (4) 

29.1 

(4,5) 

26.2 

(5) 

18 months 
(Cells 4 & 5) 

25.4 (4,5) 25.7 (4) 

27.2 

(4) 

24.9 

(5) 

24 months 
(cells 4 & 5) 

26.2 (5) 

25.1 (4) 

27.5 

(4) 

24.6 

(5) 

(Cell 1) 

28.1 

26.8 

30.0 


25.4 


30 months 
(Cells 4 & 5) 

26.0 (4) 

25.2 (4) 

27.1 

(4) 

24.9 

(5) 

36 months 

13.5 (5) 

24.9 (4) 

27.8 

(4,5) 

25.4 

(5) 


(Cells 4 & 5) 
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42 months 



6.4 

(5) 

25.8 

(4) 

26.5 

(4) 

25.0 

(5) 

(Cells 4 

& 

5) 








48 months 



16.2 

(2) 

26.2 

(4) 

25.8 

(4) 

27.0 

(4) 

(Cells 4 

& 

5) 

26.7 

(4) 

27.5 

(5) 

27.8 

(5) 

25.9 

(5) 

54 months 



F 


26.0 

(4) 

19.0 

(4) 

26.8 

(4) 

(Cells 4 

& 

5) 



27.1 

(5) 

28.7 

(5) 

26.0 

(5) 

60 months 





23.7 

(4) 

17.4 

(4) 

26.3 

(4) 

(CellS(4 

& 

5) 



26.5 

(5) 

26.3 

(5) 

,19.7 

(5) 

66 months 





12.9 

(4) 

29.1 

(4) 

i26.5 

(4) 

(Cells 4 

& 

5) 


• 

24.6 

(5) 

14.7 

(5) 

22.7 

(5) 


66.8 months 


28.7 (2) 

28.7 (3) 

14.5 (4) 

24.4 (5) 

Postcycling 

22.7 (2) 

21.9 (3) 

24.5 (4) 

23.0 (5) 

♦Number in parenthesis indicates limiting cell on discharge to .75 volts, 
c. Test Results: 

(1) Performance on Cycling: (Figures 17 through 19) 

Cycling began in September 1974 and Packs IH and IJ have completed 32,364 and 
32,165 cycles, respectively, with no cell failures although both packs have 
extreme cell unbalance at the end-of-charge. Pack II did not have a cell 
failure; but had extreme cell unbalance at the end-of-charge, prior to being 
discontinued in December 1980 (cycle 32,531). Its end-of-charge pressures 
ranged from 25 to 40 PSIA when it was discontinued. Pack IG's cells all failed 
because of low EOD voltage; but were allowed to cycle until they shorted. These 
cells were sent to 6SFC. The voltage limit of Pack IG was reduced from 1.430 v/c 
to 1.410 v/c on cycle 16,220 and then was returned to 1.430 v/c, cycle 21,036, 
after the first cell failure. The reduction in the voltage limit was to decrease 
the percent recharge caused by cell unbalance. Cell 1 was removed from each pack, 
after 24 months of testing, and sent to GSFC for analysis. Pack IG's failure 


and shorted cycles are as 

follows: 


Pack IG 

Failure 

Shorted 

Cell 

Cycle 

Cycle 

2 

24088 

24088 

3 

20686 

21014 

4 

23429 

23429 

5 

21237 

21254 
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WQEC/C 81-1 


5. GE 20.0 ah (Standard Cell Program), Four 4-cell Packs: 

a. Cell Description; See paragraph I. A, page 12. The 
cells were manufactured for NASA, GSFC, under NASA contract number 

NAS 5-22461 according to the manufacturer's Manufacturing Control Document 
(MCD) 232A2222AA-84, whose design was intented to meet the requirements 
of GSFC's specification 74-15000 with amendments. The cells were 
identified by the manufacturers' catalog numbers 42B024AB06/07-G1/4/5. 
Initial evaluation test results are contained in NAVWPNSUPPCEN Crane Report 
WQEC/C 79-144. 

b. Parameters and Capacity Checks; , 


Orbit Period (hrs.) 

1.5 

1.5 

1.5 

1.5 


Temperature (°C) 

10 

20 

20 

30 


Depth of Discharge (%)40 

25 

40 

40 


Voltage Limit (v/c) 

1.477 

1.434 

1.454 

1.430 

Auxiliary Electrode 






Resistor (ohms) 

300 

300 

300 

300 


Pack Number 

12F 

12G 

12H 

121 


Precycling Capacity* 

24.2 (2.3) 

24.0 (1,3) 

23.5 (1,3) 

23.8 

(1,3) 

6 months (Cell 4) 

20.5 (4) 

24.6 (4) 

16.3 (4) 

12.0 

(4) 

12 months 

17.3 (3) 

23.0 (3) 

14.6 (3) 

8.2 

(3) 

(Cells 3 & 4) 

17.3 (4) 

23.3 (4) 

15.2 (4) 

8.6 

(4) 

18 months 

16.9 (2) 

21.3 (2) 

11.8 (2) 

7.4 

(2) 

(Cells 2,3 & 4) 

16.9 (3) 

22.2 (3) 

10.8 (3) 

8.0 

(3) 


17.6 (4) 

20.4 (4) 

12.6 (4) 

8.0 

(4) 

24 months 

17.9 (1) 

19.5 (1) 

8.9 (1) 

F 


(Cells 1.2,3 & 4) 

17.1 (2) 

20.4 (2) 

8.9 (2) 




16.5 (3) 

20.4 (3) 

8.9 (3) 




17.1 (4) 

18.4 (4) 

9.9 (4) 



30 months (Cell 4) 

17.0 (4) 

17.6 (4) 

F 



36 months 

16.2 (3) 

15.6 (3) 




(Cells 3 & 4) 

17.0 (4) 

14.3 (4) 




♦Number in parenthesis indicates 

limiting cell 

1 on discharge to 



.75 volts. 


£ 
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c. Test Results: 

(1) Performance on Cycling: (Figures 20 and 21) 

Cycling was started in June 1977 and packs 12F and 12G have completed 
18,746 and 18,907 cycles respectively, without a cell failure. Pack 12H, 
during charge following its two year capacity check (cycle 11702), expe- 
rienced thermal runaway while voltage limiting. The pack's temperature 
gradually increased causing the current to increase to maintain the voltage 
linit, and the charge was terminated when one cell's voltage went below 
1.35 volts. The pack was reconditioned and placed back on cycling. 

Thermal runaway again occurred (cycle 11793) in which cell 1 shorted. 

Cells 2 and 4 were discontinued at this time and cell 3 was placed on 
cycling until cycle 11898, when it was discontinued. 

Pack 12I's cells failed (below .75 volts EOD); but were allowed to con- 
tinue cycling. Cell 4 shorted on cycle 9036 and the other cells were 
discontinued on cycle 10859. Voltage limits were changed at various 
times (see changes on graphs) to obtain desired percent recharges and 
to increase end-of-discharge voltages. Pack 12I's failure cycles are 
as follows: 

Pack 121 

Failure 

Cell Cycle 

1 9266 

2 8124 

3 9012 

4 8933 

Note: Cells, of this type, are being evaluated on a synchronous orbit 

test regime (Pack 229A). 
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6. SAFT 20.0 ah (Control -LeRC), one 5-cell 1>ack: 

a. Cell Description: See paragraph I. A, page 12. 

These cells were Identified by the manufacturer's model number V020 HS and part 
number 18072. These cells will be referred to as the control cells when comparing 
their test results with other manufacturer's cells which will be evaluated under 
identical test parameters. The cells were subjected to Crane's Initial 
Evaluation Tests and the results of these tests were reported to the Lewis 
Research Center's Technical Officer. 

b. Parameters 


Orbit Period (hrs) 

1.48 

Temperature (®C) 

30 

Depth of Discharge {%) 

40 

Recharge {%) 

112 

Charge Current 

8.60 

Pack Number 

129A 


c. Test Results: 

(1) Performance on Cycling: (Figure 22) 

Cycling was started in January 1980 and pack 129A has completed 5,102 cycles 
without a cell failure. 
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WQEC/C 81-1 

7. Yardney 20.0 ah (Standard Cell Program)* Four 4-cel 1 Packs: 

a. Cell Description: ^^ragraph I. A* page 12. The cells 
were manufactured for NASA* OSFC* flASA cbntlri^ number NAS 5-22461 
according to the manufacturer's Manufictuf'^ng' Control Document (NCO) 

MCD 21406* whose design was Intended to meet the requirements of GSFC's 
specification 74-15000 with amendments. The cells were Identified by 
the manufacturer's model numbers YNC 20-1/20-2 and part ntmibers 141^/ 

14178. Initial evaluation test results are contained in NAVUPNSUPPCEN Crane 
Report WQEC/C 79-144. 


b. Parameters and Capacity Checks: 


Orbit Period (hrs.) 

1.5 

1.5 

1.5 

1.5 

Temperature ("C) 

10 

20 

20 

30 

Depth of Discharge (*) 

40 

25 

40 

40 

Voltage Limit (v/c) 

1.457 

1.414 

1.434 

1.430 

Auxiliary Electrode 
Resistor (ohms) 

NA 

47 

47 

47 

Pack Number 

12S 

12T 

12U 

12V 

Precycling Capacity* 
6 months 
(Cell 4) 

23.3 (1,4) 21.5 
21.6 (4) 19.9 

(4) 22.4 
(4) 20.3 

(1) 20.9 (2.3.4) 
(4) 15.8 (4) 

12 months 
(Cells 3 & 4} 

23.3 (3) 
22.5 (4) 

18.2 

15.0 

(3) 23.6 

(4) 17.5 

(3) 15.5 ('') 

(4) 15.5 v4) 

18 months 
(Cells 2, 3 4 4) 

23.3 (2) 
24.9 (3) 
24.2 (4) 

18.4 
16.6 

13.5 

(2) 22.5 

(3) 22.2 

(4) 17.5 

(2) 11.9 (2) 

(3) 10.7 (3) 

(4) 10.9 (4) 

^Number in parenthesis 
.75 volts. 

indicates limiting 

cell on 

discharge to 


c. Test Results: 

(1) Performance on Cycling: (Figures 23 through 26) 

Cycling was started In November 1978 and packs IzS, 12T and 12U have completed 
11,301, 11,408 and 11*486 cycles respectively, without a cell failure. Pack 12V 
has completed 11*371 cycles with one cell failure (cycle 11,150), In which 
cell 3 shorted. Voltage limits were changed at various times (see changes on 
graphs) to obtain desired percent recharges and to Increase end-of-dlscharge 
voltages. 

Note: Cells, of this type, are being evaluated on a synchronous orbit 
test regime (Pack 2290). 
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8. GE 26.5 ah (TIROS-N and NOAA-A), Two 5-cell Packs: 

a. Cell Description: See paragraph I. A, page 12. The cells 
were manufactured according to GE's MCD 232A2222AA-82, Revision 13 
(dated 10-15-76) which responded to RCA's Specification 2285760. Revision 
H which reflected the requirements of GSFC Specification S-716-P-6, March 
1971. These cells were from the same lot as those procured by RCA under 
NASA contract NAS 5-22330. The cells were identified by the manufacturer's 
catalog number 42B030AB10/11 and were produced at the same time and are 
from the same lot (03) as those cells for the TIROS-N and NOAA-A flight 
batteries. The nominal capacity of the cells was downgraded from 30 to 
26.5 ampere-hours because of current density considerations. Initial 
evaluation test results are contained in NAVWPNSUPPCEN Crane Report 
WQEC/C 78-2. 


b. Parameters and Capacity Checks: 


Orbit Period (hrs.) 

Temperature (°C) 

Depth of Discharge (%) 

Voltage Limit (v/c) 

Charge Current (amps) 

Auxiliary Electrode 
Resistor (ohms) 

Pack Number 

Precycling Capacity* 

6 Months 
(Cell 1) 

12 Months 
(Cells 1 & 2) 

18 Months 

(Cells 1,2 & 3) 

24 Months 

(Cells 1,2,3 & 4) 

30 Months 
(Cell 2) 


1.68 


1.68 


10 


10 


20 


25 


1.457 

1.457 

5.30 


6.62 


300 


300 


26G 


26H 


32.7 

(1.3.4) 

32.8 

(5) 

32.1 

(1) 

31.6 

(1) 

33.6 

(1) 

31.3 

(1) 

34.4 

(2) 

30.3 

(2) 

31.1 

(1) 

28.5 

(1) 

31.6 

(2) 

28.5 

(2) 

29.9 

(3) 

26.1 

(3) 

30.5 

(1) 

26.4 

(1) 

30.7 

(2) 

26.2 

(2) 

29.9 

(3) 

25.0 

(3) 

29.4 

(4) 

25.0 

(4) 

28.4 

(1) 

25.5 

(1) 


*Number in parenthesis indicates limiting cell on discharge to .75 volts. 
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c. Test Results: 

(1) Performance on Cycling: (Figures 27 and 28) 

Cycling was started in January 1978 and packs 26G and 26H have completed 
13,950 and 13,964 cycles respectively, without a cell failure. The control unit 
for pack 26H malfunctioned causing the pack to be overdischarged on cycle 6812 
in which the EOO voltages averaged 1.048 volts. This reconditioned the pack by 
increasing the EOD voltages from 1.160 to 1.210 volts. The charge current was 
increased to 7.5 amperes on both 26G (cycle 6453) and 26H (cycle 6473) to 
correspond with the satellites charge current. Pack 26H'$ voltage limit was 
increased to 1.477 v/c (cycle 10,134) to Increase its percent recharge and EOD 
voltages. » 
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9. GE 50.0 (i,A|<S^T“P), 5-cell Packs: 

a. Cell biktrlption: See paragraph I. A, page 12. 

The cells were manufactured under NASA Contract NAS-5-23844, according to General 
Electrics* Manufacturing Control Document (MCD) 232A2222AA-84. The cells were 
identified by the manufacturer's catalog numbers 42B050AB20/21 - G1 and G2. The 
AB21 type cell has an auxiliary electrode. Initial evaluation test results are 
contained in NAVWPNSUPPCEN Crane Report WQEC/C 80-104. 

b. Parameters and Capacity Checks: 


Orbit Period (hrs) 

1.5 

1.5 

Temperature (°C) 

20 

20 

Depth of Discharge {%) 

25 

40 

Voltage Limit (v/c) 

1.434 

1.453 

Charge Current (amps) 

25.0 

40.0 

Auxiliary Electrode 
R ' ^ohms) 

NA 

200 

>‘ack Mumb'rr 

50C 

500 

Prt'cycling Capacity* 

61.7 (2,3,4) 

61.6 (1,2,3) 

6 Months 

56.9 (4) 

51.7 (4) 


(Cell 4) 

*Nurrtber in parenthesis indicates limiting cell on discharge to .75 volts, 

c. Test Results: 

(1) Performance on Cycling: (Figures 29 and 30) 

'ycling was started in March 1980 and packs 50C and 500 have completed 4,318 and 
4,296 cycles respectively, without a cell failure. The voltage limits of both packs 
have been changed (see graphs) in an effort to adjust the percent recharge and raise 
the EOD voltages. 
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CELLS WHICH HAVE COMPLETED TEST WITHIN LAST YEAR 


56 



WQEC/C 81-1 


I. CELLS WHICH HAVE COMPLETED TEST WITHIN THE LAST YEAR 

A. General Description: 

1. The majority of the nickel -cadmium cells tested for use In 
space, or related programs, are of one basic typd. They are rectangular 
with stainless steel containers and covers, both terminals are Insulated 
from the cover by a ceramic seal and protrude through the cover as 
solder-type terminals. Where auxiliary electrodes are present, the 
terminal Is a stainless steel tab welded to the cell cover. Any cells 
differing from this description are separately described as they are 
encountered in the following paragraphs. 

B. Nickel -CadiniUHi Types: 

1. EP 9.0 ah (HCMM and SAGE), Two 5-cell Packs: 

a. Cell Description: See paragraph I. A, page 12. The 
cells were manufactured according to Boeings' Specification 268-10408 
which is similar to the GSFC Specification 74-15000. The cells were 
purchased by GSFC, under NASA contract NAS 5-55909, and five cells each 
were from the same two lots of cells to be used on the HCMM and SAGE 
satellites. The cells were identified with the manufacturer's type 
number RSN-10-3. Initial evaluation test results and detailed cell 
descriptions are contained In NAVWPNSUPPCEN Crane Report WQEC/C 78-37. 

b. Parameters and Capacity Checks: 


Project 



HCMM 

SAGE 



Orbit Period (hrs.) 


1.60 

1.64 



Temperature (°C) 


20 

20 



Depth of Discharge {%) 

17.5 

16.9 



Pack Number 



18H 

181 



Capacity 


Current 





Tests 

Cycle 

Umperel 

Cell 1 

Cell 2 Cell 3 

Cell 4 

Cell 

Pack 18H 

Initial 

2.6 



11.4 



2780 

2.6 

11.2 





5465 

2.6 

10.0 

10.1 




8215 

2.6 

8.5 

5.G 9.7 




8729 

2.6 

8.6 

4.9 8.8 




9241 

2.6 

9.8 

10.2 9.8 




10981 

2.0 

7.9 

7.6 8.7 

9.4 

8.4 


10982 

2.0 

9.7 

9.0 9.7 

9.7 

9.7 


16737 

2.0 

4.7 

2.5 2.6 

4.8 

OUT 


FINAL 

4.5 

6.1 

6.4 6.1 

OUT 
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Initial 

2.0 






2700 

2.0 

9.7 

6.2 




4334 

2.0 

8.1 

3.2 

5.6 

7.0 

6.3 

4335* 

4.5 

9.5 

3.6 

6.9 

8.1 

8.7 

5340 

2.0 

3.5 

OUT 

5.9 



6498 

2.0 

5.0 


3.0 

4.7 

6.7 

Recond. 

4.5 

10.7 


10.2 

10.7 

10.4 

6884 

2.0 

10.2 


1.4 

9.7 

9.9 

6885 

4.5 

10.0 


9.6 

9.6 

9.6 

7567 

2.0 

.9 


OUT 

.3 

1.2 

7568 

4.5 

9.1 



9.9 

8.4 

8092 

2.0 

2.0 



3.5 

10.6 

Final 

4.5 

3.3 



9.3 

10.6 


♦Followed OCV for 7 days, charge retention test 
(1) Performance on Cycling: (Figure 31) 

(a) Pack 18H: Cycling began in Hay 1977 and the 

pack completed 16,737 cycles without a cell failure before being discontinued 
on 4 September 1980. One cell's EOO voltage did fall below .75 volts (cycle 
11262) as the packs capacity was being depleted due to its special test voltage 
limit of 1.343 v/c which resulted in a recharge of less than 95 percent. 

Various test parameters have been changed (24 voltage limit changes, 11 charge 
or discharge current changes, and 4 orbit changes) because of this pack's 
percent recharge or because of changes requested by the 6SFC Project Officer In 
an effort to solve a spacecraft battery problem. One special test was 
performed (cycle 9303) in which a short was placed from the case of 
cell 1 to the negative terminal of cell 5. This was done at the start of 
charge and the short was left on a total of 527 seconds with the following 
results: initial current flow was in excess of 100 amperes and was 

15 amperes when the short wts removed, cell I's pressure increased from 
12 to 217 PSIA and its' tanperature increased from 22 to 31® C. Cell 5 
was removed (cycle 10982) and returned to GSFC for analysis. The pack's 
cycling temperature was changed to 30° C (cycle 11922) and then returned 
to 20°C (cycle 16587). The various changes that the pack underwent ar« noted 
on its' graph. 


(b) Pack 18i: Cycling began in September 1977 and 

the charge current was raised from 2.0 to 3.0 amperes (cycle 812) 
because of the packs low percent recharge (102?). The voltage limit of 
the pack was reduced from 1,435 v/c initially to 1.412 (cycle 2413) and 
to 1.393 v/c (cycle 2426) to decrease the high percent recharge caused 
by cell unbalance at the end-of-charge. The pack completed 6497 cycles 
before being discontinued on 3 January 1979. There were no cell failures 
although cell 2 was removed (cycle 4335) and sent to GSFC for analysis. 

As requested by the GSFC Project Office, the battery was reconditioned 
and placed back on cycling 9 July 1979 vnth a voltage limit of 1.410 v/c. 


bh 
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4.0 ampere charge current and a 2.0 ampere discharge current. The voltage 
limit was Increased to 1.439 v/<;, (cycle 6982) because of a low percent 
recharge (100.5), then reduced tb l^^TO \r/c (cycle 7310) because of a high 
percent (125.0), and then further l^uced to 1.393 v/c (cycle 7372) be- 
cause of a high percent recharge (130.0). The pack was subjected to a 
capacity test (cycle 7567) and then returned to cycling with a 1.410 v/c 
limit. This limit Initially provided a recharge of 102.0 percent which 
gradually Increased to 132.0 percent on cycle 8091, at which time the 
pack wa» discontinued from cycling. Cells 1, 3 and 4 had failed (EOD 
voltages below .75 volts) on cycles 7513, 6881 and 7589 respectively and 
only cell 3 was removed from cycling (cycle 7191) because of high pres- 
sure caused by cell reversal during discharge. 
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Cycle 


Lycie 

9285 
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9655 
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1.390 v/c 
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2. EP 20.0 ah (Standard Cell Program), Four, 4-cell Packs: 

a. Cell Description: See paragraph I. A, page 12. The cells 

were manufactured for NASA, 6SFC, under NASA contract number NAS 5-22461 
according to the manufacturer's Manufacturing Control Document (MCD) 
RSN20, whose design was intended to meet the requirements of GSFC's 
specification 74-15000 with amendments. The cells were identified by 
the manufacturer's number RSN20-3. Initial evaluation test results are 
contained in NAVWPNSUPPCEN Crane Report WQEC/C 79-144. 

b. Parameters and Capacity Checks: 


Orbit Period (hrs.) 

1.5 

1.5 

1.5 

1.5 

Temperature (°C) 

10 

20 

20 

30 

Depth of Discharge {%) 

40 

25 

40 

40 

Voltage Limit (v/c) 

1.457 

1.414 

1.434 

1.430 

Auxiliary Electrode 
Resistor (ohms) 

47 

47 

47 

47 

Pack Number 

120 

12P 

12Q 

12R 

Precycling Capacity* 

23.1(1,3) 

20.9(3) 

23.1(4) 

24.9(1 

6 Months 
(cell 4) 

23.9(4) 

17.8(4) 

13.2(4) 

D 

12 Months 
(cells 3 & 4) 

21 .3(3) 
22.6(4) 

13.1(3) 

12.2(4) 

D 


13 Months 
(Cells 2,3&4) 

23.1(2) 

19.4(3) 

19.8(4) 

19.8(2) 

15.5(3) 

14.4(4) 



24 Months 

(Cells, 1,2,3,&4) 

23.8(1) 

22.2(2) 

19.3(3) 

17.8(4) 

19.9(1) 

19.9(2) 

16.2(3) 

15.2(4) 



Postcycling Capacity 
(Cells 3 & 4) 

21.1(3) 

20.7(4) 

20.8(3) 

20.8(4) 




*Number in parenthesis indicates limiting cell on discharge to 
.75 volts. 
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c. Test Results: 

(1) Performance on Cycling: (Figures 32 and 33) 

Cycling was started in September 1978 and packs 120 and 12P have completed 
11,681 and 11,616 cycles respectively, without a cell failure, before being 
discontinued. Cells 3 and 4 of pack 12P were reversed (cycle 5767) when 
overdischarged because of equipment failure. Because of low EDO voltages 
c .d a low percent recharge, pack 12Q's voltage limit was increased (cycle 
610) to 1.454 v/c. This resulted in high pressure and the voltage limit 
was returned to 1.434 v/c (cycle 3616). All the cells in this pack failed; 
but were allowed to continue cycling until the pack was discontinued on cycle 
4873. Cell failures were as follows: 

Pack 12Q 

Cell Cycle 

T~ 

2 4080 

3 4523 

4 4687 

Pack 12R had a pressure failure (75 PSIA) on cycle 150. Its voltage limit 
was reduced from 1.43 v/c to 1.41 v/c. It then had a low voltage failure 
on cycle 626, at which time its voltage limit was reset to 1.43 v/c. It 
reached 100 PSIA on cycle 630 and continued to increase to 150 PSIA on 
cycle 641 when cycling was stopped. The gas was allowed to recombine, the 
pack was placed back on cycling and then discontinued on cycle 677 when 
the pressure reached 75 PSIA. 

NOTE: Cells of this type are being evaluated on a synchronous orbit 
test regime (Pack 229C). 
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3. ERC 20.0 ah ( Non-Si ntered-LeRC), one 6-ce11 Pack: 

a. Cell Description: See paragraph I.A» page 12, which applies 
except that the cells have screw-type terminals Instead of solder-type. These 
cells were Identified with only the manufacturer's serial numbers. Test results 
of these cells will be compared to other cells which have been evaluated under 
identical test parameters. The ce'^ls were subjected to Crane's Initial Evaluation 
Tests and the results of these tests were reported to the Lewis Research Center's 


Technical Officer. 

b. Parameters: 

Orbit Period (hrs) 1.48 

Temperature (®C) 30 

Depth of Discharge {%) 40 

Recharge {%) 112 

Charge Current 8.60 

Pack Number 1296 

c. Test Results: 


(1) Performance on Cycling: (Figure 34) 

Cycling was started in January 1980 and was completed in February 1980 following 
the sixth cell failure. The cells exhibited very high voltages (1.90 volts) at 
EOC due to high internal resistance. All cells were found to bs leaking at the 
base of their fill tube. The cel^ failures (below .75 volts at EOD) were 
as follows: 

Cell 


1 

2 

3 

4 

5 

6 


Cycle 

737 

743 

657 

463 

395 

376 
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4. GE 12.0 ah (lUE), Two 5-ce11 and One 4-ce11 Pack: 

a. Cell Description: See Paragraph ’I. A. , page 12. 

The cells were manufactured for NASA, GSFC, under NASA contract 
number NAS-5-23153 according to the Manufacturing Control Document 
(MCD) 232A2222AA-54, Revision 4, and the GSFC's specification 
number S-7E1-P-6. Each cell has teflonated, negative electrodes 
(TFE-II) and a 10 percent reduction In their positive plate loading. 

The electrodes were teflonated prior to the electrochemical cleaning 
test (ECT). Cells without auxiliary electrodes have catalog number 
42B01 2AB20-G3 and those with auxiliary electrodes have the catalog 
number 42B012AB21-G3 or 42B012AB21-G3-A, Indicating two different 
designs. Each pack contains cells of each catalog number. The ceramlc- 
to-metal seal has an all nickel braze construction. Initial evaluation 
test results and 'Jetalled cell descriptions are contained In NAD, Crane 
Report WQEC/C 74-511. 


b. Parameters and Capacity Checks: 


Orbit 

24 

-hours 


Temperature (®C) 

0“ 

10° 

20° 

Depth of Discharge {%) 

50 

50 

50 

Auxiliary Electrode 
Resistor (ohms) 

300 

300 300 

Pack Number 

8C 

80 

8E* 

Precycling Capacity ** 

14.1 

(1.4) 

14.4 

(1) 

14.7 

(4) 

18 Months 
(cells 4 & 5) 

14.2 

(4) 

13.1 

(4.5) 

11.4 

(3.4) 

30 Months 
(cells 4 & 5) 

13.5 

(4) 

13.9 

(4) 

9.0 

(4) 

38.7 Months 
(cell 1)*** 

13.7 

13.4 

8.7 

42 Months 
(cells 4 & 5) 

14.5 

(4) 

12.9 

(4.5) 

8.5 

(3) 

54 Months 
(cells 4 & 5) 

14.2(2) 

14.3(5) 

13.7(41 

13.9(5) 

7.2(3) 

7.7(4) 

66 Months 
(cells 4 & 5) 


12.7(4) 

12.7(5) 

6.7(3) 

6.7(4) 
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66.1 Months 14.9(2) 11.5(2) 7.5(2) 

(Pack 8C) 14.6 3) 11.8(3) 7.3(3) 

68.0 Months 14.6(4 12.5(4) 7.4(4 

(Pack 8C) 14.6(5) 12.5(5 7.4(4) 

67.2 Months 14.7(2) 11.7(2 8.3(2) 

(Pack 8E) 14.7(3) 11.7(3) 8.3(3) 

Postcycling 13.2(4) 11.9(4 8.3(4) 

13.8(5) 11.7(5) 


♦Only four cells, cell 4 Is noted as cell 5 In capcity schedule 
only. I 

♦♦Number In parenthesis Indicates limiting cell on discharge to 
.75 volts. 

♦♦♦Cell 1 removed and sent to 6SFC. 
c. Test Results: 

(1) Performance on Cycling: (Figures 35 through 37) 

Cycling began in October 1974. Packs 8C, 80 and 8 e completed 2012, 2067 
and 2043 cycles without a cell failure before being discontinued In 
December 1980. The auxiliary control trip voltage was changed from .30 
to .15 volts after 14 months of cycling in order to reduce the percent of 
recharge. Pressures at end-of-charge ranged from 15 to 43, 5 to 13, and 
17 to 23 PSIA for packs 8C, 80 and 8E, respectively prior to being 
discontinued. 
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5. GE 12.0 ah (lUE) Pack 8H: 


a. Cell description and test results of this pack Is located 
on page 28 since cells of this type make up a group of packs. 

6. GE 20.0 ah (Standard versus Teflonated Negative Electrodes) Pack II 


a. Cell description and test results of this pack Is located on 
page 33 since cells of this type make up a group of packs. 


I 

! 
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7. SAFT 20.0 ah (Standard Cell Program), Four 4-cell Packs: 

a. Cell Description: See paragraph I. A, page 12. The cells 
were manufactured for NASA, GSFC, under NASA contract number NAS 5-22461 
according to the manufacturer's Itonufacturing Control Document (HCD) 

t^D NAS-0300, whose design was Intended to meet the requirements of GSFC's 
specification 74-15000 with amendments. The cells were Identified by 
the manufacturer's model numbers V020HS/V020HSAD and part numbers 
805129/805136. Initial evaluation test results are contained In NAVNPNSUPPCEN 
Crane Report UQEC/C 79-144. 

b. Partuneters and Capacity Checks: j 


Orbit Period (hrs.) 

1.5 

1.5 

1.5 

1.5 


Temperature (®C) 

10 

20 

20 

30 


Depth of Discharge (%) 

40 

25 

40 

40 


Voltage Limit (v/c) 

1.457 

1.414 

1.434 

1.430 

Auxiliary Electrode 
Resistor (ohms) 

47 

47 

47 

47 


Pack Number 

12J 

12K 

12L 

12M 


Precycling Capacity* 

23.3 (1,2) 22.9 

(1) 22.7 (1,2, 

3,4) 22.9 

(1. 2,3,4) 

6 Months 
(Cell 4) 

23.2 (4) 

22.5 

(4) 16.4 (4) 

9.7 

(4) 

12 Months 

23.1 (3) 

16.4 

(3) 12.8 (3) 

10.1 

(3) 

(Cells 3 & 4) 

23.1 (4) 

16.4 

(^) 15.3 (4) 

9.3 

(4) 

18 Months 

17.6 (2) 

10.2 

(2) 14.3 (2) 

5.8 

(2) 

(Cells 2, 3 & 4) 

20.5 (3) 

11.8 

(3) 13.8 (3) 

9.0 

(3) 

22.1 (4) 

11.9 

(4) 15.9 (4) 

9.0 

(4) 

24 Months 

19.5 (1) 

11.6 

(1) 13.9 (1) 

F 


(All Cells) 

16.6 (2) 

11.6 

(2) 15.2 (2) 



19.5 (3) 

12.8 

(3) 13.9 (3) 




21.0 (4) 

11.9 

(4) 14.9 (4) 



Postcycling Capacity 

20.9 (3) 

20.4 

(3) 21.0 (3) 



{Cells 3 & 4) 

21.9 (4) 

19.7 

(4) 20.4 (4) 




♦Number in parenthesis indicates limiting cell on discharge to 
.75 volts. 
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c. Test Results: 

(1) Performance on Cycling: (Figures 38 through 4T) 

Cycling began In July 1978 and packs 12J» 12K and 12L completed 11893i 11735 
and 11694 cycles respectively* without a cell failure before being discontinued 
In September 1980. Pack 12M had all 4 cells fall In which cells 1* 3 and 4 
shorted on cycles 11445, 11004 and 9058 respectively. Cell 2 failed because 
of low EOD voltage (cycle 7114) and was discontinued on cycle 9058. Voltage 
limits were changed at various times (see changes on graphs) to obtain desired 
percent recharged and to increase end-of-dlscharge voltages. Pack 12M*s failure 
cycles are as follows: 

Pack 12M 


Cell 

1 

2 

3 

4 


Failure Cycle 

11445 

7114 

11004 

9058 


Note: Cells, of this type, are being evaluated on a synchronous orbit test 
regime (Pack 2298). 
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8. GE 20.0 ah (Separator Test), One, lb-ce11 Pack: 

a. Cell Description: See paragraph I. A, page 12. A total 
of 10 cells are being tested in which cells 1 through 5 have Pellon 2503 
type separator material and cells 6 through 10 have the Pellon 2505 type 
separator. The 2503. and 2505 type cells were identified by the manu- 
facturers' catalog numbers 42B024AB06/07 and 42B024AB014/15, respectively. 

b. Parameters and Capacity Checks: 


Orbit Period 

1.5- hours , 


Teinperature (°C) 

20 : 
A 

f 

Depth of Discharge (%) 

v 

40 


Voltage Limit (v/c) 

1.433 


Auxiliary Electrode 
Resistor (ohms) 

300 


Pack Number 

IK 



Cells 1 to 5 

Cells 6 to 10 

Precycling Capacity* 

23.0(5) 

23.0(6,8) 

6 Months 
(Cells 5 & 6) 

15.5(5) 

11.5(6) 

12 Months 
(Cells 4,5,6 & 7) 

10.0(4) 

10.8(5) 

9.3(6) 

9.3(7) 

18 Months 
(Cells 3 to 8) 

9.6(3, 5) 
9.0(4) 

9.0(6, 7,8) 

24 Months 
(all cells) 

9. 2(1, 2. 5) 
8. 6(3, 4) 

9.2(6,7,9.10) 

8.6(8) 

Postcycling Capacity 

17.4(all cell 

s) 


♦Number in parenthesis indicates limiting cell on discharge to 
.75 volts. 
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c. Test Results: 


(1) Performance oh Cycling: (Figure 42) Cycling was 
started in July 1978 and pack IK completed 11,666 cycles without a 
cell failure before being discontinued on 4 September 1980. The packs 
voltage limit was reduted from 1.433 v/c to 1.414 v/c on cycle 102 in order 
to lower the pack's percent recharge. It was then returned to 1.433 v/c 
(cycle 4009) because the percent recharge was to low. resulting in low EOD 
voltage. It was again increased to 1,453 on cycle 8928. The end-of-discharge 


, with Pel Ion 2505 type separator, averaged 8. millivolts 
the cells with Pel Ion 2503 type separator; tiit there 
the pack was discontinued. Also there was nq noticeable 
difference in the end-Jf-charge pressures as they ranged from 37 to <43 PSIA 
when the pack was discontinued. 


voltages of the 5 cell 
lower (cycle 2204) tha 
was no difference when 
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Note: Voltage limit changed from 1.433 to 1.414 v/c (cycle 102), to 1.433 v/c (cycle 4009), to 
1.453 v/c (cycle 8928). 
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I. CELLS ON TEST PROGRAM WHICH HAVE COMPLETED TEST , 

In order to gather sufficient data to Indicate the performance 
of nickel -cadmium cells cycled at various test conditions; 660 cells 
were placed on test during Oeceidber 1963 and January 1964. These 
cells were from four manufacturers and consisted of seven different 
types as shown In Table I. The cells were grouped In pack« cf 5 or 
10 cells depending upon the anpere-hour capacity. All cells rated 
above 6.0 ampere-hours were grouped into 5-cell pacK,s; the remainder 
were placed In 10-cell packs. * 

A. Description of Cycle Test: 

The cells were operated at three temperatures and three 
depths of discharge, which are summarized In Table II. Each pack 
was cycled under Its respective conditions until 60 percent or 
more of the cells failed. A cell was considered failed when Its 
terminal voltage dropped below 0.5 volt at any time during cycling. 

B. Life Test Results: 

1. The cycling results show that discharge voltages tend to 
drop slightly or remain the same during the life test. The drop is 
usually not more than 0.04 volt per active cell. The exceptions to 
this arc Immediately after a capacity check when there is an Increase 
In the discharge voltage and when a cell Is about to fall, the average 
voltage drops more rapidly. The least overall change is seen at 0“C. 
For a given temperature and cell type, the discharge voltage Is gener- 
ally from 0.02 to 0.08 volt per cell lower at the greater depths of 
discharge, that Is, at the higher rate, as expected. The discharge 
voltage tends to decrease no more, than 0.1 volt per cell with Increases 
In test temperature from 0*C to 40®C for each depth of discharge. Thf 
amount of decrease depends on the cell type. The orbit period seems 

to have little effect on the discharge characteristics of normally 
functioning cells (the 1.5-hour and 3-hour orbit periods both have 
30-m1nute discharge periods). 

2. When pronounced long term changes in percent of recharge 
and end-of-charge voltage occurred, they were almost always In the 
direction of lower percent of recharge and higher voltage although 
some of the packs did have an Increase in the percent of recharge. 

On the average, packs operating at 0®C had an early percent of 
recharge of 107 percent and after 5 years It was 105 percent. 

While at 25®C, the early percent of recharge was 120 percent and 
after 4 years It was 118 percent. At 40*C, the early percent of 
recharge was 153 percent and after 4 years it was 146 percent. 

At all temperatures the percent of recharge Is, on the average. 
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bel<w the specified percent of recharge indicating that the amount 
of recharge need rot be as high as was originally set for the testing 
program— approximately 10 percent less. 

3. Capacity Check Results: 


a. The ampere-hour capacity was checked approximately 
every 88 days. These capacity checks showed that temperature had 
a very definite effect on the loss of capacity. The packs cycled 
at 40*C showed a ^ry ‘apid drop In capacity until failure occurred. 
The loss of capadity WmS not as severe for the packs at 25*C while 
those operated at O'^C showed very little capacity loss. Orbit! 
periods and depth » of disdiarge also have a small effect but these 
do not show any definite tren^. 

b. tIio anpere-hour capacity checks also show how the 

cells degrade during life qvciing. • 


4. Cell Fal ures: 


a. The analysis of the failed cells Is a very Important 
phase of the testing program. From these analyses manufacturing 
defects, poor design, and material weakness can be detected and an 
effort made to correct or Improve them. This In turn will lead to 

a bettery product with better performance characteristics. 

b. Special Considerations: 

(1) The charge rates specified In tne cycling program 
usually exceeded the maximum rates recommended by the manufacturc^rs. 

For example, packs which are cycling In a 1.5-hour orbit at 25'*C, 40 
percent depth of discharge are being charged at the c/2 rate, although 
the maximum charge rate recommended by the manufacturers Is c/10. The 
only charge rates below c/10 are those for the 3-hour orbit. 15 percent 
depth of discharge combinations, the rates for which are calculated to 
be c/14.5 at 0*C and c/10.4 at 40®C. 


(2) These cells were manufactured prior to January 1963, 
Because of subseqi^nt changes In construction, newer cells of the same 
capacity and manuf icturer may not show the characteristics discussed 
here. Also, the manufacturers have reported that corrective action 
has been taken to eliminate the sources of premature mechanical 
failure. 


ORIGINAL RAOi If 
OF POOR QUALmr 


ft 


WQEC/C 8M 


c. Discussion of Failures: 

(1) General Observations: 

(a) Most of the cell failures occurred at the 
higher antlent temperatures. The cell failures were earlier and n>re 
frequent at the greater depths of discharge and shorter orbit periods. 
A detailed sunmary of the failure analysis for each cell may be 
obtained by request to the NASA Technical Officer j( See Introduction). 

(b) Many of the ceM failures may be considered 
premature because they resulted from a defect In manufacture or 
design. This Is In contrast to an end-of-llfe failure. In which a 
basic component, such as a separator, has reached the end of its 
normal life span at the particular cycling conditions. Some exanples 
of premature failures are those due to leakage, pierced separators, 
burned tab, ceramic short, or extraneous active material. 

(c) It Is frequently difficult to Isolate the 
exact cause of failure for a particular cell. In some cases several 
factors may have been responsible. In others, it Is not obvious wl\y 
the conditions found should have resulted In failure. For this 
reason, unless otherwise stated, this report will not attempt to 
Isolate the direct cause of failure; the conditions noted in the 
discussions are Included because they are abnormalities and because 
they may have contributed to the cell failure. 

(2) Discussion of Failures by Cell Type: 

(a) GE: 

1* 3.0 ah Cells : There were 48 cell 

failures, of which four were at 0"C, 19 were at 25*C, and 25 were 
at the 50*-40*C ant)1ent temperature. 

a. Migration was present at all test 
conditions except 25 percent depth of discharge, 40*C and 1.5-hour 
ortit period. This was probably because of the burned tabs, along 
with short separators, which occurred ea:iy In life, only 157 days 
of cycling. Separator deterioration began to appear In failures that 
occurred after 287 <iays of cycling. Blistering on the positive plates 
was very common re <:5*C after 436 days of cycling. 

2. 12.0 ah Cells : There were 27 failures, 

of which three were at 0*C, l2 were at 25®C and 12 were at 50*-40*C. 


« 
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a. Higratlon was present In most of the 
cell failures that occurred after 239 days of cycling. Cell failures 
began to show signs of separator deterioration after 240 days of 
cycling. High Internal pressures occurred In a few cell failures at 
all aotlent temperatures. 

(b) Gould: 

1. 3.5 ah Ce ils : There were 63 cell failures, 
of which eight wer» 6t O^C, 26 were at 25*^0 and 29 were at 50*-40*C 
antlent tenperatur!. 

a. Weight loss was one of the main condi- 
tions found in the|e failures. Losses ranged from 1.0 gram to 7.1 
grams. Deposits were alway* present with the weight loss which 
occurred earlier at 25*C and 40*C but did not appear In the cell 
failures at 0**C until after 687 days of cycling. Migration and 
separator deterioration were present at all conditions. The number of 
weik welds Inside of the cells analyzed varied with tenperature as 
Indicated by 14 weak s^elds out of 29 failed cells at 40*C; 11 weak welds 
out of 26 failed cells at 25*C; and 1 weak weld out of 8 failed cells 
at 0®C. 


2. 20.0 ah Cells : There were 29 cell failures, 
of which five were at 0“C, 12l were at 35% and 12 were at 60®-40®C 
antlent tenperature. 


a. High Internal pressure was present in 
almost all failures. Pierce? separator was more predominate at the 
1.5-hour orbit pesiod at all ambient tenperatures . Blisters were 
present on the positive plates at 25®C for the 3-hour orbit period 
and the 1.5-hour and 3-hour orbit periods at 40®C. 

(c) Gulton: 

1 - 6.0 ah Cells : There were 68 cell failures, 
of which 20 were at 0*Cr”24 were at and 24 were at 50*-40®C 
ant lent temperature. 

I a. Ceramic shorts were the .t>st common 

mode of failure, tjleigbt losses were also very corrsn)n and ranged from 
1.0 gram to 12.0 gtams. Most o1 the cells that lost weight did not 
show signs of leakage In the form of de^osits around the seals. Most 
of the failures due to ceramic short old not show signs of migration 
or separator deterioration because the failures occurred early In lire. 
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20,0 ah Cells : There were 36 cell failures, 
of which eight were at O^C, 15 were at Z6®C and 13 were at 50"-40®C 
antient temperature. 


a. Weight losses were very common at 0®C 
and 25®C and ranged from S-S^grams to 26.9 grains. Most of the cells 
that lost weight did not show signs of leakage in the form of deposits 
around the seals. Several cell failures were caused by the sides of 
the case being pushed against the buses at the top of the plates. 
Migration and separator deterioration were found at 40®C but not very 
common at 0®C or 25®C. 

1 

(d) Sonotone: 

1^. 5.0 ah Cells ; There were 51 cell failures, 
of which six were at 0®C7 21 were at 25^C and 24 were at 50®-40®C 
antient temperature. 

a. Excess scoring, along with migration, 
was present in most of the cell failures at all ambient temperatures. 
Separator deterioration was more frequent at 25®C and 40 ®C. High 
internal pressure and leakage as shown by deposits around the seal 
were present at 25®C and 40® C. 
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TABLE II 

SUMMARY OF TEST PARAMETERS 

For each orbit period, one pack of each of the seven cell types Is 
cycling at each of the six temperature-depth of discharge comblna- 
t1 ons . 


ORBIT PERIODS: 
1.5 Hours 
and 

3.0 Hours 


Discharge Charge 

Time Time 

Temperature 

'C 

Percent Depth 
of Discharge 

60 M1nu:es 
30 Ml nutes and 

2.5 Hours 

(50*) 

()5) 

(25) 

40 

15 

25 

25 

25 

40 

0 

15 

25 


* All packs changed to 40*" C ambient. 
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II. COMPLETED TESTS OF CELLS WHICH FOLLOWED JANUARY 1964 

These packs were added to the cycling program to obtain informa- 
tion either on new ceV types or nea test parameters. Each pack was 
cycled until 60 percent or more of the cells failed. A cell is 
considered a failure when its terminal voltage drops below 0.5 voU 
during cycling. Testing has been terminated on all packs covered 
In this section of the report. 

III. CELLS USING CONSTANT CURRENT CHARGE WITH VOLTAGE LIMIT CONTRUL 
A. N 1 eke 1 -Cadmium Types : 

1. NIFE 3.9 ah. Two 5-cell Packs: 

a. Cell Description; The cell container and the cell 
cover of these cylindrical cells are made of stainless steel. The 
cell container serves as the negative terminal. The positive 
terminal Is a button extension of the positive plate tab through 
the center of the cover. The positive terminal is Isolated from 
the negative container by means of a mentrane seal. Connections 
are made by soldering directly to the container and the positive 
terminal . 


b. Parameters and Capacity Checks; 
Orbit Period 1.5-hour 


Temperature 



0® 

25* 

Depth of Discharge 

25% 

25% 

Pack Nunter 


97C 

65 C 

Precycling Capacity 

4.10 

3.90 

86 O^ys 

Oisch 

#2 

3.93 

3.57 

264 Days 

Oisch 

#2 

3.33 

3.33 

440 Days 

Disch 

(»2 

3.27 

2.90 

616 Days 

Oisch 

#2 

3.60 

2.20 

792 Days 

Oisch 

#2 

3.50 


966 Days 

Oisch 

n 

3.23 


1144 Days 

Oisch 

#2 

3.03 
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c. Test Results: 

(1) Performance on Cycling; Cycling was started In 
Septentoer 1967. Pack 85C and 97C failed on cycles 9356 and 20,000. 
respectively. 


(2) Failure Analysis: The six failed cells shewed 
separator deterioration, migration, shorting across the membrane 
seal, several weak welds, and leakage of electrolyte as Indicated 
by deposits ground the positive terminal. 
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2. EP 6.0 ah (Separator Evaluation), 11 Packs: 

a. Cell Description: See Paragraph I. A., page 12. 

Cells were manufactured for NASA, 6SFC, according to GSFC's specifica- 
tion number S-716-P-6 under NASA contract number NAS-5-17806. They' 
are RSN-6B type cells with auxiliary electrodes; but the electrodes 
are not being evaluated, therefore no test data is being taken on 
them, nor is there an auxiliary electrode resistor. Nylon and poly- 
propylene are the types of separator material being evaluated in 
these cells. Initial evaluation test results and detailed cell 
descriptions arejcontained in NAD Crane Report WQEC/C 75-32 e^^ept 
for Pack 9T. | » 

I 

1 

b. Parameters and Capacity Checks: t 

Orbit Period 1.5-hour 

Temperature (°C) 25° 


Depth of Discharge (%) 25% 


Type of Separator* 

(1) 

(2) 

(3) 

(4) 

(5) 

(6) 

(7) 

(8) 

(9) 

(10) 

(11) 

Pack Number 

9L 

9M 

9K 

90 

9P 

9Q 

9J 

9R 

9F 

9S 

9T 

Precycling Capacity 5.1 

5.6 

5.2 

5.7 

6.6 

7.0 

6.3 

7.5 

7.4 

6.6 

6.3 

2000 Cycles 

2.1 

1.5 

2.0 

1.4 

5.3 

2.5 

2.2 

5.8 

4.8 

3.2 

3.1 

4000 Cycles 

2.2 

1.7 

1.4 

1.9 

5.0 

3.0 

2.5 

4.9 

4.7 

4.0 

D 

6000 Cycles 

4.1 

1.7 

2.1 

D 

4.3 

5.4 

2.5 

4.4 

4.7 

2.9 


0 

0 

0 


0 

0 

D 

0 




8000 Cycles 









4.1 

2.9 


10000 Cycles 









4.3 

3.1 


12000 Cycles 

1 









3.4 

3.5 

0 


14000 Cycles ' 









3.2 




D 


c. Test Results: 

(1) Performance on Cycling: Cycling began in September 

and October 1974 and in April 1975 (Pack 9T). Packs 90 and 9T were 
discontinued after completing 4001 and 2004 cycles respectively, in 
which 90 had three cell failures and 9T had four. Packs 9K and 9M 
each had one cell failure following the 2000 cycle capacity test, due 
to failure to recharge and low capacity, respectively. All the other 
packs except 9F and 9S were discontinued following their capacity 
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test at 6000 cycles because GSFC had obtained all the Information they 
required, at that time, of those type separators. The packs completed 
the following cycles before being discontinued: 


*(ll Grace, 3073, pp. 

(21 Grace, 3073-35, pp. 

(3) Grace, 3074-18, pp. 

(4) Grace, 1972-31W, pp. 

(5) Grace. 3073-32W, pp. 

Pack Number ! 9L 9M 9K 90 

I 


(6) RAI, UEX 1242, pp. 

(7) Hercules, 2711-55, pp. 

(8) Canadian, WEX-ISIS, pp. 

(9) Pel Ion, 2505 (control), nylon 

(10) Grace, Extracted, nylon 

(11) Potassium Titanate 

9Q 9J 9R ' 9F 9S 9T 


Cycle Completed 6391 6386 6270 4001 6332 6091 6167 6139 14001 12006 2004 
DO DDDODDD D D 


0 - Discontinued. 

The voltage limit is 1.42 v/c for all packs except 90 and 9Q, in which 
high pressure necessitated a change to 1.40 and 1.41 v/c after completion 
of 103 and 617 cycles respectively. 

(2) Failure Analysis: The five failed cells, from Packs 
9K, 9M and 90, had severe migration, uncoined positive plates, loosened 
active material, and weak tabs. The separators of the four failed cells 
of Pack 9T were like a white paste, in which the compression of the plate 
stack would allow the inside edges of the plates to short out. Visual 
analysis of the cells, following extractor analysis, showed excessive 
migration in which the separator stuck to the negative plates; except for 
packs 9Q, 9R and 9P, in which the separator was extremely darkened. The 
extract from the last cell of Pack 9S (12006 cycles) and from the last, 
two cells of Pack 9F (12010 and 14001 cycles) had a light yellow color 
instead of being clear. 


(3) One cell, with each type separator material, was 
subjected to chemical analysis following initial evaluation testing. 
Also, a cell was removed from each pack for analysis at 2000-cycle 
intervals. The following table shows the results of the chemical 
analysis of extracted electrolyte (soxhlet) from individual cell 
stacks, and from sample patches of the separator material: 
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Me<i KOH Heq K2CO3 

Total tneq** Total oeq per per Total Met Dry 

Pack Cycles KOH per KpCOi per Separator Separator Volune (cc) We ight .We ight 

Number Coi^leted extract (avg) extract (avgl patch*** patch per patch (g)**** (g)**** 

PL 3 127.419 70.423 1.536 1.185 0.7070 0.6060 0.1923 
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3. EP 9.0 ah (SAGE) Pack 181: 

a. r«il descHotlon and test results of this pack are located on 
page 57 since cells of this t/P« mSHo up a -group of cells. 




I 
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4. EP 20.0 ah (Standard Cell) Packs 12Q and 12R: 

a. Cell description and test results of these packs are located 
page 61 since cells of this type make up a group of packs. 
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5. Gulton 3.5 ah (Polymerized Neoprene Seal), Seven 5-ce11 

Packs: 

a. An additional 5-ce11 pack was put or continuous charge 
at the c/10 rate In an ambient temperature of 25** C In order to 
evaluate the new seal. This pack was not assigned a pack number as 
were those appearing In the table. 

b. Cell Description: These cells are cylindrical with 
cell containers and covers made of stainless steel. The positive 
terminal Is Insulated fr^ the cell cover by a polymerized neoprene 
bushing and protrudes through the bushing as a 8-32 threaded post. 

The negative lead Is soldered to the cell container. 

c. Parameters and Capacity Checks: 

Orbit Period 1.5- hour 


Temperature 


-20® 

-20® 

0® 

0® 

25® 

25® 

40® 

Depth of Discharge 

25?! 

40% 

25% 

40% 

25% 

40% 

25% 

Pack Number 


89C 

750 

122C 

99C 

37C 

73C 

112C 

Precycling Capacity 

3.12 

3.79 

3.70 

4.38 

4.14 

4.26 

4.32 

88 Days Disch 

n 

2.39 

3.50 

3.33 

4.23 

3.62 

3.50 

1.20 

264 Days Disch 

#2 

2.25 

2.80 

3.00 

4.03 

2.95 

2.33 

1.23 

440 Days Disch 

#2 

2.33 

3.30 

2,65 

3.65 

2.01 

1.87 

1,05 

616 Days Disch 

pZ 

1.72 

2.77 

2,45 

3.12 

1,17 

1.60 

1.08 

792 Days Disch 

#2 

1.60 

2.80 

2.33 

2.97 

i.n 



968 Days Disch 

n 

1.25 


2.27 

2.97 

0.93 



1144 Days Disch 

n 

1.55 


2.19 

2.51 

0.93 



1320 Days Disch 

n 

1.17 


2.07 

2.54 




1496 Days Disch 

02 



1.98 

2.30 




1672 Days Disch 

*2 



2.19 

2.01 




1848 Days Disch 

#2 



1.75 

1.93 
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d. Test Results: 

(1) Performance on Cycling: Cycling was started In 
OeceaSer 1966. Packs 122C (discontinued) and 99C (failed) completed 
37 >578 and 31,769 cycles respectively. Packs 75D, 73C, 118C, 87C and 

89C failed on cycles 14, 197, 9978, 11,15$, 20,866 and 23,832 respectively. 

(2) Pallure Analysis: 

^a) Analysis of the 19 failed cells showed the major 
cause to be filgratlon of the negative plate material and separator 
deterioration. Other conditions found were high Internal jpressure and 
electrolyte leakage. 

(b) The pack that was put on contlnuoiis charge had 
one cell that developed high Internal resistance and was removed from 
test on 5 November 1969 after 1066 days. The high Internal resistance 
was caused by corrosion of the positive tab. The cell also had electro- 
lyte leakage and high Intem.'l pressure. The second cell failed on 
26 August 1970 after 1335 days of testing. The positive tab- to- terminal 
connection had corroded In two. The positive active material was very 
loose and brittle. Phenol phthalein Indicated electrolyte leakage 
around the positive terminal. 
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6. GuUon 4.0 ah (ComnerclaM , Six 5>Ce11 Packs: 

a. Cell Description: These are rectangular sealed 
cells of coiiwerclal grade, but were not hemrtlcally sealed as 
supplied. They were epoxy potted Into 5-cell packs at the Goddard 
Space Flight Center In order to hemetlcally seal the cells before 
test. 


b. Parameters and Capacity Checks: 


Orbit Period 



1 .5-hour 




Tetit>erature 


0* 

0® 

25® 

25® 

40® 

40® 

Depth of Discharge 

15% 

25% 

25% 

40% 

15% 

25% 

Pack hunter 

1158 

1268 

48 

14B 

288 

408 

Prccycling 

Capaci ty 

5.04 

4.87 

4.63 

5.00 

4.20 

3.37 

88 Days 

Disch 12 

3.57 

4.00 

2.47 

2.00 

1.70 

1.17 

264 Days 

Disci) 12 

4.00 

3.73 

1.80 

1.37 

1.43 

1.30 

440 Days 

Disch #2 

4.07 

3.60 

1.67 

1.93 

1.53 

1.1? 

616 Days 

Oisch #2 

4.60 

-- 

1.60 


1.67 

0.76 

732 Days 

Disch #2 

4.33 

3.63 

1.67 


1.77 


968 Days 

Disch #2 

4.03 

3.50 

1.67 


2.07 


1144 Days 

Disch 12 

3.67 

3.30 

1.30 


0.47 


1320 Days 

Oisch 12 

3.63 

3.37 

1.47 


1.73 


1496 Days 

Oisch 12 

3.40 

3.33 

1.33 




1672 Days 

Disch 12 

3.17 

3.03 

1.70 




1848 Days 

Disch #2 

3.07 

3.63 

1.40 




2024 Days 

Disch #2 

3.17 

3.37 

0.37 




2200 Days 

01 sell iZ 

2.80 

3.04 





2376 Days 

Oisch #2 

2.64 






2552 Days 

Oisch #2 

2.66 
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c. Test Results: 

(1) Performance on Cycling: 

Cycling was started In August 1964. Packs 115B (discontinued) and 
12tt (failed) conpleted 41»641 and 42,234 cycles respectively. 

Pack 146 failed on cycle 8476, pack 2^ on cycle 20,227, pack 406 
on cycle 10,360 and pack 46 on cycle 35,111. 

(2) Failure Analysis: The analysis of 14 failed 
cells showed the major cause to be due to separator deterioration 
and migration. Other conditions found were weak tab -to- terminal 
Wild., high Internal pressure and electrolyte leakage. 
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7. Gulton 5.0 ah (NIWUS). Six S-cell Packs: 

a. Cell tescriptiori: These cells are cylindrical with 
a convex base. A threaded stud Is fastened to the base to facili- 
tate heat sink Mounting. The cell container and the cell cover are 
made of stainless steel. Two stainless steel tabs, welded to the 
cover, serve as the contacts for the negative terminal. The positive 
terminal Is Insulated from the cell cover by a ceramic seal and 
protrudes through the cover as a solder type terminal. Two solder 
tabs are weldeu to the terminal. Three cells have pressure trans- 
ducers which are used to read internal pressure In pounds per square 
inch absolute. Tl^se cells were manufactured to the NUClfi specifi- 
cations. 


b. Parameters and Capaci^ Checks: 
Orbit Period 1.5-hour 


Temperature 

O'* ** 

0* 

25® 

25® 

40“ 

40“ 

Depth of Discharge 

15% 

25% 

15% 

25% 

15% 

25% 

Pack Nunber 

11 7A 

121A* 

120A 

118B* 

127A 

128A* 

Precycling Capacity 

5.00 

5.38 

5.25 

5.46 

3.29 

3.04 

88 Days 

Disch #2 

5.17 

5.38 

5.40 

2.55 

1.67 

1.42 

264 Days 

Disch 12 

5.17 

5.00 

2.79 

1.50 

1.38 

1.71 

440 Days 

Disch 12 

4.75 

4.29 

2.08 

2.00 

1.71 


616 Days 

Disch 12 

4.70 

3.96 

** 


2.0*4 


792 Days 

Disch #2 

4.08 

4.08 

3.21 




968 Days 

Disch 12 

4.17 

3.79 

1 

2.58 




1144 Days 

Disch 12 

3.83 

3.67 

2.37 




1320 Days 

Disch #2 

4.46 


2.12 




1496 Days 

Disch #2 

4.50 


1.79 





* One cell in each pack is equipped with a pressure transducer. 

** Capacity check not performed. 
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Orbit Period 1.5-hour 


Temperature 

0« 

0* 

25* 

25* 

40* 

40* 

Depth of Discharge 

151 

251 

151 

251 

151 

251 

Pack Nuitoer 

117A 

121A* 

120A 

1188* 

127A 

128A* 


1672 Oeys Olsch #2 4.33 

1848 Deys Olsch #2 4.12 

2024 oeys Olsch #2 4.11 

2200 Days Olsch 12 4.45 


* One cell In each pack Is equipped with a pressure transducer. 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

May 1965. Pack 117A was discontinued in March 1972 after completing 
38,767 cycles with one cell failure and two discontinuations. Packs 
121A, 120A, 1188, 127A and 123A failed on cycles 20,861, 29753, 8108, 
10,638 and 6345, respectively. 

(2) Failure Analysis: Analysis of the 18 failed 
or discontinued cells showed the major causes to be separator 
deterioration and origratlon of the negative plate material. Other 
conditions found were electrolyte leakage, ceramic shorts, weak 
tab-to-plate welds, burned positive tabs, extraneous active materal , 
pierced separator material by the positive tab, short (vertical 
nelght) separators, high internal pressure, corrosive deposits 
Interaally at the positive tab and dry separator material. 
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8, Gulton 5.0 ah (Cobalt Additive with Nylon or Polypropylene 
Separator), Five 10-cell Packs: 

a. Cell Description: These cells are rectangular. The 
cell containers and covers are made of stainless steel. The positive 
terminal is insulated from the cell cover by a ceramic seal. The negative 
terminal is welded to the cover. Both terminals protrude through the 
cover as solder type terminals. Twenty-five cells contain positive 
plates with cobalt additive; 25 cells are without the cobalt additive 
and are designated as control cells. Twenty-four cells contain nylon 
separator and 26 cells contain a polypropylene separator (PPL). The 
cells are V05 HSB type cells and acceptance test results are contained 
in NAD Crane report QE/C 70-692. The cells were divided into packs as 
indicated in the following table. 


Pack Type and Number of Cells per Pack 


Number 

Cobalt-Nylon 

Control -Nylon 

Cobalt-PPL 
(FT 2140) 

Control -PPl 
(FT 2140) 

21E 

5 

(cells 1 to 5) 

5 

(cells 6-10) 



45E 

2 

(cells 1 & 2) 

2 

(cells 6 & 7) 

3 

(cells 3 to 5) 

3 

(cells 8 to 10) 

69C 

5 

(cells 1 to 5 

5 

(cells 6 to 10) 



9H 



5 

(cells 1 to 5) 

5 

(cells 6 to 10) 

33D 



5 

(cells 1 to 5) 

5 

(cells 6 to 10) 


b. Parameters and Capacity Checks: 


Orbit Period 



1 .5-hour 



Temperature 

0° 

25° 

25° 

o 

0 

40° 

Depth of Discharge 

25% 

25% 

40% 

25% 

40% 

Pack Number 

21 E 

45E 

69C 

9H 

330 

Precycling Capacity 

4.83 

5.70 

5.70 

3.33 

3.30 

88 Days 

5.08 

2.75 

3.52 

2.38 

3.92 

C 

264 Days 

5.08 

2.93 

3.08 

3.50 

r 
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440 Days 

5.00 

2.80 

4.72 

2.88 

616 Days 

5.08 

3.00 

3.07 

2.63 

792 Days 

NA 

> NA 

NA 

NA 




D 

983 Days 

5.10 

3.63 

2.27 





D 


1170 Days 

5.53 

2.78 



1350 Days' 

4.71 

1.75 



1527 Days 

4.87 

1.31 



1705 Days 

4.39 

3.07 



1882 Days 

3.61 

2.53 





D 



2058 Days 

3.94 




2234 Days 

4.72 

3.64 



(Cell 

5)(Cell 

8) 


2410 Days 

3.56 




2586 Days 

3.65 




2675 Days 

3.75 




Post Cycling* 

4.75 





D 


*Repeat of Precycling test 
c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

June 1970. Pack 21E completed 42,793 cycles without a cell failure 
before being discontinued. Packs 330 and 45E failed on cycles 4523 and 
30,225, respectively. Packs 69C and 9H were discontinued because of 
low capacity after 16,196 cycles and 16,098 cycles, respectively, with 
pack 9H having six cell failures and pack 69C, eight cell failures. 

The following table indicates the cycle number that the cells either 
failed or were discontinued on. 
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Pack 

1 

2 

3 

4 

CELLS 

5 

6 

7 

8 

9 

10 

' ' 











45E 

16521 

26813 

16521 

30225 

30225 

17221 

23600 

24578 

29909 

21527 


D 

F 

0 

D 

F 

F 

F 

F 

F 

F 

69C 

14116 

13174 

13200 

16196 

16196 

9395 

9714 

11432 

9195 

10589 


F 

F 

F 

D 

D 

F 

F 

F 

F 

F 

9H 

16098 

16098 

14363 

13067 

16098 

10970 

11739 

16098 

15681 

16098 


D 

D 

F 

F 

F 

F 

F 

D 

F 

D 


F - Failure 
0 - Discontinued 


(2) Failure Analysis; One cell from 69C, three cells 
from 45E, and two cells from 9H were analyzed for carbonates following 
their discontinuation or failure. The other cells from packs 9H, 33D 
and 69C were returned to NASA Lewis. The failed cells seven from pack 
45E had pitting of the positive plates, severe migration was present in 
the PPL type cells and separator deterioration (one cell shorted) in the 
nylon separator type cells. The results of the carbonate analysis were 
tabulated as follows: 

AVERAGE ANALYSIS OF EXTRACTED ELECTROLYTE 



69C 

SN 1874 

45E 

SN 1875 

45 E 
SN 1890 

45E 

SN 1892 

9H 

SN 1880 

9H 

SN 1913 

Cell No. 

5 

1 

3 

5 

1 

10 

Total 

meq K2CO3* 

85.17 

73.74 

82.59 

96.13 

77.21 

74.21 

Total 
meq KOH 

59.39 

68.91 

58.09 

61.23 

62.23 

63.29 


*raeq is the abbreviation of mil liequi valent. 
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AVERAGE ANALYSIS OF EXTRACTED SEPARATOR PATCHES 



69C 
SN 1874 

45E 
SN 1875 

45E 
SN 1890 

45E 
SN 1892 

9H 

SN 1880 

9H 

SN 1913 

Cell No. 

5 

1 

3 

5 

1 

10 

Wet Wt.** 

0.2099 

0.4194 

0.8360 

0.7316 

0.7795 

0.4780 

Dry Wt.** 

0.0894 

0.1435 

0.5936 

0.6340 

0.5768 

0.3904 

cc Sample ' 

f 

0.737 

1.153 

1.039 

1.1090 

1.020 i 

1.176 

meq K 2 C 03 *'*'* 

0.4332 

0.7049 

0.6263 

0.5760 

0.8259 

0.3503 

meq KOH*** 

0.1498 

0.3992 

0.4261 

0.2350 

0.4844 

0.1592 


**Wet weight is determined immediately following removal from the cell 
case and prior to leaching in water overnight; dry weight is determined 
following titration and air drying overnight. 

♦★★The separator patch data is an average of four patches sampled. One 
from the first third of the plate stack, two from the middle, and one 
from the last third. 
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9. Gulton S.6 ah (Neoprene Seal), Eight 5-ce11 Packs: 

a. Cell Description: These cells are cylindrical in 
shape. The cell container and the cell cdver are made of cold 
rolled steel. The positiee terminal is insulated from the cell 
cover by a vulcanized neoprene bushing and protrudes through the 
bushing as a 1/8 inch projection. The vulcanized neoprene bushings 
used in the folded cover to terminal seals are longer than those 
used in the nonfolded cover to terminal seals to protrude through 
the sleeve formed by the irmrard fold at the center of the covpr 
(see Figure 51). This design results in a greater length of teal 
and affords greater protection to the seal from heat during Melding 
of the cover to the can. The possible damage to the neoprene seal 
of either type cover to terminal seal, by attempting to solder 
electrical connections to the 1/8 inch positive terminal made it 
necessary to spot weld metal tabs to these terminals. Metal tabs 
were also spot welded to the bottom of the cans to serve as the 
negative terminals. 


b. Parameters and Capacity Checks: 


Orbit Period 




1 

1.5-hour 




Temperature 


-20* 

-20» 

0“ 

0“ 

25* 

25* 

40* 

40* 

Depth of Discharge 

25% 

25% 

25% 

25% 

25% 

25% 

25% 

25% 

Pack Number 


44B 

32B 

lOOB 

90C 

766 

96C 

42B 

30B 



(FO) 

(NF) 

(FD) 

(NF) 

(FD) 

(NF) 

(FO) 

(NF) 

Precycling Capaci 

ty 

4.01 

4.53 

6.25 

6.58 

5.60 

6.30 

4.39 

4.90 

38 Days Oisch 

#2 

* 

4.57 

5.32 

5.88 

1.63 

2.33 

1.49 


264 Days Oisch 

HZ 

4.34 

3.64 

4.85 

5.27 

1.59 

1.87 



440 Days Disch 

n 

* 

3.64 

4.25 

4.48 

2.10 

2.33 



616 Days Oisch 

HZ 

3.64 

3.17 

3.64 

3.64 

1.17 




792 Days Oisch 

HZ 

3.41 

2.85 

2.75 

3. OS 





968 Days Oisch 

HZ 

3.87 

2.10 

2.61 

2.57 






* Capacity Check Not Performed. 
FD - Folded. 
flF - Nonfolded. 
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Orbit Period 1.5-hour 


Temperature 



-20" 

-20® 

0® 

0® 

25® 

25® 

40® 

40® 

Depth of Discharge 

25% 

25% 

25% 

25% 

25% 

25% 

25% 

25% 

Pack Nunter 


44B 

(FO) 

32B 

(NF) 

100B 

(FD) 

90C 

(NF) 

76B 

(FO) 

96C 

(NF) 

42B 

(FO) 

30B 

(NF) 

1144 Days 

Disch 

#2 

2.66 

2.33 

2.05 

3.17 





1320 Djo^s 

Dlsch 

#2 

2.72 


2.01 

2.43 



i 


1496 Days 

Disch 

#2 

2.66 


2.10 

2.74 





1672 Days 

Disch 

#2 

3.59 


2.46 

1.90 





1348 Days 

Disch 

#2 

2.72 



2.01 






FD - Folded. 

NF - Non folded. 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
December 1965. Pack 44B failed on cycle 31,907, pack lOOB on cycle 
28,758, pack 90C on cycle 31 ,623, pack 32B on cycle 23,303, pack 76B 
on cycle 11,158, pack 96C on cycle 9791 , pack 42B on cycle 3798 and 
pack 30B on cycle 1275. 

(2) Failure Analysis: Failure analysis of the 24 

failed cells showed the major cause to be separator deterioration, 
migration of the negative plate material, electrolyte leakage, and 
burned positive tabs. Other conditions found were weak positive 
tab-to-plate welds, burned positive tabs, high internal pressure, 
corrosive deposits internally at the positive terminal, carbonate 
deposits externally at positive terminal, and dry separator material. 
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10. Gulton 6.0 ah (Improved), Three 5-cell Packs: 

a. Cell Description: The cells are rectangular in 

shape. The cell container and the cell cover are made of stainless 
steel. The positive terminal Is Insulated from the cell cover by a 
ceramic seal, while the negative terminal Is welded to the cover. 
Both are solder type terminals. The silver braze of the ceramic 
seal Is nickel plated to prevent internal cell shorting by silver 
migration to the cover. 

b. Parameters and Capacity Checks: 


Orbit 

Peri od 



1 .5-hour 


Temperature 



0“ 

25“ 

40“ 

Depth 

of Di 

s charge 

25% 

40% 

25% 

Pack 

Nurrter 



138 

188 

388 

Precycling 

Capaci 

ty 

7.30 

6.90 

5.00 

88 

Days 

Disch 


6.95 

3.00 

1.75 

264 

Days 

Disch 

n 

7.20 

3.80 

1.50 

440 

Days 

Disch 

¥1 

6.75 



616 

Days 

Disch 

¥2 

« 



792 

Days 

Disch 

¥2 

6.25 



968 

Days 

Disch 

¥2 

5.15 



1144 

Days 

Disch 

¥2 

4.80 



1320 

Days 

Disch 

¥2 

4.15 



1496 

Days 

Disch 

•2 

* 



1672 

Days 

Disch 

¥2 

4.00 



1848 

Days 

Disch 

¥2 

3.90 



2024 

Days 

Disch 

¥2 

3.55 



2200 

Days 

Disch 

¥2 

3.74 




* Capacity Check Not Performed. 
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c. Test Results: 

(1) Performance on Cycling: Cycling started In 
February 1965. Packs 188 , 386, and 136 failed on cycles 7577, 5766, 
and 37,650, respectively. 

(2) Failure Analysis: Failure analysis of nine 

cells showed the major causes of failure to be separator deteriora- 
tion and migration of the negative plate material. Other conditions 
found were blistering on the positive plates, ceramic shorts, burned 
positive tabs, electrolyte leakage, high Internal pressure, and 
corrosive deposits Internal'.y underneath the positive terminal. 
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11. Gulton 6«0 ah. One 5-ceU P^ck, 24*hour Orbit Period 
(Pack 79A) ; 


a. Cell Description: The cells are rectangular in 
shape. The cell container and cell cover are made of stainless 
steel. The positive terminal Is insulated from the cell cover by 

a ceramic seal; while the negative terminal is welded to tne cover. 
Both are solder type terminals. 

b. Test Parameters: i 

(1) Test Teirperature: 25“ C. 

(2) Depth of Discharge: 50%. 

c. Test Results: 

(1) Performance on Cycling; Cycling wa: startcrl in 
March 1964. The pack failed on cycle 545 with four cell failures. 

(a) All cell voltages dropped below 1.0 volt at 
the end of discharge with the original 150 percent of recharge. 
Increase of the recharge to 200 percent after cycle 57, caused the 
end-of-discharge voltages of all five cells to remain fairly constant 
at about 0.9 volt. Two cells failed at 149 and 168 cycles; then the 
end-of-discharge voltages of the remaining three cells climbed to an 
average of 1.08 volts per cell. The end-of-charge voltages remained 
fairly constant, between 1.39 and 1.40 volts per cell, average, 
throughout life cycling. 

(b) Cell Failures; Analyses of the four cell 
failures showed tnat all had separator deterioration and blister- 
ing on the positive plates. The first two failures had high inter- 
nal pressure as indicated by outgassing when opened. The last two 
failures had pinpoint migration which caused shorts through the 
separator. 


(2) Capacity Checks: The ampere-hour capacities on 

the precycling and capacity check cycles are as follows: 

Precycling 6.60 


88 

Days 

Oisch 

#2 

3.55 

176 

Days 

Disch 

f2 

4.40 

264 

Days 

Disch 

#2 

4.25 

352 

Days 

Oisch 

#2 

4.05 

440 

Days 

Disco 

#2 

3.50 
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12. Gulton 6.0 ah. One 10-ccll Pack (Pack 61U): 

a. Cell Description; These cells are rectangular In 
shape. The cell container and the cell cover are made of stainless 
steel. The positive terminal Is Insulated from the cell cover by a 
ceramic seal, vrhlle the negative terminal Is welded to the cover. 
Uoth are solder type terminals. 

b. Test Parameters: 

(1) Initial Test Parameters (at anotiier test 

facility): 

(a) Test Temprrature: -10* C. 

(b) Deptti of Discharge: lOt. 

(c) Orbit Period: 1.5 hour. 

(2) Change In Test Parameters: The test temperature 
was raised to 0* C after 22,900 cycles at -10* C at another test 
facility. 

c. Parameters and Capacity Checks: 


Orbit Period 1.5-hour 

Temperature 0* 

Depth of Discharge 101 

Pack Number 616 


Precycling Capacity 5.30 


88 

Days 

Disch 

12 

5.40 

264 

Days 

Oisc/i 

#2 

5.45 

440 

Days 

Disch 

12 

4.70 

616 

Days 

Disch 

#2 

3.75 

792 

Days 

Disch 

#2 

3.40 

968 

Days 

Disch 

#2 

2.46 

1144 

Days 

Disch 

#2 

3.45 
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Orbit Period 

1 .5-hour 

Temperature 

0® 

Depth of Discharge 

10% 

Pack Nunt)er 

616 

Precycling Capacity 

5.30 

1320 Days Disch #2 

2.45 

1496 Days Disch #2 

2.76 

1672 D^s Disch #2 

2.94 


d. Test Results: 

(1) Performance on Cycling: Cycling started at NAD 

Crane in June 1967. Prior to discontinuation, this pack completed 
27,536 additional cycles at 0°C with one cell failure. The pack was 
discontinued in June 1972 at the request of Goddard Space Flight 
Center. 


(a) The end of discharge voltage is 1.27 volts 
per cell and the percent of recharge is approximately 105 percent. 

(2) Failure Analysis: Analysis of the one failure 

and four discontinuations revealed heavy carbonate deposits around 
the terminals, high internal pressure, and dryness of the failed 
cell. All but one of the discontinued cells showed adequate to 
very moist separator material. Migration was moderate to extreme. 
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13. Gulton 6.0 ah« One 10*ce11 Peck, 1.5-hour Orbit Period 
(Pack 51B): 


a. Cell Description: Four of the 10 cells are from 
the same lot of cells used for the Test and Training (TETR) satel- 
lite. These four cells are of the TETR-B type which has only a single 
ceramic seal; the other six cells are of the RAE type which has double 
ceramic seals. In all other respects the 10 cells fit the general 
description of Paragraph I. A. 

b. Test Parameters: , 

(1) Cycling Test Parameters: 

(a) Test Temperature: 20® C. 

(b) Discharge Current: 0.10 amperes. 

(c) Charge Current: 0.30 amperes. 

(2) Special Test: At random times the cycling had 

a 1.5-ampere discharge superimposed upon the regular cycle. This 
was done to simulate the type of operation encountered by the TETR 
Satellite. 

c. Test Results: 

(1) Performance on Cycling: Cycling started in 

February 1969. This pack has been discontinued after completing 
21,193 cycles. The 1.5-ampere discharge was superimposed on the 
regular cycling condition at random times and for various lengths 
of time to simulate the conditions encountered in space. Limiting 
conditions were encountered on the four cells from the TETR satellite, 
indicating a deficiency in these cells; thus permitting the TETR 
project office to predict the performance that could be expected from 
the satellite. Because of the simulation of the satellite perfomance, 
no capacity checks were run on these cells. 

(2) Five of the RAE type cells were replaced with 
TETR-C type cells In February 1970. 

(3) Failure Analysis: Analysis of cell 2 and cell 7 
showed that cell 2 had extreme migration and cell was moist as com- 
pared to cell 7, Cell 7's separator was deteriorated more than cell 
2's and cell 7 had silver migration on the positive port of Its 
header. Cell 7 had a single seal whereas cell 2 had a double seal. 


1 


US 


WQEC/C 81-1 


14. Gulton 6.0 ah (San Marco), One 10-cell Pack: 

a. Cell Description: See Paragraph I.A., page 12. The 

cells were purchased by NASA, GSFC, under LTV Purchase Order Number 
833219 and were manufactured to GSFC's specification number S-761-P-6 with 
waivers given to the ratio and particle size requirement. Plates had 
heavier loading of active material and five cells have a higher amount 

of electrolyte than the other five cells. Initial evaluation test 
results and detailed cell descriptions are contained in NAD, Crane 
Report WQEC/C 75-1. Complete test results are contained in project 
report WQEC/C 76-10. 

b. Parameters and Capacity Checks: 


Orbit Period 1.5-hour 

Temperature (°C) 20*^ 

Depth of Discharge (%) 25 

Pack Number 6M 

Discontinuance (Cell) 4.2 (2) 

c. Test Results: 


(1) Performance on Cycling: Cycling began in September 

1974 and the pack completed 5054 cycles before it was discontinued 
without a cell failure. The cells with the higher amount of electrolyte, 
exhibited higher end of charge voltages and pressures and had higher 
capacities. Three cells were chosen for analysis. 

(2) Analysis: Migration was more severe in the cell 

with the higher amount of electrolyte. Small blisters and flaking 

of the active material, from the positive plate, was also observed on 
two cells, one each with the lower and higher amount of electrolyte. 
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(3) The following table compares chemical analysis of 
extracted (soxhlet) from the individual cell stacks, and from sample 
patches of the separator material. 


Serial Number 

1090 

1096 

1100 

Amount Electrolyte (cc) 

13.8 

13.6 

18.0 

Total meq* KOH 
per extract ,(avg) 

109.150 

85.650 

126.070 

Total meq* K 2 CO 3 
per extract ,tavg) 

46.750 

44.090 

44.540 

meq KOH per 
separator patch** 

0.2380 

0.2032 

0.6854 

meq K 2 C 03 per 
separator patch 

0.4928 

0.3655 

0.6032 

Total volume (cc) 
per patch 

1.3289 

1.1773 

1.1889 

Wet Weight (g)*** 

0.2869 

0.2582 

0.3594 

Dry Weight (g)*** 

0.1869 

0.1668 

0.1770 


*meq is the abbreviation of milliequivalents. 

**The separator patch data is an average of four patches sampled; 
one from the first third of the plate stack, two from the center, 
and one from the last third. 

***Wet weight is determined immediately following removal from the cell 
case and prior to leaching in water overnight; dry weight is 
determined following titration and air drying overnight. 
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15. Gulton 9.0 ah (SAS-C), one 10-cell Pack: 

a. Cell Description: See Paragraph I. A., page 12. 

The cells were procured by the Appljed Physics Laboratory (APL) 
to APL specification 7217-9014-A. Pack 186 contains eight cells, 
with no auxiliary electrodes, which were identified by the manu- 
facturer's part number 805051; and two cells with auxiliary elec- 
trodes, had the part number 805052. These cells are from the 
same lot of cells that are being flown in the satellite which was 
launched in May 1975. The auxiliary electrode is Gul ton's standard 
adhydrode (U-Fold). Initial evaluation test results and detailed 
cell descriptions are contained in NAVWPNSUPPCEN, Crane Report 
WQEC/C 75-165. 


b. Parameters and Capacity Checks: 


Orbit Period 

1 .5-hours 

Temperature (°C) 

20° 

Depth of Discharge {%) 

25 

Auxiliary Electrode 
Resistor (ohm) 

47 

Pack Number 

18G 

Precycling Capacity* 

11.4 (5) 

132 Days 
(cells 1, 2 & 3) 

11.1(2) 

150 Days 

11.1(3) 

(cells 3. 4 & 5 0 27 

°C) 

1 year 

(cells 7 & 8) 

8.2(8) 

1 .5 year 
(cells 5 & 6) 

5.5(5) 

2 year 

(cells 3 & 4) 

6.4(4) 

2.5 years 
(all cells) 

4.6(5, 9) 

3 years 
(cells 9 & 10) 

3.9(9) 

3.1 years 

3.8(9) 

(all cells) 

D 

*Number in parenthesis indicates limi 
discharge. 


10.1(5) 


ting cell on 


119 


WQEC/C 81-1 


(1) Performance on Cycling: Cycling began in April 1975. 

The pack's voltage limit was lowered and the pack was placed in a test 
temperature of 27° C for 114 cycles as requested by GSFC's Technical 
Officer. This pack was discontinued after 17,961 cycles without a cell 
failure. 


WQEC/C 81-1 


16. Gulton 12.0 ah (OGO)* Six 5*ce11 Packs: 

a. Cell Description: See paragraph I. A.* page 12. 

b. Parameters and Capacity Checks: 

Orbit Period 1.5-hour 


Temperature 
Depth of Discharge 
Pack Nunter 
Precycling Capacity 


88 Days 

Disch #2 

264 Days 

Disch #2 

440 Days 

Disch #2 

616 Days 

Disch #2 

792 Days 

Disch #2 

968 Days 

Disch #2 

1144 Days 

Disch #2 

1320 Days 

Disch #2 

1496 Days 

Disch #2 

1672 Days 

Disch #2 

1848 Days 

Disch #2 

2024 Days 

Disch #2 

2200 Days 

Disch #2 

2376 Days 

Disch #2 

2552 Days 

Disch #2 

2729 Days 

Disch #2 

2905 Days 

Disch #2 

3159 Days 

Disch #2 


0" 

0* 

25" 

15t 

25% 

25% 

16B 

1018 

27B 

14.86 

14.20 

14.10 

13.50 

14.50 

5.90 

14.20 

12.90 

4.10 

13.70 

11.90 

4.80 

13.10 

10.60 

4.00 

12.70 

9.00 

3.90 

11 .80 

9.00 


11 .50 

8.80 


10.50 

8.10 


10.30 

7.80 


9.00 

8.00 


10.20 

7.68 


9,50 

6.78 


9.20 

6.20 


8.50 



9.00 



NA 



8.54 



8.12 
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25" 

40" 

40" 

40% 

15% 

25% 

968 

78A 

908 

13.30 

6.80 

11.40 

3.20 

4.30 

5.40 

5.00 

3.30 

3.70 


3.40 



5.30 
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c. Test Results: 

(1) PerfonMnce on Cycling: (Figure 59) Cycling 
was started In January 1966. Pack 16B failed on cycle 50»7?/ 
following the shorting of three cells. No failures had occurred 
prior to environmental chanter overheating on cycle 50«431. Packs 
27B, 966. 78A, 906. and 1016 failed on cycles 14,250. 5152. 11.081, 
5124, and 36,110 respectively. 

(2) Failure Analysis: Analysis of the 19 failed 
cells showed the major cause of failure to be separator deterioration 
and migration of the negative plate nv^iteiial . Other conditions found 
were high Internal pressure, bllsteriiig on the positive plates, 
electrolyte leakage, extraneous active material and external carbonate 
deposits on the negative terminal. 

(3) The following table shows results of the chemical 
analysis of extracted electrolyte (soxhlet) from Individual cell 
stacks, and fr^ sanerle patches of the separator material from the 
last failed cell, serial nunter 1476, of Pack 166. 


Total meq* KOH per extract (avg.) 145.045 
Total meg l^CO^ per extract (avg.) 104.280 
meq KOH per separator patch ** .307 
Total volume (cc) per patch 1.994 
Met Height (g)*** .5961 
Dry Height (g)*** .4190 


*meq Is the abbreviation of mllllequlvalents. 

**The separator patch data Is an average of four patches sanpled. 

One from the first third of the plate stack, two from the center, and 
one from the last third. 

***Het weight 1$ determined Immediately following removal from the cell 
case and prior to leaching In water overnight; dry weight Is determined 
following titration and air drying overnight. 


122 


ORIGINAL PAGE IS 
OF POOR QUALITY 

WQEC/C 81-1 

17. Gulton 20 ah (Variable Electrolyte), Three 5-cell Packs: 

a. Cell Description: See paragraph I. A., page 12. 

Cells in Pack ID are designated as control cells with 69 cc electrolyte; 
Pack IE has a 20 percent increase, 82 cc electrolyte; and Pack IF has 
a 40 percent increase, 106 cc electrolyte. Evaluation of the cells is 
to determine effects of life-cycling with variable electrolyte. These 
cells were manufactured under contract number NAS 5-17365 for 6SFC, 
Initial evaluation test results and detailed cell descriptions are 
contained in NAD, Crane Report QEEL/C 74-2. 

b. Parameters and Capacity Checks: 

Orbit Period 1.5-hours 


Temperature (®C) 

20° 

20° 


20° 

Depth of Discharge (%) 24 

24 


24 

Auxiliary Electrode 
Resistor (ohms) 

47 

47 


47 

Pack Number 

ID 

IE 


IF 

Precycling Capacity 

24.0 

24.3 


24.5 

6 months (Cell f) 

26.0 (5) 

26.5 

(1) 

26.2 (2) 

12 months (Cell 

25.8 (4) 

26.7 

(2) 

19.7 (5) 

24 months (Cell #) 

19.5 (3) 

16.5 

(5) 

14.5 (4) 

36 months (Cell #) 

14.1 (2) 

14.8 

(4) 

16.6 (2) 

48 months 

F 

F 


12.7 (3) 
D 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

October 1973 and Packs ID and IE completed 22,374 and 20,982 cycles 
respectively with one cell failure (last cell remaining in pack). There 
was equipment failure on Pack IF which resulted in cell reversal and 
high pressure on cycle 138. As a result, two cells were discontinued 
from test; but were replaced with two other cells of the same type. One 
of the replacement cells was discontinued on cycle 1116 due to high 
pressure. Pack IF was discontinued after 23,328 cycles. Pack ID's 
typical pressure range at EOC was 14 to 40 psia, IE's was 38 to 55 psia, 
and IF's is 20 to 50 psia (although prior to cycle 138 its range was 71 
to 78 psia). The packs are voltage limit controlled on charge, and the 
voltage limit is adjusted to maintain 108 to 110 percent recharge. Cells 
c-r each group were analyzed following acceptance test (7 cycles), and 
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one cell from Packs ID and IE were analyzed following 6 months of cycling 
along with the discontinued cell of Pack IF. Also, one cell of 'jach 
group was removed for analysis following 12, 24 and 36 months of cycling. 
The cells removed after 35 months and 48 months (Pack IF) of testing were 
sent to GSFC for analysis. The failed cells from Packs ID and IE were 
also sent to GSFC. 


(2' Analysis iias shown that nigrat.'on has increased with cycle life; but the last cells which were 
removed fror all three packs showed severe migration, with the separator adhering to the negative plates. The 
separator material was damo. The results of the chemical analysis are as follows; 
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***Wet weight Is determined ininediatcly following removal from the 
cell case and prior to leaching in water overnight; dry weight is 
determined following titration and air drying overnight. 
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13. Gultan 20 ah (OAO), Gne 9>ce11 Pack: 

a. Cell Description; See paragraph I. A., page 12. Also, 
the cells contain precharged cadmium material as follows: 


Cell 


Cell 


Cell 

M 

1 

5.92 

4 

4.5 

7 

4.5 

2 

5.0 

5 

5.0 

8 

4.74 

3 

5.0 

6 

4.5 

9 

6.45 


b. Parameters and Capacity Checks; 

(1) Orbit Period: l.Shour. 

(2) Test Temperature: 10“C. 

(3) Depth of Discharge: 15^^. 

(4) Pack Number: 4C. 

(5) Capacity Checks: As requested by Technical Officer 
at Goddard Space Flight Center. 


42 

Days 

(Cells 1 

and 

2) 

26.8 

55 

Days 

(Cells 8 

and 

9) 

26.1 

93 

Days 

(Cells 6 

and 

7) 

26.3 

514 

Days 

(Cells 1, 

, 2 and 3) 

28.3 

1718 

Days 

(Cell 9) 



25.7 

2081 

Days 

(Cell 1) 



24.6 






D 

Test Results 






(1) Performance on Cycling: (Figure 55) Cycling was 

started in May 1972. The pack's voltage limit is 1.457 v/c and cell 9, 
with the greatest amount of precharge, failed, because of high pressure, 
on cycle 27,483. This cell exhibited the highest end of charge (EOC) 
voltage (1.506 volts) prior to failure. The cell was removed for 
special tests and then returned to cycling with the other cells. Since 
It was returned to cycling, its EOC voltage is the lowest (1.394 volts) 
and its pressure has stayed in a vacuum. The pack was discontinued 
after 33,299 cycles. Average capacity out was 27.1 ampere-hours when 
the pack was discontinued. 
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19, Gulton 20 ah (OAO), One 5-cell Pack: 


a. 


b. 


Cell Description: See paragraph lA., page 12. 
Parameters and Capacity Checks: 

Orbit Period 1. 68-hours 


Temperature (°C) 

10° 



Depth of Discharge (%) 

15 



Auxiliary Electrode 




Resistor (Ohms) 

47 



Pack Number 

4D 



Precycling Capacity 

. 2o.2 

(Cells 

1 & 4) 

1637 Days 

26.1 

(Cells 

3 & 5) 


D 


c. Test Results: 


(1) Performance on Cycling: This pack received 5394 

life-cycles at Goddard Space Flight Center before beginning cycling at 
NAVWPNSUPPCEN, Crane. It was discontinued after completing 23,393 
cycles with no cell failures. Average capacity out was 26.5 apere-hours 
when the pack was discontinued. 
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20. Gulton 20 ah (OAO), Three 5-ce11 Packs: 

a. Cell Description: See paragraph I. A., page 12. 

These cells were manufactured In the same time frame and from the 
same plate lot as cells for OAO batteries, assemblies 36 and 37. 

They were manufacted to the "Nickel -Cadmium Storage Cells Power 
Supply Subsystem Orbiting Astronomical Observatory, Specification for", 
Grumman specification AV-252CS-25F. (They are V020HS*type cells and 
the manufacturer's model number is 804325.) Initial evaluation test 
results are contained In NAD, Crane Report QEEL/C 73-459. 


b. Parameters and Capacity Checks: 


Orbit Period 

1 .5-hours 


Temperature (®C) 

10° 

10° 

10° 

Depth of Discharge {%) 14.4 

14.4 

14.4 

Auxiliary Electrode 
Resistor (Ohms) 

47 

47 

47 

Pack Number 

4E 

4F 

4G 

Precycling Capacity* 25.1-(2) 

25.2(3) 

24.2(3) 

0 months 
(Cells 1 & 2) 

25.7(1) 

22.8(2) 

26.8(1,2) 

12 months 
(Cells 2 & 3) 

26.1(2) 

22.3(2) 

25.6(3) 

18 months 
(Cells 3 i 4) 

26.5(3) 

23.3(4) 

24.5(3} 

24 months 
(Cells 4 i 5) 

24.3(5) 

22.5(4) 

25.5(5) 

30 months 

(Cells 1.2, 3. 4 

25.8(5) 

& 5) 

23.4(2) 

26.1(1,3} 

36 months 
(Cells 1 & 2) 

26.4(1) 

24.0(2) 

26.3(1,2) 

38 months 


22.5(2) 

24.9(4) 

40 months 

25.3(5) 

0 

D 

48 months 
(Cells 1 & 2) 

24.2(1) 



51.8 months 
(Cells 1.2. 3,4 

26.1(5) 
i 5) 0 




’•'fkimber in parenthesis indicates limiting cell on discharge. 
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original page « 


c. Test Results: 

(1) Performance on Cycling: Cycling began in October 1973 
and Packs 4E, 4F and 4G were discontinued on cycles 24,862, 18,369 and 
18,031 cycles, respectively. The voltage limit on Pack 4F was reduced to 
1.433 v/c, cycle 15405, due to the pack temperature reaching 20°C because 
of cell imbalance during charge. The auxiliary trip voltage of pack 46 
was reduced from 300 to 100 millivolts, cycle 14955, because of a high 
percent of recharge caused by cell imbalance. It was placed on voltage 
limit control of 1.457 v/c after 15651 cycles. Pack 4E was removed 
from cycling (cycle 19485) for special tests and then returned to cycling 
(cycle 19492). 
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21. Gulton 20 ah (OAO), (Nickel-Cadmium), One 5-cell Pack: 

k. Cell Description: The first, third and fifth cells 
were fitted with pressure transducers. The first cell has the only 
auxiliary electrode of the pack. They physical description may be 
found in paragraph I. A., page 12. 

b. Parameters and Capacity Checks: 

(1) Pack Number: 12E. 

(2) Orbit Period: 1.5-hour. 

(3) Test Temperature: 20®C. 

(4) Depth of Discharge: 15%. 

(5) Auxiliary Electrode Resistor: 47 Ohms. 

(Is) Capacity Checks: The ampere-hour capacities 

during precycling were determined by discharging each cell at 6.0 
amperes to 0.5 volt per cell. The capacity checks during cycling 
are determined by that time required for the first cell in the pack 
to reach 0.5 volt. Further, the capacity checks during cycling are 
not run on a regular 88-day cycle, but only when instructed bj 
Goddard Space Flight Center; and when run, the capacities are deter- 
mined by the time for the first cell in the pack to reach 0.5 volt. 



Cell #1 

Cell #2 

Cell #3 

Cell #4 

Cell #5 

Precycling Capacity 

25.26 

25.38 

25.38 

24.96 

25.56 

58 Days* 

29.80 

29.50 

27.60 

27.50 

28.60 

97 Days 




25.80 


158 Days 




29.22 


174 Days 




26.83 


650 Days 




28.40 



D 


* This capacity check was run at the c/2 discharge rate as 
opposed to precycling data and that at 97 days which was run 
at the cycle rate of 6.0 amperes. When only one column is 
used (97 days), the capacity is determined by the low cell 
reaching 0.5* volt. 
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c. Test Results: 

(1) Performance on Cycling: Cycling started in May 1970. 
Pack 12E was discontinued after 44,364 cycles with two cells removed and 
three cell failures. When the pack was discontinued, the three cells 
that had failed were still cycling and were reversing on discharge. The 
cell failures had occurred on cycles 42,362, 43,046 and 44,348. The 
voltage limit was lowered from 1.420 V/C to 1.380 V/C after 19,488 cycles 
due to increasing percent recharge. 

(2) Analysis: After 2522 cycles, the cells showed 
a large amount of imbalance at the end of charge. The cell showing 
the highest end-of-charge voltage (position one) was removed at the 
request of Goddard Space Flight Center. Analysis showed excessive 
migration and moderate separator deterioration. Samples of positive 
and negative (adjacent) plates were removed, and individual plate 
capacities were measured. The positive capacity exceeded the nega- 
tive capacity in each case by as much as 13 percent. This leads to 
high voltage (unusually high pressure also, though not noted in this 
case) during charge. A second cell (position 4) was removed after 
2729 cycles and discharged through reversal to -1.0 volt while flooded 
with 31% KOH; then recharged for 48 hours and the peak voltage was 
noted after 35 hours and 12 minutes at 1.516 volts. The cell was 
then removed from its case and immersed in 31% KOH whereupon it was 
discharged through reversal to -i.50 volts. The cell remains were 
then sent to Goddard Space Flight Center, Analysis of the cell that 
failed on cycle 42,362 showed normal migration but severe separator 
deterioration. 
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GuUcn 20 ah (CAO), (Nickel -Cadmium), Three 5-cell Packs: 

a. Cell Description: See paragraph I. A., page 12. 

b. Parameters and Capacity Checks: 


Orbit Period 


1.5-hours 


Temperature 

0 ° 

25*’ 

o 

O 

Depth of Discharge 

15% 

15% 

15% 

Trip Voltage (MV) 

250 

250* 

300 

Auxiliary Electrode 
Resistor (Ohms) 

47 

47 

47 

Pack Number 

54B 

19B 

38E 

Precycling Capacity 

22.7 

23.3 

17.3 

88 Days 

25.1 

19.8 

5.6 

264 Days 

24.7 

14.9 

2.9 

F 

440 Days 

24.8 

8.7 

1 

616 Days 

22.1 

9.4 


792 Days 

6.7 

8.2 


968 Days 

17.1 

8.4 


1144 Days 

16.9 

11.9 


1320 Days 

14.9 

5.9 


1496 Days 

15.7 

4.0 



D 


1672 Days 

18.8 



1865 Days 

14.2 



2027 Days 

20.2 



2206 Days 

10.5 



2381 Days 

6.7 



2559 Days 

14.4 



2735 Days 

10.2 
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2911 Days 

5.9 

2999 Days 

5.9 

3087 Days 

4.6 

3175 Days 

3.3 

3270 Days 
(Cells 1,2,3 & 5) 
(Cell 4) 

11.4 (2) 
2.8 

3344 Days 
(Cells 1,2,3 & 5) 
(Cell 4) 

10.0 (2) 
3.0 

3432 Days 
(Cells 1,2,3 & 5) 
(Cell 4) 

20. 0 (2) 
2.9 


3511 Days 

Cells 1 24.0 

2 7.2 

3 25.1 

4 3.9 

5 23.3 

D 

♦Placed on voltage limit control (3-4-71) due to both auxiliary 
electrode cells in the pack failing. 

Note: Number in parenthesis indicates limiting cell on discharge. 

F - Failed. D - Discontinued. 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

March 1968. Pack 54B was discontinued after completing 56,185 cycles 
with one cell failure (cycle 51,569). The failed cell was allowed to 
continue cycling until the pack was discontinued. Pack 19B was discon- 
tinued after 24,625 cycles in March 1970 in which it had two cell failures 
(internal shorts), cycles 17130 and 16028; pack 38E failed after 4943 
cycles due to loss of capacity at high temperature. Pack 54B's charge 
current was reduced to 3.5 amperes after 25,069 cycles due to high 
percent recharge. 

(2) Failure Analysis: Analysis of six failed/discon- 

tinued cells showed that failure was due largely to separator deteriora- 
tion. Migration was not as extensive as that seen in most failed cells. 
Other conditions included blistering and high pressure as evidenced 

by gas escaping from the punctured cell. 
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ORIGINAL PAGE IS 
OF POOR QUALITY 

23. r.ul ton 20 jh (0An» Orbititiq Astronomical OLisorvatory) . 
One 10-ccll Pack: 

a. Cell Oescription: See paraqraph I, A. 

b. Parameters and Capacity Checks: 


Orbi t 

Period 1 

.5-hour 

Temperature 

10® 

Depth 

of Discfiarne 

15% 

Pack 

number 

23D 

88 

Days (all Cells) 

22.1 

237 

Days (Cells 1 & 2) 

13.3 

377 

Days (Cel Is 5 u 6) 

13.7 


c. Test Results: 

_ . , (1) Performance on Cycling; Cycling was started in 

February 1971. A cell failure occurred after 8248 cycles and the 
pack was discontinued after 12,803 cycles because of equipment failure 
whic.h caused high cell pressure due to cell reversals. 
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24. Gulton 20 ah (OAO), One 5-cell Pack: 

a. Cell Description: See paragraph II. A. 

b. Parameters and Capacity Checks: 

(1) Orbit Period: 1. 5-hour. 

(2) Test Temperature; 10° C. 

(3) Depth of Discharge: 15%. 

(4) Pack Number: 35B. 

Pre Cycling 24.1 

527 Days (Cell) 35.0(5) 

646 Days 31.8 (Pack Discontinued) 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

February 1971. This pack completed 10,349 cycles with no cell 
failures prior to its discontinuation in November 1972, as requested 
by Goddard Space Flight Center. 
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25* Gulton 20 ah (OAO), (Nickel-Cadmium), One 5-cell Pack: 

a. Cell Description: See paragraph I. A., page 12. 

b. Parameters and Capacity Checks: 

(1) Orbit Period: 1.5-hour. 

(2) Test Temperature: 0°C. 

(3) Depth of Discharge: 15^. 

(4) Auxiliary Electrode Resistor: 47 Ohms. 

(5) Pack Number: 68B. 

(6) Capacity Checks: The ampere-hour capacities 

during precycling was determined by discharging each cell at 6,0 
amperes to 0.5 volt per cell. The capacity checks are not run on 
a regular 88-da.y schedule; they are scheduled by Goddard Space 
Flight Center. When only onf; column is used (88 days), the 
capacity is determined by the low cell reaching 0.5 volts: 



Cell #1 

Cell #2 

Cell #3 

Cell #4 

Cell #5 

Precycling Capacity 

27.00 

26.82 

27.30 

27.12 

27.12 

88 Days 

27.00 





2582 Days 

NA 

23.3 

26.4 

23.3 

23.3 


0 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

October 1970. The voltage limit was lowered from 1.495 V/C to 1.457 V/C 
on cycle 3274 due to cell voltage imbalance at end-of-charge and a percent 
recharge above 110. Pack was discontinued after 41,311 cycles without a 
cell failure although one cell shorted due to a hardware malfunction. 
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26. Gulton 50 ah. Two 5-cell Packs, 1.5-hour Orbit Period: 

a. Cell Description: These are rectangular, hermet- 
ically sealed, nickel -cadmium cells. 

b. Test Parameters: 


Pack 

Test 

Percent Depth 

Number 

Temperature 

of Discharge 

95A 

0® C 

25 

123A 

40" C 

25 


c. Test Results: 

(1) Performance on Cycling: Cycling was started 

in June 1964. 

(a) Pack 95A failed on cycle 3227. The end-of- 
charge voltage increased and the end-of-charge current decreased 
steadily until the first cell failed on cycle 2643. The end-of- 
charge voltage then decreasid and the end-of-charge current 
increased. The second cell failure occurred on cycle 2936 but this 
did not affect the operation of the pack. The separator in each of 
the first two failed cells was very dry and short circuits had 
occurred between the plates. Large blisters were present on the 
positive plates of the first failed cell and slight migration of 
material from the negative plates was evident In the second failed 
cell. The positive plates of the third failed cell showed large 
blisters, and separators impregnated with negative plate material. 

(b) Pack 123A completed 1873 cycles when the 
first cell failure occurred. It had low voltage during the dis- 
charge and the recharge. Two additional cells shorted out while 
the pack was off cycling to remove the first failed cell. The 
separators of all three cells had deteriorated, resulting in shorts 
between the plates in two of these cells. The outside negative 
plates of two cells were stuck to the case. The three failed cells 
had bulged cases from high internal pressure; two of which were 
still under pressure, and the third had a carbonate deposit at the 
positive terminal. 
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(2) Capacity Checks: The anpere-hour capacities 
on the precycling and capacity check cycles are as folloMs: 


(a) Pack 95A: 


Precycling 

54.6 

88 Days Oisch HZ 

59.6 

176 Days Oisch #2 

45.4 


(b) The precycling capacity of pack 123A at 
40* C was 27.9 ampere-hours. An equipment failure Interrupted the 
first capacity check. The pack was then allowed to coinplete an 
additional month of cycling In order to let the cells stabilize 
again before receiving a capacity check, but the pack failed shortly 
before the capacity check was to have begun. 


$ 
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27. GE, 4.5 ah, (ERTS, Earth Resoufces Technology Satellite), 
One lO'Cell Pack: 26E 

a. Cell Description: The cells are cylindrical and the 

covers are stainless steel. The positive terminal is insulated from 
the cover by a ceramic seal and protrudes through the cover as a 
solder-type terminal. The negative terminal is a stainless steel tab 
to which the negative lead is soldered. There are three such tabs, 
aoy one of which may serve as the negative terminal. In, addition, 
the bottom'of the stainless steel container is slightly rounded (come 
shaped) in a convex manner. At the center of the dome is a threaded 
stud designed to affix the cell to a heat sinking fixture when 
installed in the satellite. 

b. Parameters and Capacity Checks; 


Orbit Period 1 

.5-hour 

Temperature 

20’ 

Depth of Discharge 

13% 

Pre-cycling Capacity 

5.65 


5.90 

131 Days (Cells 1 & 2) 

7.10 

137 Days (Cells 1 & 2) 

7.00 


c. Test Results: 

(1) Performance on Cycling; Cycling started in 
February 1972 and was discontinued in September 1973 after completing 
9423 cycles. This pack received excessive overcharge during cycles 
4331 to 4631, due to environmental chamber malfunction in which the 
ambient temperature reached 28®C. This resulted in extreme cell 
imbalance for the remainder of its life test. 

(2) Capacity Tests; Pack was scheduled for 
capacity test of 2 cells every 365 days. Special capacity tests were 
performed after 131 and 137 days as requested by the Project Technical 
Officer (GSFC). 


(3) Failure Analysis (Cells 4 and 9); No pressure and 

severe migration. 
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2H. GE 5.0 ah (NIMBUS), Six 5-cell Packs: 

a. uell Description: These cells are cylindrical with 
a convex base. A threaded stud is fastened to the base to facili- 
tate heat sink mounting. The cell container and the cell cover are 
made of stainless steel. Two stainless steel tabs, welded to the 
cover, serve as the contacts for the negative terminal. The posi- 
tive terminal Is insulated from the cell cover by a ceramic bushing 
and protrudes through the bushing with a solder tab welded to the 
terminal. Three ccjlls have pressure transducers mounted on the 
cell to read Internal pressure in pounds per square inch absolute. 
These cells were manufactured to NIMBUS specifications. Acceptance 
test results are contained in NAD Crane report QE/C 6A-459. 


b. Parameters and Capacity Checks: 


Orbit 




1.5-hour 




Temperature 

0° 

0^' 

25° 

25° 

0 

O 

0 

O 

Depth of Discharge 

15% 

25% 

15% 

25% 

15% 

25% 

Pack Number 

103A 

107A* 

106 A 

104B* 

11 3A 

114A* 

Precycling Capacity 

5.35 

5.21 

4.67 

5.58 

3.67 

3.83 

88 Days 

Oisch 

5.08 

5.50 

4.00 

3.58 

2.42 

2.25 

264 Days 

Disch #2 

5.58 

5.33 

3.50 

1,75 

1.83 

C 

1.63 

440 Days 

Disch #2 

5.54 

5.42 

3.08 

2.00 

r 

1.00 

C 

616 Days 

Disch #2 

4.75 

4.58 

3.25 

1.83 

F 


r 

792 Days 

Disch #2 

5.08 

5.25 

3.13 




968 Days 

Disch #2 

5.17 

4.46 

2.92 




1144 Days 

Disch #2 

5.08 

4.21 

2.58 




1320 Days 

Disch #2 

4.75 

4.42 

2.46 




1496 Days 

Disch ^2 

4.67 

4.37 

1.21 

C 




1672 Days 

Disch n 

4.29 

4.21 

r 




1848 Days 

Disch f2 

4.42 

1.33 





2024 Days 

Disch #2 

4.33 

3.58 





*0ne cel 1 

in each pack is equipped with a pressure 

transducer. 



F - Failed. 

U - Discontinued. 
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Orbit 1.5-hour 


Temperature 

0® 

0“ 

25° 

25“ 

o 

O 

O 

O 

Depth of Discharge 

15% 

25 % 

15% 

25% 

15% 

25% 

Pack Number 

103A 

107A* 

106A 

104B* 

113A 

114A* 

2200 Days Disch #2 

4.75 

2.70 





2376 Days Disch #2 

4.21 

2.83 

D 



t 


2606 Days Disch #2 

3.96 






2782 Days Disch #2 NA 


2958 

Days 

Disch 

#2 

3.50 

3104 

Days 

Disch 

#2 

3.60 

3351 

Days 

Oi sch 

#2 

3.00 

3530 

Days 

Disch 

#2 

3.61 

3706 

Days 

Disch 

#2 

3.55 

3882 

Days 

Disch 

#2 

3.11 

4058 

Days 

Disch 

#2 

2.02 

4234 

Days 

Disch 

#2 

3.27 

4420 

Days 

Disch 

#2 

3.27 

4563 

Days 

Disch 

#1 

2.16 

Post 

Cycli 

ng** 


4.55 


D 


♦-Repeat of Precycling test 
0 - Discontinued 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

May 1965. Pack 103A completed 73,007 cycles with three cell failures 
on cycles 59,281, 64344, and 67790 before being discontinued. Pack 
107A was discontinued in June 1972 at the request of Goddard Space 
Flight Center after completing 39,755 cycles. Packs 106A, 104B, 113A 
and 114A failed on cycles 26,148; 13,149; 4988 and 8273, respecti vely, 
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(2) Failure Analysis; Analysis of the 16 failed cells 
(Pack 103A's first failed cell sent to GSFC) showed the major cause of 
failure to be separator deterioration and migration of the negative 
plate material. Other conditions found were high internal pressure, 
electrolyte leakage, pierced separator by the negative tab, blistering 
on the positive plates and corrosive deposits internally at the positive 
terminal. In addition to the above failures one pack of five cells 
was destroyed by thermal runaway caused by the shorting of the positive 
tab to the top edge of the negative plate. This happened because the 
insulating material wrapped around the positive tab came loose. In 
order to prevent a recurrence of this problem in the flight battery a 
piece of insulating tubing was used to cover the positive tab. 
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29. General Electric 6.0 ah (ITOS), one 5-ce11 Pack: 

a. Cell Description: See paragraph I. A., page 12. The 

cells were manufactured according to RCA's specification 2272642, 
drawing number 2278372 and were from the same lot of cells as those 
procured by RCA under NASA contract NAS 5-10306. The cells were 
identified by General Electric's catalog number 42B006AB49. Initial 
evaluation test results and detailed cell descriptions are contained 
in NAVWPNSUPPCEN Crane Report WQEC/C 75-164. 

jb. Parameters and Capacity Checks: 


Orbit Period 

1 .92-hours 

Temperature (°C) 

20'’ 

Depth of Discharge (%) 

29.6 

Pack Number 

7D 

Precycling Capacity 

8.0 

7.6 Months 

8.04 

13.6 Months 

7.84 

19.6 Months 

7.47 

22.3 Months 

7.14 

c. Test Results: 

D 


(1) P>rformance on Cycling: Cycling began in May 1975. 

Vr.'ious changes in the test parameters began on cycle 1687 and continued 
through ;ycle 17'ol as was requested by the GSFC's Technical Officer. 

One cell was analyzed f<^llowing acceptance test (7 cycles). This pack 
completed 8,275 cycles without a cell failure, before it was discontinued. 
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(2) Results of chemical analysis of extracted electrolyte 

are as shown: 


Pack Number 

70 

Cycles 

7 

Serial Number 

130-L01 

Total meq* ** KOH/ 
extract (avg) 

★ 

Total meq K 2 CO 3 / 
extract (avg) 

8 

meq KOH/ 

separator patch*** 

1.3146 

meq K 2 CO 3 / 
separator patch 

.3967 

Total volume (cc) 
per patch 

* 

Wet weight (g)**** 

.4864 

Dry weight (g)**** 

.1921 


*Extract of cell core was net performed. 

**Meq is the abbreviation of milliequivalents. 

***The separator patch data is an average of four patches 
sampled. One from the first third of the plate stack, two from the 
center, and one from the last third. 

****Wet weight is determined immediately following removal 
from the cell core and prior to leaching in water overnight, dry 
weight is determined following titration and air drying overnight. 
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30. 6E, 6.0 ah (Ni ckel -Braze ) , Eight 5-cell Packs: 

a. Cell Description: The cell case fits the description 

of all nickel-cadmium stainless steel cases. The ceramic- to-metal 
seal has an all nickel braze construction to eliminate ceramic 
shorting through silver migration. Acceptance test results are 
contained in NAD Crane report QE/C 71-45. 

b. Parameters and Capacity Checks; 


Orbit Period (Hr) 

1.5 

1.5 

1.5 

1.5 

Temperature 

0 

o 

CVJ 

1 

0° 

20° 

O 

O 

Depth of Discharge 

25 % 

25% 

25% 

25% 

Pack Number 

81 B 

92B 

95B 

106B 

88 Days 

2.46 

6.90 

6.99 

2.25 

264 Days 

2.61 

4.71 

6.78 

2.34 

440 Days 

3.40 

7.75 

6.78 

3.30 





F 

555 Days 

NA 

NA 

NA 


724 Days 

3.00 

7.00 

6.02 


906 Days 

2.85 

7.89 

4.49 



D 




1140 Days 


7.75 

2.63 


1320 Days 


5.72 

3.10 


1500 Days 


6.74 

2.83 


1672 Days 


5.40 

2.43 


1848 Days 


6.59 

3.13 


2024 Days 


6.22 

2.64 


2200 Days 


6.30 

2.85 


2376 Days 


6.42 

2.22 


2465 Days 


6.50 

1.55 


2549 Days 


D 

.92 



D 
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Orbi t 

Period 

(Hrs) 

c 

e 

1 

1 

n 

u 

24 

24 

24 

24 

Temp. 


O'* 

20° 

40° 

Depth 

60% 

60% 

60% 

60% 

of 

m 





Disch 

b 






e 





Pack# 

r 

75E 

123B 

1098 

1 91B 

Cutoff 

1.0 

0.5 0.0 

1.0 0.5 0.0 

1.0 0.5 0.0 

1.0 0.5 0.0 


Voltage 
Cap. Ck. 

1 yr. 1 7.44 8.16 8.22 5.70 7.02 7.44 6.36 7.32 7.80 3.18 4.44 4.98 

2 6.06 6.54 6.66 6.30 7.44 7.86 5.88 7.08 7.43 3.30 4.50 5.04 

1 yr, 4 5.82 6.72 6.84 5.04 6.96 7.38 4.86 5.82 6.12 3.18 4.20 4.56 

6 mo. 

5 7.02 7.68 7.74 4.74 5.64 5.88 4.20 5.04 5.22 3.72 4.98 5.52 

Cap.Ck. 


2yrs. 1 

-- 

— 

7.99 

— 

7.92 

— 

— 

6.63 NA 

2 

-- 

-- 

6.68 

— — 

7.92 

— 

-- 

6.36 -- - 

2yr*, 1 

4.79 

-- 

8.51 

5.76 — 

8.96 





8.19 

6 mo. 

2 

— 

— 

7.46 

— — 

8.76 

4.75 

-- 

F 

8.00 

3yrs. 4 

5.41 

— 

7.57 

-- — 

5.78 

— 

— 

8.68 

5 

— 

-- 

8.10 

4.28 — 

5.58 

5.10 

-- 

6.53 

3yrs. 1 





1.8 

4.31 8.37 

8.58 



6.22 

6.56 

6 mo. 

2 

4.65 

7.14 

7.16 

— 8.89 

8.98 

3.65 

6.25 

6.66 

4yrs. 1 

— 

-- 

1.3 

4.98 8.84 

9.09 

— 

6.57 

6.91 

2 

4.92 

7.11 

7.34 

— 8.90 

9.11 

3.80 

6.31 

6.69 

4yrs. 1 

- — 

— 

1.10 

4.08 8.31 

8.63 



6.56 

6.75 

6 mo. 

2 

4.03 

6.42 

6.66 

— 8.51 

8.68 

3.66 

6.10 

6.37 

5yrs. 1 

— 

-- 

2.91 

3.88 9.03 

9.33 

— 

6.77 

6.97 

2 

4.37 

7.25 

7.44 

— 9.20 

9.33 

3.93 6.19 

6.41 
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5yrs. 1 - — 2.47 3.83 8.97 9.24 - 6.85 7.02 

6 mo. 

2 4.10 6.70 7.04 — 9.30 9.40 4.05 6.36 6.48 

6yrs. 1 — — — 3.62 7.80 8.62 - 6.86 7.03 

2 4.88 7.90 8.15 — 8.63 9.05 4.34 6.46 6.59 

6yrs. 1 2.76 7.18 7.43 - 6.64 6.76 

6 mo. 

2 4.19 7.89 8.12 - 8.86 8.96 4.08 6.35 6.51 

1 

7vrs. 1 3.70 5.62 5.82 


2 4.42 7.90 8.10 4.67 8.88 9.03 3.70 5.62 5.82 

3 4.42 6.99 7.30 3.91 6.02 6.24 3.70 5.12 5.42 

4 3.59 6.26 6.64 3.44 7.23 7.55 3.70 5.17 5.48 

D DO 

*Run at cycle rate to first cell l.OV then at 0.6 amp to 0.5 V and 
O.OV each cell. Number in 0.0 column total ampere-hours. 

**Temperature change to 10°C after 270 cycles. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

March 1971. Pack 92B (1.5-hour orbit) completed 39,446 cycles with two 
cell failures (cycle 5844) before being discontinued. Pack 95B completed 
40,790 cycles with three cell failures before being discontinued. Low 
voltage failures occurred on cycles 38,804 and 40,571 and these cells 
were allowed to continue cycling. The third failure occurred on cycle 
40,294 in which the cell shorted. Pack 81B had one cell failure, pack 
was discontinued after 17,190 cycles. Pack 106B failed on cycle 7538. 
Also, one cell was removed from packs 95B and 106B and shipped to 
Goddard Space Flight Center, as instructed by that activity. Pack 109B 
(24-hour orbit) was discontinued after 2551 cycles with no cell failures. 
Pack 75E was discontinued after 2550 cycles and ore cell failed on 
cycle 1210. .This cell (cell 1) was allowed to cycle even though it 
reversed during discharge. The cell shorted (cycle 2178) and was sent 
to 6SFC for analysis, '’ack 123B was discontinued after 2545 cycles. One 
cell had failed (cycle 2395) and it was allowed to cycle and reverse 
during discharge until it shorted (cycle 2487). Following the 3-year 
capacity test, cell 5 was removed from each 24-hour orbit pack. Pack 
91B (24-hour obit) was discontinued after three cell failures on cycle 
792. These packs had two cell capacity checks, after one year of cycling, 
to the 1.0, 0.5 and 0.0 cut-off levels. Six months later two different 
cells were capacity checked to the same cut-off levels. Following 
the 3-year capacity check, only the first 2 cells received a capacity 
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check. This method of capacity checkinq was used to measure the effect 
of the capacity check itself since two different cells were capacfty 
checked at six-month interval s--thus the need for the two different 
formats of the previous tabulation. 

(2) Failure Analysis: Cell from pack 81 B failed because 

gauge assembly was accidentally broke at bottom of fill tube allowing it 

to fall into pack stack causing a short. All 3 cells of pack 106B were » 

shorted due to separator deterioration. Cells of pack 91 B showed extreme 

migration and separator deterioration. Analysis of pack 123B's failed 

cell: separator dry and migration greater than normally expected of 

cells cycled at 0® C, also, a slight short was observed. The three 

cells from pack 95B had dry separators which had deteriorated to the 

point which caused one cell to short. All cells of these packs had one 

side of their positive plates that were uncoined and small blisters were 

seen at the top of the plates. 

(3) Results of chemical analysis of extracted 
electrolyte are as shown: 


Pack Number 

75E 

109B 

123B 

Cycles 

1097 

1087 

1085 

Serial Number 

042 

048 

031 

Total meq* KOH/ 
extract (avg) 

79.623 

85.489 

85.318 

Total meq K 2 CO 3 / 
extract (avg) 

62.880 

45.352 

60.221 

meq KOH/ 

separator patch** 

.250 

.260 

.240 

Total volume (cc)/ 
patch 

.7150 

.9513 

1.0020 

Wet weight (g)*** 

.2997 

.2881 

.3229 

Dry weight (g)*** 

.1956 

.1736 

.1883 


*meq is the abbreviation of milliequivalents. 

**The separator patch data is an average of four patches sampled. 
One from the first third of the plate stack, two from the center, and 
one from the last third. 

♦**Wet weight is determined immediately following removal from the 
cell case and prior to leaching in water overnight; dry weight is 
determined following titration and air drying overnight. 
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31. GE 8.0 ah (SAS-C), Two 10-cell Packs: 

a. Cell Description: See Paragraph I. A., page 12. 

The cells were procured by the Applied Physics Laboratory (APL) to 
APL specification 7217-9014-A. Pack 18E contains eight cells, with 
standard plates and no auxiliary electrodes, wh'ch were identified 
by the manufacturer's part number 42B008ABG9-63; and two cells with 
standard plates, auxiliary electrodes, and pressure gauges had the 
part number 42B008AB06-G4. Pack 18F contains 10 cells which have 
teflon-covered negative plates in which two cells (part number 
42B008AB08-G4) have auxiliary electrodes and pressure gauges and 
the remaining cells (part number 42B008AB07-G3) do not. The 
auxiliary electrode is a teflon-coated, sintered, nickel plaque 
located along one side of the narrow edge of the cell. Initial 
evaluation test results and detailed cell descriptions are contained 
in NAD, Crane Report QEEL/C 74-252. 

b. Parameters and Capacity Checks: 


Orbit Period 1,5- hours 

Temperature (°C) 20° 

Depth of Discharge {%) Zb 

Auxiliary Electrode 

Resistor (ohms) 300 


Pack Number 

18E 

18F 

Precycling Capacity* 

9.6 (1) 

10.1 (1) 

6 months 
(cells 9 & 10) 

8.6 (9 &1C) 

10.5 (9) 

12 months 
(cells 7 & 8) 

8.7 (7) 

10.0 (7) 

18 months 
(cells 5 & 6) 

8.7 (5) 

9.7 (6) 

24 months 
(cells 3 & 4) 

9.2 (4) 

9.9 (4) 

30 months 
(all cells) 

9.1 (8) 

8.9 (1) 

36 ninths 
(cells 9 & 10) 

9.5 (9) 

9.3 (10) 

42 months 
(ceils 7 & 8) 

9.2 (8) 

8.1 (7) 
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48 months 
(cells 5 & 6) 

49 months 
(all cells) 


8.3 (5) 
D 


6.5 (5) 

6.0 (9) 
D 


^Number in parenthesis indicates limiting cell on discharge, 
c. Test Results: 

(1) Performance on Cycling; Cycling began in March 1974. 
Packs 18E and 18F were discontinued after 23,748 and 23,772 cycles 
respectively without a cell failure. Pack 18F had its voltage limit 
reduced from 1.447 v/c to 1.407 v/c (cycle 14,840) because of the high 
percent recharge (164%) it was receiving. 
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32. GE 12.0 ah (Original Program - 13 Years Life): 

a. Program Description: At the start of the original 
cycling program there was a total of 84 packs and as of January 1968, 

25 of those packs were still cycling. At the request of Goddard 
Space Flight Center, tests on 20 packs were discontinued to make room 
for newly developed space cells being procured for evaluation. Five of 
the test performing packs of the original group were maintained on cycl- 
ing for life capability determination purposes. Of these five packs, 

two failed early in life and only three of the original 84 packs continued 
to cycle forhs years. 

I 

b. Cell Description: The three packs that were maintained 

on cycling contained five GE 12 ampere-hour, nickel -cadmium, cells per 
pack. These cells are rectangular. The cell containers and covers 
are made of stainless steel. Both terminals are insulated from the 
cell cover by ceramic seals and protrude as 1/4-20 threaded posts. 
Acceptance test results are contained in NAD Crane Report 63-319. 

c. Parameters: These packs were tested under the 
following parameters: 


Pack 

Test 

Percent Depth 

Number 

Temperature 

of Discharge 

IlOA* 

O^’C 

15 

lllA 

0°C 

15 

125A 

0°C 

25 


♦This pack was cycled at the 1.5-hour orbit period, 
the others at a 3.0-hour orbit period. 

d. Test Results: 

(1) Performance on Cycling: Cycling was started in 

January 1964. Packs 11 lA and 125A were discontinued after completing 
39,380 and 40,113 cycles respectively, with one cell failure in each 
pack at 28,312 and 19,654 cycles, respectively. Pack IlOA was discontinued 
after 78,468 cycles and had four cell failures. Cells which failed were 
allowed to cycle until they shorted. Cell failures and removals were as 
follows: 



Failure 

Removal 

Cell 

Cycle 

Cycle 

2 

70,352 

75,868 

3 

77,398 

77,416 

4 

62,680 

62,680 

5 

54,972 

54,972 
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(2) Failure Analysis: Analysis of the six failed cells 
showed that the failure was due to separator deterioration and migration 
of the negative plate material. Shorts were found in three cells of 
pack 110A and in the one cell of pack 11 1A. 
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33. GE 12.0 ah. One 5-ce11 Pack, 24-hour OrtU Period 
(Pack 93A): 


a. Cell Description: The cells are rectangular In 
shape. The cell container and the cell cover are made of stain- 
less steel. Both terminals are Insulated from ^e cell cover by 
ceramic seals and protrude as 1/4-20 threaded posts. 

b. Test Parameters: 

(1) Test Temperature: 25* C. 

(2) Depth of Discharge: 50%. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started In 
March 1964. This pack failed on cycle 349. 

(a) Average end- of-dls charge voltage fell to 
less than 1.0 volt per cell under the original test parameters, but 
satisfactory operation was obtained when the percent of recharge 
was changed to 200 percent after cycle 57. 

(b) In order to gain additional Information the 
environmental temperature was raised from 25** C to 40** C after 173 
cycles, with the charge voltage limit lowered to 1.45 volts per 
cell, a^rage. At 40* C the pack did not operate as well. End-of- 
dlscharge voltages of the pack were low and quite variable. Two 
cells appeared to have failed on cycle 266. Since the first cell 
showed no defects upon failure analysis, the second cell was dis- 
charged completely and shorted overnight. It was then charged for 
16 hours at the c/10 rate, and discharged again at the c/2 rate, 
all at 25* C. Its capacity was thus found to be 12.9 ampere-hours. 
It was returned to the pack and continued to cycle until the pack 
failed on cycle 349. The cycling behavoir of t>ie$e two cells was 
attributed to insufficient charge acceptance. At no time was the 
on-charge voltage limit reached. The end-of-charge voltage remained 
close to 1.39 volts per cell at both temperatures. 

(c) The four remaining cells (including the one 
returned cell) failed on cycle 349. All of the cells showed 
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separator deterioration and migration of the negative plate material. 
All cells showed signs of leakage around the terminals but no weight 
loss was detected. 

(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as follows: 


Pre cycling 


25* C 

13.0 

100 Dpys 

Disch #2 

25* C 

7.60 

231 Days 

Olsch #2 

40* C 

6.50 

339 Days 

Disch #2 

40® C 

5.00 
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34. 6E 12.0 ah (OSO-I) One. 5-cell Pack: I 

a. Cell Description: See paragraph I. A., page 12. The cells' 
negative plates were given a proprietary silver treatment by the manufacturer. 

b. Parameters and Capacity Checks: I 

i 

Orbit Period 1.6-hour . | 

I 

Test Temperature lO^C 

I 

Depth of Discharge 16" 

Voltage Limit 1.440 v/c 

Pack Number 7C 



Cell 1 

Cell 2 

Cell 3 Cell 4 

Cell 5 

Capacity Check 





Precycling 


16.8 

(0) (0) 

(0) 

(0) 

(0) 

6 Months 

14.0 




(Cell 1) 

(53) 




12 Months 

13.2 

13.4 



(Cells 1 & 2) 

(66) 

(33) 



18 Months* 

14.3 

14.3 

14.7 


(Cells 1, 2 & 3) 

(62) 

(93) 

(77) 


24 Months 

12.5 

12.6 

12.8 13.1 


(Cells 1, 2, 3 & 4) 

(50) 

(81) 

(68) (58) 


30 Months 

11.6 

11.6 

11.8 11.6 

13.4 

(Cells 1.2, 3, 4 & 5) 

(60) 

(99) 

CO 

(97) 

36 Months 

11.0 




(Cell 1) 

(64) 




42 Months 

10.0 

10.7 



{Cells 1 W) 

(75) 

(100) 



48 Months 

9.6 

10.4 

11.0 


(Cells 1, 2 & 3) 

(95) 

(100) 

(100) 


54 Months 

10.0 

10.5 

11.5 8.9 

11.9 

(All Cells) 

(47) 

(90) 

(63) (67) 

(36) 


PostcycHng 13.7 14.2 14.5 13.4 14.9 

♦Cells removed from chamber at SOD, cell tempe'rature went to 34°C at EOD. 

Note: Pressures '.t tOC following a c/10, IG bour charge at 10*C are in parenthesis. 
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c. Test Results: 

(1) Performance on Cycling: (Figure 43) Cycling was 

started in December ’973. This pack completed 24,890 cycles with no 
failures before being discontinued. The packs voltage limit was reduced 
to 1.429 v/c on cycle 5434. There was no increase in cell pressures 
during life-cycling as the pressures ranged from 0 to 13 PSIA. However, 
pressure increases were observed during the c/10, 16 hour charges at 
10“C following the pack's capacity checks as some cells reached their 
pressure limit of 100 PSIA. The first and last charges were conducted 
following a minimum of 16 hours in which the cells were shunted with 
resistors. 
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35. GE 20.0 ah (Standard Versus Teflonated Neqative Electrodes), Pack IG: 

a. Cell description and test results are located on page 33 since 
cells of this type make up a group of packs. 


158 



WQEC/C 81-1 


36. GE 20.0 ah (Standard Cell) Pack 12H and 121: 

a. Cell des..ription and test results of these packs are located 
on page 38 since cells of this type nake up a group of packs. 


i 

\ 


i 
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37. Sonotone 3.0 ah (Triple Seal), Six 5-cell Packs: 

a. Cell Description: The cell container and the cell 
cover of these cylindrical cells are made of stainless steel. Tmo 
stainless steel tabs, welded to the cover, serve as the contacts 
for the negative terminal. The positive terminal is a solder type 
extension of the positive plate tab extending through the "negative" 
cover and insulated by a ceramic seal between two glass to metal 
seals to form a triple seal. Two ring indentations, about 1/32 
inch deep, located about 1/2 inch from each end of the cell, we^re 
crimped after cell assembly to hold the element snugly In the 
cylindrical can to withstand vibration. 

b. Parameters and Capacity Checks: 


Orbit Period 



1 .5-hour 




Temperature 


0" 

0“ 

25“ 

25“ 

40“ 

40“ 

Depth of Discharge 

lb% 

25:, 

25% 

40% 

15% 

25% 

Pack Number 

43B 

31B 

3B 

2B 

26Q 

37B 

Precycling Capacity 

3.23 

2.88 

3.35 

3.60 

3.53 

3.48 

88 Days 

Disch 12 

3.55 

3.05 

1.40 

1.32 

1.10 

1.05 

264 O^ys 

Oisch #2 

2.63 

2.67 

1.50 

1.62 

0.90 

1.05 

440 Days 

Disch #2 

3.27 

2.12 

1.28 




616 Days 

Disch n 

3.00 

2.67 

1 .30 




792 Days 

Disch #2 

2.50 

2.37 





968 Oeys 

Oisch #2 

2.32 

2.27 





1144 Days 

Oisch #2 

2.10 

2.10 





Days 

Oisch #2 

2.35 

1.85 




t 

1496 Days 

Disch #2 

2.70 

1.95 





1672 Days 

Disch #2 

2,37 

1.37 
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Orbit Period 



1.5- hour 




Temperature 

0* 

0* 

25* 

25* 

40* 

40* 

Depth of Discharge 

1st 

25t 

25t 

40t 

1st 

25t 

Pack Hunter 

438 

318 

38 

28 

268 

378 

1848 Oa/s Olsch #2 

2.30 




1 


2024 Oeys Disch 12 

2.40 






2200 Days Olsch #2 

2.10 






2376 Days Olsch HZ 

1.62 







c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
July 1965. Pack 438 has completed 37,969 cycles with one cell 
failure, and was discontinued in April 1972. Packs 31B, 38, 28, 

268 and 378 failed on cycles 28,074, 11,726, 5399, 6289 and 5625, 
respectively. 

(2) Failure Analysis: Analysis of the 18 failed 

or discontinued cells showed that the major causes of failure were 
due to separator deterioration, migration of negative plate material 
and excessive scoring. Other conditions found were weak positive 
tab-to-plate welds, electrolyte leakage, pierced separator by grid 
wires and plate tabs, high internal pressure and loosened positive 
active material. 
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38. Sonotone 3.5 ah» One 10-cell Pack: 

a. Cell Description: These are cylindrical cells made 
of stainless steel. One stainless steel tab Is welded t^ the cover 
for the neyative connection. The positive terminal Is an extension 
of the positive tab and Is Insulated from the negative cover by a 
cervnlc seal. Two ring Indentations, about 1/32 Inch deep, located 
approximately 1/2 Inch from either end of the cell can, wera crimped 
after cell asseni>ly to hold the element snugly In the cylindripal 
can. 


b. Parameters and Capacity Checks: 


Orbit Period 1.5-hour 

Temperature* 0® 

Depth of Discharge 10% 
Pack Nunter 15B 


Precycling Capacity 3.18 


88 

Days 

Disch 

#2 

3.09 

264 

Days 

Oisch 

#2 

2.95 

440 

Days 

Disch 

#2 

2.60 

616 

Days 

Oisch 

#2 

2.77 

792 

Days 

Oisch 

§Z 

3.06 

968 

Days 

Disch 

#2 

2.73 

1144 

Days 

Oisch 

#2 

2.68 

1320 

Days 

Disch 

#2 

2.60 

1496 

Days 

Oisch 

#2 

2.77 

1672 

Days 

Disch 

#2 

2.25 


* The test temperature was raised to 0® C after 22,900 cycles 
at -10® C at another test facility. 
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c. Ttst Results: 

(1) Performance on Cycling: This pack completed 
26.3S3 cycles prior to Its discontinuation In June 1972 with no 
cell failures. 


(a) The end-of-dlscharge voltage Is 1.25 volts 
per cell but the percent of recharge shows some variations between 
100 and 105 percent with a corresponding variation In the end«of- 
charge voltage. 


d. Analysis: The 5 cells analyzed revealed green 
deposits around the positive terminals, high Internal pressure, 
migration of cadmium through separator and separator deterioration. 
The cells had adequate moisture from electrolyte. 
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B. Silver-Zinc Types: 

1. Astropower Division of NcOonnell- Doug las 5.0 ah* Four 
10-ce11 Packs: 


a. These cells are sealed* but are provided with vent 
caps deslgied to vent the cell at i pressure of 40 psig. The cells 
are rectangular* with cell jars and cell covers molded of plastic. 
The zinc electrodes are encapsulated In an Inorganic separator. 

The silver electrodes are separated from the Inorganic separator by 
pellon. A small volume of epoxy potting material Is poured Into 
the cell Jars just prior to the Insertion of the electrodes and 
prevents movement of the electrodes. The cell top Is then sealed 
to the cell jar by means of epoj^ potting. The fill port Is 
sealed by means of a screw and rubber 0-ring. 

b. Test Parameters: 


Pack 

Nunber 

Test 

Temperature 

Percent Depth 
of Discharge 

Ortit 

Period 

256 

20* C 

25 

1.5 

25C 

20* C 

25 

12.0 

370 

40* C 

25 

12.0 

470 

0 

o 

25 

1.5 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

Deceater 1969 for Packs 25B and 470; and In February 1970 for packs 
25C and 370. Packs 25B, 470, 25C, and 370 failed on cycles 681* 2013* 
567 and 391 ^cles* respectively. As requested by NASA* Lewis 
Research Center, each pack was cycled until all cells failed. 

(2) Failure Analysis: Analysis of the 40 failed 
cells showed that 22 cells had cracked inorganic separators due to 
a shape change of the zinc plate. Cells that were life-cycled at 
40* C were dry conpared to cells that were cycled at 20* C. The 
zinc plates of all the cells were found in a discharged condition. 

Only 10 cells had charged silver plates of which eight had been 
lift-cycled at the 90-minute orbit period. Twenty-seven cells had 
carbonate deposits either around the negative or postive terminals* 
fill hole* or pressure relief valve. 
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(3) Capacity Checks: The anpere-hour capacities 
on the precycllng and capacity check cycles are as follows: 


Oftit Period 

1 . 5*hour 

Tenperature 

20* 

40* 

Depth of Discharge 

25X 

25X 

Pack Nunber 

2SB 

470 

30 Odys 

1.18 

3.50 

60 Days 


1.25 

90 Days 


1.25 

120 Days 


1.21 

Orbit Period 

12-hour 

Tenperature 

20* 

40* 

Depth of Discharge 

25% 

25X 

Pack Ninber 

2SC 

370 

50 Days * 

4.29 

4.50 

100 Days 

0.12 

1.75 

ISO oays 

1.25 

2.50 

200 Days 

4.07 

1.25 

250 Days 

2.50 



165 


WQEC/C 81 -1 


2. telco-Reny 25.0 dh, Tito 5-ce11 Packs* 24-hour Orbit 

Period: 


a. Cell Description: 

(1) Pack 89A: Manufacturer's Standard Model. 

These cells are rectangular In shape with the cell containers and 
cell covers of oylon. The cells were epo)^ potted Into 5-ce11 
packs by the manufacturer. i 

(2) Pack 75A: Same as standard model. Pack 89A, 
except for the addition of one percent of palladium to the positive 
plate material . 


b. Test Parameters: Both packs were cycled at the 
test parameters listed below: 

(1) Test Temperature: 25® C. 

(2) Depth of Discharge: 40X. 

(3) Orbit Period: 24 hours. 

c. Test Results: Cycling was started in September 1964. 

(1) Pack 89A (Standard Model) failed on cycle 80. 

(2) Pack 75A (Palladium In Positive Plates) failed 

on cycle 32. 

(3) Both packs were returned to the manufacturer 
for failure analysis. 

3. Oelco-Reny 25.0 ah. Two 5-cel 1 Packs, 3-hour Orbit 

Period: 


a. Cell DKcrIptlon: 

\ 

(1) Pack 888: Standard model as Pack 89A, except 
for the addition of one percent palladium In the positive plate 
material and the use of 2.2xH Radiation Application Company's 
separators . 
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(2) Pack 88C: Standard modal as Pack 89A« except 
for the addition of one percent palladium In the positive plate 
material, and the use of a 4S percent NaOH solution as the electro- 
lyte. 


b. Test Parameters: Both packs were cycled at the 
test parameters listed below: 

(1) Test Temperature: 25* C. 

I (2) Depth of Discharge: 40X. 

(3) Ortit Period: 3 hours. 

c. Test Results: Cycling was started In March 1965. 

(1) Pack 86B: One cell failed on cycle 100. The 
remaining cells still functioned on cycle 120; at whidi time the 
pack was removed from test. 

(2) Pack 88C: Pack 88C was discontinued on cycle 

325. 


(3) Both packs were returned to the manufacturer 

for analysis. 

4. Delco-Remy 40.0 ah, One 5-cell Pack, 24-hour Orbit 
Period (Pack 756): 

a. Cell Description: Manufacturer's Standard Model. 
These cells are rectangular In shape with the cell containers and 
cell covers of nylon. These cells were epoxy potted Into one 
5-cel 1 pack by the manufacturer. 

b. Test Parameters: 

(1) Test Temperature: 25* C. 

(2) Depth of Discharge: 40%. , 

(3) Orbit Period: 24 hours. 
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c. Test Result;: Cycling was started In October 1964. 
One cell failed while the pack was being prepared for test» a second 
cell failed on cycle 14. The remaining three cells still functioned 
on Qfcle 139; at which time the pack was removed from test. 

S. Yardney 12.0 ah. One 10-ce11 Padi, 24*hour Orbit 
Period (Pack 9A): 

a. Cell Description: These are vented cells, rectan* 
gular In shape, with the containers and covers of plasticf material. 
They contained a limited amount of electrolyte. The cells were 
Individually epo)Qf potted to hermetically seal them. 

b. Test Parameters: 

(1) Test Tenperature : 25* C. 

(2) Depth of Discharge: 42X. 

(3) Orbit Period: 24 hours. 

c. Test Results: Cycling was started In Hay 1965. One 
cell failed on cycle 53. Three additional cells failed on cycle 58. 
Following removal of the failed cells, the remaining cells did not 
respond to cycling; thus failing the pack. 
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C. Sllver-Cadtirfun TypM*. 

1. ClcctroNittc 7.0 ah (IMP), One 4-cel1 Pack: 

a. Call Oascriptlon: The cells are rectangular In 
shape. The cells' containers are made of polystyrene and have a 
metal /pi at tic type of seal around their terminals. The cells were 
epoxy potted Into a 4-cell pack. 

b. Parameters and Capacity Checks: ! 


Orbit Period 

8-hour 

Temperature 

20- 

Depth of Discharge 

30% 

Pack Nunber 

104C 

88 Days 

4.10 

264 Days 

7.47 

352 Days 

8.13 

628 Days 

7.70 


c. Test Results: 

(1) Cell nunter 3 was found to have a high Internal 
resistance and did not start life cycling. 

(2) Performance on Cycling: This pack completed 
1380 cycles with no cell failures prior to discontinuation In 
March 1972. 


d. Analysis: Analysis of 4 discontinued cells revealed 
discharged posltl^ plates, silver migration throughout separators 
and absorbers, excess electrolyte, and mushy material at the top of 
some cadmium plates. 
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2. ESB, Inc. 8.0 ah (Silver-Cadmluin) , One 5-ce11 Pack, 
8-hour Orbit Period (Pack IB): 

a. Cell Description: These cells are rectangular in 
shape. The cell jars and cell covers are molded of a plastic 
material. Each cell is equipped with a pressure gage, auxiliary 
electrode, and cellophane bellows. The auxiliary electrode is 
used for gas reconbination only. The plastic belloMS, lodated 

in the bottom of the cell, is usee to control the electrolyte 
level Inside the cell. 

b. Test Parameters: ' 

(1) Test Temperature: 25“ C. 

(2) Depth of Dischar^: 25f«. 

(3) Charge Voltage Limit: 1.51 ^0.03 volts per 

cell, average. 

(4) Orbit Period: 8 hours. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
Septenter 1966. This pack failed in June 1970 after completing 3875 
cycles. 


(2) Failure Analysis: Analysis of the three cells 
showed one to develop high pressure resulting in the rupture of 
the plastic case. All cells showed excessive migration, loose 
active (mushy) material, separator deterioration, carbonate 
deposits around the outside negative terminal, and extreme brittle- 
ness of the positive plates. 

(3) Capacity Checks: The ampere-hour capacities 
on the precycling and capacity check cycles are as follows: 
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PREOrCLlNG AND CAPACITY CHECKS 
Preofcllng 8.20 ah 


Oaiys 

ah 

O^ys 

ah 

Days 

ah 

80 

12.67 

106 

10.17 

175 

12.27 

211 

11.63 

238 

12.43 

290 

12.23 

304 

11.50 

332 

9.07 

365 

4.77 

392 

3.73 

425 

2.87 

453 

4.83 

475 

5.90 

506 

7.53 

533 

7.77 

568 

2.40 

601 

6.73 

629 

6.77 

661 

6.40 

694 

5.17 

722 

4.80 

754 

3.57 

787 

3.40 

815 

4.03 

841 

3.90 

868 

3.33 

902 

4.43 

935 

4.20 

999 

3.63 

1027 

3.77 

1094 

2.67 

1125 

0.67 

1158 

6.63 

1186 

2.63 

1213 

4.00 

1239 

2.27 

1277 

2.47 






171 



WQEC/C 31-1 


3. Yardn^ 3.0 ah (FR-D^ One 9-cell Pack, 1.5-hour Orbit 
Period (Pack 2C): 

a. Cell Description: These are vented cells, rectan- 
gular In shape, with the cell jars and cell covers molded of a 
plastic material. The cells were epo^y potted, by the manufacturer. 
Into a metal container like that used In the French satellite FR-1. 

b. Test Parameters: 

(1) Test Temperature: 25® C. 

(2) Depth of 01schar*ge: 16.67%. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started In 
September 1966. This pack completed 7039 cycles before several 
cells blew up destroying the pack. The end-of-dlscharge voltage 
had been very consistent at 1.08 volts per cell, average. The per- 
cent of recharge was very close to 100 percent. 

(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as follows: 


Precycling Capacity 

2.52 

88 Day Discharge 

it 

176 Day Discharge 

0.85 

264 Day Discharge 

0.87 

352 Day Discharge 

0.67 

* First 88 day capacity check not 
performed because of equipment 
malfunction. 
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4. Yardn^ 5.0 ah. Four 5-ce11 Packs: 

a. Cell Description: These are vented cells, rectan- 
gular In shape, with cell jars and cell covers molded of a plastic 
material. The separator material Is pellon and cellophane. The 
cells were Individually epofy potted at the Goddard Space Flight 
Center to hermetically seal them. 


b. Parameters and Capacity Checks: 

1 

Orbit Period 


24-hour 

Temperature 

0® 

25® 25® 

40® 

Depth of Discharge 

20% 

20% 20% 

20% 

Pack Number 

113B 

77B 105B 

128B 

Precycling Capacity 

4.08 

5.02 4.95 

6.47 

100 Days 

5.27 

4.92 

5.53 

300 Days 

4.67 

4.67 


500 Days 

4.03 

1.25 


700 Days 

4.03 



900 Days 

5.42 



1100 Days 

4.75 



1300 Days 

6.10 



c. Test Results: 





(1) Performance on Cycling: Cycling was 
started In January 1967. Packs 11 3B, 77B, 1056, and 128B 
failed on cycles 661, '77, 269, and 2542, respectively. 

(Prior to start of this test. Packs 77B and 105B were cycled 
at Goddard Space Flight Center for about 1 year. Most of 
that "cycling" was continuous float.) 

(2) Failure Analysis: Analysis of the 12 failed cells 
showed that the failures were due to silver migration and separator 
deterioration which resulted in internally shorted cells. 
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5. Yardney 5.0 ah (C-3 Separator), Three 5-ce11 Packs, 
24-hour Orbit Period: 

a. Cell Description: These are vented cells, rectan- 
gular In shape, with the cell containers and cell covers of plastic 
material. The plates were Insulated with C-3 separators. The cells 
were epo:^ potted Into 5-cell packs, at the Goddard Space Flight 
Center, In order to hermetically seal them. 

b. Test Parameters: ^ 


Pack 

Test 

Percent Depth 

Number 

Temperature 

of Discharge 

57B 

0 ® c 

20 

21A 

25* C 

20 

45A 

40* C 

20 


c. Test Results: 

(1) During cycle life, the end-of-dlscharge voltage 
of the packs, remained around 1.09 volts per cell, average; whereas 
the approximate percentage of recharge increased from 105 to 115 
percent. 


(2) Performance on Cycling: Cycling was started In 
Septenber 1965. Packs 57B, 21A and 45A failed on cycles 267, 98 
and 61 respectively. 


(a) Pack 57B: One cell failed on cycl^ 138, 
and two on cycle 267. 

(b) Pack 21A: One cell failed on cycle 90, and 

two on cycle 98. 

(c) Pack 45A: The pack failed on cycle 61 
because of severe leakage. 

(d) The three packs were returned to Goddard 
Space Flight Center for analysis. 

(3) Capacity Checks: The ampere-hour capacities 
on the precycling and capacity check cycles are as follows: 
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PRECYCLING AND 

C/«*ACITY 

CHECKS 


Orbit Period 

24-hour 


Temperature 

0" 

25* 

40* 

Depth of Discharge 

20X 

20% 

20% 

^ack Number 

57B 

21A 

45A 

Precycling Capacity 

3.67 

5.80 

6.00 

100 Days 

1.83 

0.76 


200 Days 

1.33 




I 
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6. Yardiiey 5.0 ah (Cellophane Separator), Two 5-ce11 
Packs. 24-hour Ortit Period: 

a. Cell Description: These are vented cells, rectan- 
gular in shape, with the cell Jars and cell covers molded of a 
plastic material. The separator material Is cellophane (C-19). 

One of the«5-cell packs (Pack 9C) had been subjected to gama radia- 
tion (2x10^ rads). The cells were epoxy potted into 5-ce11 packs 
at the Goddard Space Flight Center. 

b. Test Parameters: 

Pacx Test 

Number Temperature 

9C 25* C 

33B* 25* C 

* Control Pack 

c. Test Results: 

(1) Performance on Cycling: Cycling was started In 

October 1965. Cycling on Pack 9C was discontinued on cycle 34, and 
Pack 33B failed on cycle 720. 

(a) Pack 9C: One cell failed on cycle 34. 

Since the separator material of the cells In this pack had been 
subjected to gama radiation, the pack was returned to Goddard Space 
Flight Center for analysis. 

(b) Pack 33B: Two cells failed on cycle 720. 
While the pack was removed from cycling to disconnect the two 
failed cells, the three remaining cells failed. The pack was 
returned to Goddard Space Flight Center for analysis. 

(2) Capacity Checks: The anpere-hour capacities 
of Pack 33B on the capacity check cycles are as follows: 


100 Days 

5.85 

230 Days 

6.13 

300 Days 

6.35 

400 Days 

5.48 

500 Days 

2.08 

600 Days 

1.88 

700 Days 

1.00 




Percent Depth 
of Discharge 

20 

20 
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7. Yardn^ 5.0 ah (Pellon Control Separator)* One 5-ce11 
Pack* 24>hour Orbit Period (Pack 69A): 

a. Cell Description: These are vented cells* rectan- 
gular In shape* with the cell jars and cell covers molded of a 
plastic material. The plates of the cells are Insulated with 
Pellon control separator material. Each cell has a pressure gage 
for monitoring Internal cell pressure. The cells are Individually 
epo^y potte(| to hermetically seal them. 

b. Test Parameters: 

(1) Test Teirperature : 25® C. 

(2) Depth of Discharge: 20%. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
October 1965. This pack failed on cycle 595 with Its third cell 
failure* and was returned to Goddard Space Flight Center for analysis. 
There was very little variation In both the average end-of-discharge 
and end-of-charge cell voltages until the first cell failure at cycle 
494. Also the Internal pressure as read on the gages was very low. 

(2) Capacity Checks: The ampere-hour capacities on 
the capacity check cycles are as follows': 

100 Days 4.95 

200 Days 4.17 

300 Days 3.20 

400 Days 4.42 

500 Days 1.02 

600 Days 2.08 
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8. Yardney 5.0 ah, two 5-ce11 Packs, 8-hour Orbit Period: 

a. Cell Description: These are vented cells, rectan- 
gular In shape, with cell Jar and cell cover molded of a plastic 
material. The separator material Is pcllon and cellophane. The 
cells were Individually epo)^ potted at the Goddard Space Flight 
Center to hermetically seal them. 

b; Test Parameters: > 


Pack 

Test 

Percent Depth 

Nuntoer 

Temperature 

of Discharge 

1146 

o 

o 

o 

20 

118C 

25* C 

20 


c. Test Results: 

(1) Performance on Cycling: Cycling was started 
in January 1967. Packs 114B and 118C failed on cycles 1496 and 
1505 respectively. 


(a) Pack 114B: Failure of three cells, all on 
cycle 1496 was due to silver migration and separator deterioration. 

(b) Pack 118C: Failure of three cells, all due 
to silver migration and separator deterioration, occurred relatively 
close together— at cycles 1468, 1491 and 1505. 

(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as follows: 
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PRECYCLING AND CAPACIH CHECKS 


Orbit Period 

8- hour 


Ten|»erature 

0* 

25* 

Depth of Discharge 

20% 

20% 

Pack Nunber 

1146 

118C 

P recycling Capacity 

4.08 

5.70 

30 Days 

4.00 

5.37 

60 Days 

3.10 

5.42 

90 Days 

2.50 

5.32 

120 Days 

2.90 

6.48 

150 Days 

2.98 

6.25 

180 Days 

3.45 

5.20 

210 Days 

2.48 

6.55 

240 Days 

1.55 

6.35 

270 Days 

1.75 

5.83 

300 Days 

1.17 

5.07 

330 Days 

1.65 

6.33 

360 Days 

1.18 

5.73 

390 Days 

2.40 

5.68 

420 Days 

1.00 

5.97 

450 Days 

0.90 

3.32 
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9. Yardney 10 ah» One 5-cell Pack, 8-hour Orbit Period, 
(Pack 450): 

a. Cell Description: These are vented cells, rectan- 
gular in shape, with cell jars and cell ccvers molded of a plastic 
material. The cells were individually epo)^ potted at the Goddard 
Space Flight Center in order to hemetically seal them. 

b. Test Parameters: 

(1) Test Temperature: 25® C. 

(2) Depth of Discharge: 30%. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started In 

May 1967. This pack failed on cycle 1759. Failure of the three 
cells, all due to silver migration and separator deterioration, 
occurred at cycles 1666, 1756 and 1759. 

(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as follows: 

Precycling Capacity 13.50 


30 Days 

8.90 

60 Days 

9.60 

90 Days 

7.10 

120 Days 

8.45 

150 Days 

9.25 

180 Days 

8.50 

210 Days 

7.70 

240 Days 

10.00 

270 Days 

9.55 

300 Days 

10.60 

330 Days 

8.75 

360 Days 

5.60 

390 Days 

4.35 

420 Days 

5.60 

450 Days 

4.65 

480 Days 

3.15 

510 Days 

6.05 

540 Days 

3.15 
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10. Yardney 10 ah (ISEE-Internatlonal Sun Earth Explorer, 
formerly IML), Silver-Cadmium, One 5-cell Pack: 

a. Cell Description: The cell case Is rectangular and 
made of plastic (polystyrene). The terminals are of gold-plated brass 
and sealed In epoxy potting. The separator wrapped around the negative 
(cadmium) plate Is woven nylon: that about the positive (silver) plate 
Is C-19 cellophane. 

b. Parameters and Capacity Checks: 


Orbit Period^ 

8.0-hours 

Temperature (®C) 

o 

O 

CM 

Depth of Discharge (%} 

25 

Pack Number 

57E 

Pn cycling Capacity 
.average) 

9.64 

42 Days 

8.02 

62 Days 

7.62 

112 Days 

8.03 

163 Days 

7.27 

215 Days 

6.01 

273 Days** 

3.72 

323 Days 

6.00 

372 Days 

4.90 

423 Days*** 

5.23 

0 

*0rbit period changed to 

12-hour period after 


340 cycles. 

**Cell 1 discontinued following capacity check. 
***Cell 5 discontinued prior to capacity check. 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
August 1973 and the pack completed 1124 cycles, with two cells discontinued 
due to low capacity (cycles 822 and 1038), before it was discontinued. 

(2) Failure Analysis: The pack was returned to the GSFC 

for analysis. 
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11 . Yardn^y 11.0 ah. Two 10-ca11 Packs, 24-hour Orbit 

Pe-iqd: 

a. Call Description: These are vented cells, rectan- 
pular in shape, with the cell jars and cell covers aslded of a 
plastic miterial. The cells were eooHY potted Into 10-ce11 packs 
at the Goddard Space Flight Center i order to heimetlcally seal 
them. 


b. fest Parameters: 


Pack 

Test 

Percent Depth 

Nunber 

Temperature 

of Discharge 

45B 

0* C 

40 

216 

25* C 

40 


c. Test Results: 

(1) Performance on Cycling: Cycling was started In 
November 1966. Packs 45B and 218 were considered as having failed 
on cycles 121 and 69 respectively since three of the 10 cells In 
each pack had by then developed Internal shorts. At the request of 
Goddard Space Flight Center, the packs were returned for analysis. 


(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as follows: 


Tenperature 

0* 

25« 

Pack Number 

456 

216 

Precycling Capacity 

9.26 

11.46 

100 Oeys 

5.91 



( 
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12* Yardnigr 11 ah, Two 5-ce11 Packs, 8-hour Orbit Period: 

a. Cell Description: These are vented cells, rectan- 
gular In shape, with the cell jars and cell covers molded of a 
plastic iMtarlal. The cells were epoxy potted Into 5-ce11 packs 
at the Goddard Space Flight Center In order to hermetically seal 
them. The cells of pack 21C have pellon (2S03X) separators, anc* 
those of pack 45C have woven nylon separators. 

b. Test Parameters: ^ 


Pack 

Test 

Percent Depth 

Number 

Tenperature 

of Discharge 

21C 

25* C 

27 

4SC 

25* C 

27 


c. Test Results: 

(1) Performance on Cycling: Cycling was started In 
March 1967. Packs 21C and 4SC failed on cycles 37 and 70 respec- 
tively. Several cells In each pack developed high Internal pressure 
which resulted In breakage of those cell jars and the epoxy potting. 

(Z) Capacity Checks: The pre cycling capacities tor 
Packs 21 C and 45C were 8.40 and 9.45 ampere-hours respectively. 
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13 . Yardney 11.0 ah (S11ver>CadnriiMi) . three 5-ce11 Packs: 

a. Cell Description: These cells are rectangular In 
shape. The cell Jars and covers are made of a plastic mteiial. 

An auxiliary electrode (adhydrode type) was Installed In each cell 
by Goddard Space Flight Center before being Individually epoxy 
potted with a wrap of fiberglass material to hermetically seal and 
strengthen them.| The auxiliary electrode Is used for gas recent 1- 
natlcn only. \ 


b. Parameters and Capacity Checks: 


Orbit Period 


24-hour 


Teoperatume 

0® 

25® 

40® 

Depth of Discharge 

18% 

18% 

18% 

Auxiliary Electrode 
Resistor (Ohms) 

1 

1 

1 

Pack Nunber 

57D 

698 

33C 

100 Days 

4.10 

7.55 

8.70 

300 Days 

4.10 

3.60 

5.15 

450 Days 

8.3b 

1.85 


600 Days 

3.95 



800 Days 

2.90 



1000 Days 

6.75 



1200 Days 

3.00 



1400 Days 

4.55 



idOO Days 

3.65 




c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

February 1968. Packs 57D, 69B and 33C failed on cycles 1740, 507 
and 447 respectively. 
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(u) Failure Analysis: Analysis of the nine failed 

cells showed the major cause of failure to be loose negative material, 
mlqration of the nugative plate material and separator deterioration. 
Other conditions found were weak tab-to-platc welds and electrolyte 
leakage. 


I 
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14. Yardney 12.0 ah, Two 10-cell Packs, 24-hour Orbit , 

Period: I 

a. Cell Description: These are double sealed rectan- | 

gular cells. That Is, each sealed polystyrene cell Is encased In « 

a hermetically sealed stainless steel container. 

b. Test Parameters: 

j Pack Test Percent Depth 

|Nunt>er Tenperature of Discharge 

57A 0® C 50 

33A 40® C 50 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

February 1964. These packs failed on cycles 168 and 210. 

(a) Pack 57A: Low end-of-d is charge cell volt- 
ages began on cycle 31 and continued erratically until the pack 
failed on cycle 168. Although cell voltages had frequently fallen 
below the 0.5 volt failure point, they had not been classed as fail- 
ures earlier because of their erratic behavolr. After conpletion of 
162 cycles, electrolyte had leaked out and formed a pool over the 
tops of the cells, thus shorting them out. The 10 cells were cleaned, 
after which seven were returned to cycling. All seven cells leaked 
again after six additional cycling. 

(b) Pack 33A: The plateau voltage of the non- 
falling cells on discharge was fairly steady at about 1.06 volts 
per cell for the first 110 cycles with little or no drop off at the 
end of discharge. Thereafter, the plateau voltage began to drop 
steadily and the end-of-discharge voltage became quite erratic. 

This pack failed on cycle 210. All of the failed cells had dried 
out because of electrolyte leakage. 

(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as follows: 


Pack Nunfeer 

57A 

33A 

Precycling Capacity 

13.8 

13.5 

140 Days Disch #2 

8.6 

12.0 
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15. Yardney 12.0 ah» Three 5>ce11 Packs, 1.5-hour Orbit 

Period: 

a. Cell Discriptlon: These are vented cells, rectan- 
gular In shape, with cell jars and cell covers molded of a plastic 
material. The cells were Indl /I dually epo^y potted to hermetically 
seal them. 

b. Test Parameters: 


Pack 

Test 

Percent Depth 

hunter 

Temperature 

of Discharge 

85B 

-20* C 

25 

97B 

0* C 

25 

82B 

25" C 

25 


c. Test Results: 

(1) Performance on Cycling: Cycling was stated in 
January 1966. Pack 85B failed on cycle 2375, pack 97B on cycle 
4481, and pack 82B on cycle 4559. Due to poor charge acceptance at 
-20* C the end-of -discharge voltage dropped below 0.8 volt per cell. 
On cycle 214, the test temperature of pack -35B was increased to 

40* C with a voltage limit of 1.55 volts per cell, average. The 
pack then cycled satisfactorily with the end-of-dlscharge voltage 
being approximately 1.06 volts per cell. The end-of-dlscharge volt- 
age of pack 97B and 82B was also approximately 1.06 volts per cell. 

(2) Failure Analysis: Analysis of the 10 failed 

cells showed the cause of failure to be silver penetration of the 
separator resulting in an internally shorted cell. 

(3) Capacity Checks: The ampere-hour capacities on 

the precycling and capacity check cycles are as follows: 
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PRECYCLING AND 

C-VACITY CHECKS 


Orbit Period 


1.5-hour 


Temperature 

-20** 

0* 

25* 

Depth of Discharge 

25% 

25% 

25% 

Pack Nunter 

85B 

97B 

82B 

I 

Precycling Capacity 

5.40 

9.00 

13.30 

88 Days 

13.80 

** 

4.50 

176 Days 

8.70 

3.50 

2.90 

264 Days 

13.70 

5.70 

3.30 

352 Days 

9.60 

3.70 


* Cycle 214 changed 

to 40* 

C 



** Capacity check not performed due to low 
voltage on several cells. 
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IV. CELLS USING SOPHISTICATED CHARGE CONTROL METHODS AND DEVICES 
A. Auxiliary Electrode: 

1. Eag1e*P1cher 6.0 ah, (Nickel -Cadmium, Separator Test). 
Eight 6-ce11 Packs, One 8-ce11 Pack and One 6-ce11 Replacement Pack: 

a. Cell Description: See Paragraph I.A., page 12. 

b. Purpose of Test: This experiment Is designed to 
test various types of separator material (listed In following table) 
while on life cycling. All the usual parameters (temperature, depth 
of discharge, and orbit period) are held constant. 

c. Parameters and Capacity Checks: 
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d. Test Results: 

(1) Performance on Cycling: 

Cycling was started In February 1971. Packs 20* 14E and 26D have 
failed and have been sent to Goddard Space Flight Center after com- 
pleting 376,997, and 25 cycles respectively. Packs 2E, 38F, 22C, 

46C, 490, 31C and 250 have completed testing with portions of eacn 
respective pack completing 5801, 5903, 5950, 5888, 5965, 5936 and 
5940 cycles. Each of these latter packs had one cell removed and 
the separator samples, of known dimensions and weight, we|^ soaked 
In water for 48 hours and then tested for carbonates at approximately 
1500-cycle Intervals. Tabulation of the results of these tests 
follows. The averages pertain to four samples removed from each cell 
and each Is defined as follows: 

Average area of the four separator samples. 

Average weight of the four separator samples upon 
removal from cell. 

Average weight of the four separator samples following 
titration and air drying. 

Average mil 11 equivalents of KOH soaked from each of 
separator samples. 

Average ml 111 equivalents of K^CO^ soaked from each 
of four separator samples. ^ 

Avg. K 2 CO 2 meq 2 

A, K 2 CO 2 = Avg. KOH meq + Avg. ^ 

(2) On the 3000-cycle analysis, one of the four sanples 
taken from packs 31C and 38F, respectively. Indicated no carbonate 
whatsoever. The "zero-carbonate*' sample from pack 3bF was taken from 
an area where a negative plate had been connected to the positive bus. 
Though not so noted, the "zero- carbon ate" sample of pack 31C is believed 
to have resulted from a similar condition. 

(3) For further reporting see the "Minutes of the 
1972 Goddard Battery Workshop", report by Mr. Uennigan. 


Avg. Ar«a: 
Avg. Wet Wt. : 

Avg. Dry Wt. : 

Avg. KOH meq: 

Avg K2C0^ meq: 

% K 2 CO 2 (meq) : 
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2 E 

38F 

22 c 

46C 

49B 

31C 

Avg Area an^ 

35.0 

34.4 

33.9 

34.1 

35.3 

35.1 

(/)Avg Wet Wt g 

j 0.6613 

0.4436 

0.5436 

0.5658 

0.6218 

0.3986 

gAvg Dry Ut g 

0.2645 

0.2716 

0.3382 

0.2606 

0.2726 

0.2934 

oAvg KOH meq 

1.071 

0.340 

0.354 

0.713 

0.793 

0.268 

Avg 

1.350 

0.711 

0.693 

1.112 

1.283 

0.352 

%K 2 C 03 (meq) 

55.76 

67.65 

66.19 

60.93 

61.80 

56.77 

2 

Avg Area cm 

35.5 

34.8 

34.6 

34.4 

34.8 

34.7 

Avg Wet Wt g 

0.6651 

0.4880 

0.4670 

0.6321 

0.6652 

0.4740 

Ui 

dAvg Dry Wt g 

0.2586 

0.4081 

0.3634 

0.3116 

0.3594 

0.3759 

oAvg KOH meq 

1.089 

0.220 

0.306 

0.670 

0.719 

0.183 

^Avg K 2 CO 3 meq 

1.338 

0.394 

0.481 

1.023 

1.075 

0.346 

SK 2 CO 3 (meq) 

55.13 

64.17 

61.12 

60.43 

59.92 

65.41 

2 

Avg Area cm 

35.2 

35.8 

33.2 

35.8 

36.1 

35.8 

^Avg Wet Wt g 

0.6716 

0.5877 

0.6476 

0.6196 

0.7226 

0.4410 

LU 

dAvg Dry Wt g 
& 

0.2563 

0.4704 

0.5090 

0.3700 

0.4251 

0.3306 

oAvg KOH meq 

0.809 

0.262 

0.276 

0.652 

0.504 

0.191 

in 

'•’Avg K 2 CO 3 meq 

1.632 

0.534 

0.766 

0.942 

1.194 

0.438 

XK 2 CO 3 (meq) 

66.68 

67.09 

73.51 

59.10 

70.32 

69.63 


81 -] 


250 

33.5 
0.4244 
0.1944 
0.596 
0.857 
58.98 

30.5 
0.4129 
0.2011 
0.601 
0.909 
60.20 

34.6 
0.4457 
0.2858 
0.746 
0.893 
54.48 


192 



WQEC/C 81-1 



2E 

38F 

22c 

46C 

49B 

31C 

250 

2 

Avg Area cm 

35.7 

36.3 

35.9 

35.0 

36.1 

35.2 

31.6 

Avg Wet Wt g 

0.5817 

0.7094 

0.4518 

0.6590 

0.6089 

0.4944 

0.2691 

^Avg Dry wt, g 

0.2432 

0.5669 

0.3801 

0.3852 

0.3730 

9. 3879 

0.1869 

^Avg KOH meq 

A 

0.931 

0.323 

0.189 

0.589 

0.563 

0.074 

0.238 

s 

u>Avg K2C0^ meq 

1.117 

0.589 

0.253 

0.936 

0.877 

0.261 

0.441 

XK2CO3 (meq) 

54.54 

64.58 

57.24 

61.38 

60.90 

77.91 

64.95 


i 
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2. E«nH*-Pichcr. C.O ah, Tlirce 0-coll Packs: 

a. Cell Description: See paragraph I. A. 

b. Parameters and Capacity Checks: 

1 .5-hour 


Orbit Period 

Temperature 

< 

Depth of Discharge 

Auxiliary Electrode 
Trip Voltage (f’V) 

Auxiliary Electrode 
Resistor (Ol)fts) 

Pack Number 

Precycling Capacity 

152 Days 

33D Days 

500 bays 

592 Days 


0® 

20® 

O 

O 

40X 

40% 

40% 

500 

o 

o 

500 

680 

680 

68U 

53C* 

65C* 

42U 

3.26 

8.40 

3.54 

7.12 

3.04 

F 

3.43 

3.3J 

F 

F 



* Percent recharge set at 102.5. 
F - Failed. 


I 
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c. Test Results: 

(1) Performance on Cycling: Cycling was started In 
September 1971. Packs 42D and 65C failed after 95 and 4227 cycles, 
respectively. Pack SX had one cell failure after 9998 cycles and 
the pack was discontinued after 10,325. 

(a) Pack 42U. cycling at 40*C. could not exceed 
105 percent recharge without experiencing high pressures and this 
amount of recharge would not sustain the cells at this temperature. 

(b) Packs 5X and 65C also were out on a set 
amount of recharge due to high cell voltages and pressures. 

(2) Failure Analysis: Analysis of the nine cells 
showed weak negative tab-to-plate welds, heavy migration, and moderate 
separator deterioration. 
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3. Gulton 6.0 ah (Nickel-Cadmium) • Six 5-ce11 Packs, 
1.5-hour Orbit Period: 

a. Cell Deitcrlptlon: These cells are rectangular In 
shape. The cell container and cell cover are made of stainless 
steel. Both terminals are Insulated from the cell cover by ceramic 
seals and protrude through the cover as solder type terminals.' A 
stainless steel tab Is welded to the cell cover for the auxllllary 
electrode terminal. The auxiliary electrode Is welded to the Inner 
surface of the cell container. A resistor Is mounted externally 
between the auxiliary electrode and the negative terminal. Recharge 
percentage may be adjusted by adjusting the voltage level of the 
auxiliary electrode detector circuit and/or varying the auxiliary 
electrode resistance while maintaining a fixed voltage to the detec- 
tor circuit. 


b. Test Parameters: 

Percent Trip Auxiliary Electrode 

Pack Test Depth of Voltage Level Resistors (Ohms) 


inter 

Temperature 

Discharge 

(Millivolts) 

1 

2 

3 

4 

5 

59A 

0* 

C 

25 

150 

10 

10 

10 

10 

10 

71A 

0® 

C 

40 

150 

10 

10 

10 

10 

10 

23A 

25® 

C 

25 

300 

12 

12 

20 

29 

24 

llA 

25® 

C 

40 

300 

24 

24 

10 

8 

24 

35A 

40® 

C 

15 

70 

47 

47 

47 

47 

47 

47A 

40® 

C 

25 

300 

11 

11 

12 

11 

11 


c. test Results: 


(1) Performance on Cycling: Cycling was started In 
February 1965. Pack failures occurred on cycle 14,863 for pack 59A, 
on cycle 5753 for pack 71 A, on cycle 15,713 for pack 23A, on cycle 
7743 for pack llA, on cycle 12,511 for pack 35A and on cycle 5502 
for pack 47A. 
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(2) Fallurt Antlysls: Analysis of 19 failed cells 
shOMtd that the major cause of failure was due to separator deterlor- 
at1on» mlgratlcm of 'Jie negative plate material, and electrolyte 
leaked whlcti ranged from 1.3 to 8.7 grams. Other conditions found 
In the cell were high Internal pressure, blisters on the positive 
plates, extraneous positive material, ceramic short, and weak tab- 
to-pl ate welds. 

(3) Capacity Checks: The ampere-nour capacities on 

the capacity! check cycles are as follows: ^ 


Orbit Period 



1.5-hour 




Temperature 


0* 

0® 

25® 

25® 

40® 

40® 

Depth of Discharge 

25X 

40% 

25X 

40X 

151 

251 

Pack hunter 

59A 

71A 

23A 

11A 

35A 

47A 

100 Cycles 


7.15 

7.25 

3.40 

4.12 

2.95 

3.65 

68 Days 

Disch 12 

7.00 

7.50 

5.95 

5.50 

2.25 

2.10 

176 Days 

Dlsch #2 

3.50 

7.00 

3.85 

3.15 

l.CO 

1.70 

264 Days 

Disch 0Z 

6.75 

5.65 

5.20 

6.20 

1.85 

2.25 

352 Days 

Disch #2 

6.50 


4.00 

4.35 

2.00 


44G Days 

Disch #2 

6.85 


4.45 

3.95 

2.75 


528 Days 

Disch 12 

7.00 


4.20 

2.75 

2.80 


616 Days 

Disch #2 

6.35 


3.85 


2.20 


704 Days 

Disch #2 

6.10 


4.40 


1.50 


792 Days 

Disch 12 

5.50 


2.45 


2.55 


880 Days 

Disch 12 

2.50 


1.50 




968 Days 

Disch 12 



1.00 




1056 Days 

Disch 12 



0.78 
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4. Gulton 6.0 ah (Nickel-Cadmium), Three 5-cel1 Packs: 

a. Cell Description: See Paragraph I. A., page 12. 

b. Parameters and Capacity Checks: 


Orbit Period 

1 

.5-hour 

Temperature 

20“ 

o 

O 

CM 

o 

o 

CM 

Depth of Discharge 

25% 

25% 

25% 

Trip Voltage (MV)* 

150 

300 

450 

Resistors (Ohms) 

6.8 

6.8 

6.8 

Pack Number 

280 

40D 

520 

Precycling Capacity 

7.65 

7.74 

7.65 

38 Days 

6.96 

8.60 

7.65 

264 Days 

4.35 

8.95 

7.95 

440 Days 

6.25 

8.45 

6.15 

616 Days 

2.20 

7.00 

4.60 

* The trip voltage 

levels of 

packs 

40D and 52D 


were changed to 250 and 300 MV. respectively. 

Packs were placed on voltage limit control 6-20-71. 

c. Test Results: 

(1) Performance on Cycling; Cycling was started in 
April 1970. Packs 280, 40D and completed 10,804, 10,846, and 
10,446 cycles, respectively, with no cell failures, prior to their 
discontinuation in May 1972 at the request of Goddard Space Flight 
Center. 


d. Analysis: Though not failed, four cells were given 
post mortem analysis which revealed evidence of high pressure, 
limited blistering of positive plates, and migration and separator 
deterioration. 
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5. Gulton 6.0 ah (Nlckel-Cadmlutn) , Three 5-cell Packs: 

a. Cell Description: See paragraph I. A. 

b. Parameters and Capacity Checks: 


Orbit Period 


1 .5-hour 


Temperature 

* 

* 

* 

IJepth of Discharge 

405; 

2S% 

15% 

trip Voltage 

170 

170 

170 

Auxiliary Electrode 




Resistor (Ohns) 

6.8 

6.8 

6.8 

Pack Nunber 

488 

24C 

608** 

Precycling Capacity 

7.40 

7.20 

7.45 

88 Days 

3.68 

6.90 

7.02 

264 Days 

3.7G 

6.30 

6.45 

440 Days 

3.34 

3.25 

6.33 


F 



616 Days 


3.10 

5.61 

792 Days 


2.55 

4.68 

968 Days 


3.15 

3.21 



F 


1144 Days 



2.25 

1320 Days 



3.02 

1496 Days 



2.07 

1672 Days 



1.62 

1848 Days 



0.75 

1936 Days 



1 .23 

F 

F - Failed. 



1 


* These cells are in an anbient temperature which varies 
sinusoidally from 0* to 40* C within a period of 24 hours. After 
260 days, the temperature cycle period was increased to 48 hours; 
all other parameters remained the same. The temperature cycle is 
stopped at 25" C for capacity checks. 

** Test temperature was changed to a constant 20" C on 3-18-71 
after more than 23,000 cycles. 
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c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
April 1967. Packs 488 and 24C failed on cycles 6156 and 17,328, 
respectively. Pack 308 failed after completing 32,645 cycles with 
three cell failures. 


(a) From the test data obtained to date the indica- 
tions are that the auxiliary electrode, when used for charge control, 
operates satisfactorily over the range of temperatures under which 
these packs were operated, without temperature compensation. 

(2) Failure Analysis: Analysis of the nine failed 

cells showed the major causes of failure to be shorting between the 
positive and auxiliary electrodes due to insufficient separator 
material between the edge of the positive plates and the auxiliary 
electrode. Separator deterioration, migration of negative material 
and blistered positive plates also were major reasons for failure. 
Other conditions found were high pressure, electrolyte leakage, weal; 
weld betveen the auxiliary electrode and the bracket on the inside 
wall of the cell, and shorting between plates within the cell stack. 
This latter shorting Is due to separator deterioration. Tne weak 
welds may result from failure to remove active material from the 
grid of the auxiliary electrode prior to welding to the bracket. 
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6. Gulton 6.0 ah (Nickel -Cadmium) . Two 5-cel1 Packs: 




a. Cell Description: 

See paragraph 

I.A., page 12. 

1 


b. Test Parameters: 




Pack 

Number 

Percent 
Test Oepth of 

Temperature Discharge 

Trip 

Voltage Level 
(Millivolts) 

Auxiliary 
Electrode 
Resistors (Ohms) 


580 

* 25 

1 

170 

6.8 


360 

I 

♦ 15 

170 

6.8 


* These cells were In an ambient temperature which varied sinusoi- 
dally from 0® to 40® C within a period of 48 hours until 3-1-71; 
at which time the test temperature was changed to 20® C and the 
packs placed under a voltage *1 .it control. 


c. Capacity Checks: 



Pack Number 

36D 

580 

Pre-Cycling 

7.56 

6.05 

2 years 

6.80 

5.64 

3 years 

5.55 

3.40 

4 years 

4.00 

3.26 

5 years 

2.91 

2.19 

6 years 

3.10 

1.90 

7 years 

1.75 

1.12^^ 

8 years 

1.68 

.55 

8.8 years 

.19^^ 

F 


♦♦Follows last cell failure. 

d. Test Results: 

(1) Performance on Cycling: Cycling was started in 

January 1969. Packs 36D and 58D completed 51,164 and 49,999 cycles 
respectively, in which all the cells had failed. Following the first 
cell failure in each pack, when other cells failed, they were allowed 
• to continue cycling. Following is a listing of the cell failures for 

each pack: 
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Cell 

Failure 

Cycle 

Removal 

Cycle 

Reason for 
Removal 

Pack 360 

1 

47,975 

51,165 

Oiscontinued 


2 

51 ,067 

51,165 

Oiscontinued 


3 

43,492 

48,923 

Shorted 


4 

35,050 

35,164 

Filled 

Pack 580 

1 

40,393 

49,999 

Shorted 


2 

21,569 

21,569 

Failed 


3 

38,241 

40,329 

Shorted 


4 

37,726 

38,150 

Shorted 


Pack 36D's charge current was reduced (cycle 44,083) to limit the pack's 
percent recharge to 125%. One cell was removed from each pack after 
approximately 2 years of cycling and sent to Goddard Space Flight 
Center. These packs were cycled with a capacity check once a year. 

The cycle life results will later be compared to packs that receive 
capacity checks every 88 days. Capacity checks are run at the cycle 
rate to 0.5 volt, first cell. 

(2) Failure Analysis: Analysis of five failed cells 
showed that extreme separator deterioration took place and small 
blisters were located at the top and bottom of the positive plates. 

Shorts were found in three cells of pack 360 and were caused by separator 
deterioration. Also, the positive terminals and one negative terminal 
of these cells were found to be leaking. The other failed cells were 
sent to 6SFC. 
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7. Gulton 10.0 ah (Nickel-Cadmium) « Three 5-ce11 Packs. 
1.5-hour Orbit Period: 

a. Cell Description: These cells are rectangular in 
shape. The cell container and cover are made of plastic. Each 
cell Is fitted with a pressure gage. Both terminals protrude 
through the cell cover as solder type terminals. Each cell 
contains an adhydrode as a signal electrode and an American Cyanamid 
type AB-6X electrode for a scavenger electrode. The adhydrode Is 
located In the center of the plate stack and welded to the base of 
the pressure Igage fitting. The scavenger electrode Is located on 
the side of the plate stack and connected Internally to the nega- 
tive material. Each 5-ce11 pack was epoxy potted Into a metal 
container by Gulton Industries In order to hermetically seal the 
cells. The cells were developed under Contract NAS 5-10241. 



b. 

Test Parameters 



Pack 

Nunber 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Ml llivolts) 

Auxi liary 
Electrode 
Resistors (Ohms) 

20B 

0* 

C 

25 

250 

47 

8B 

25® 

C 

25 

250 

47 

6B 

40® 

C 

25 

250 

47 


c. 

Test Results: 



Novenber 

1967. 

(1) Performance on Cycling: Cycling was started In 
Pack 20B failed during the precycling capacity, 


pack 8B on cycle 2414, and pack 6B on cycle 602. All three packs 
were returned to Goddard Space Flight Center for analysis. 
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8. Gulton 12.0 ah (Nickel -Cadmium). Four 5-ce11 Packs: 

a. Cell Description: See Paragraph I. A., page 12. 
Acceptance test results are contained In NAD Crane Report QE/C 67-1. 

b. Parameters and Capacity Checks: 


Orbit Period 


1.5-hour 



Temperature 


0° 

0“ 

25® 

o 

o 

Depth of Discharge 

25% 

40% 

40% 

25% 

Trip Voltage (MV) 

70 

70 

150 

230 

Auxiliary Electrode 
Resistor (Ohms) 

6.2 

6.2 

6.2 

6.2 

Pack Number 

70A 

71 B 

11B 

47B 

Precycling Capacity 

15.0 

15.4 

15.9 

14.3 

88 Days 

Disch #2 

14.9 

15.2 

14.0 

3.7 

264 Days 

Disch #2 

14.7 

14.4 

6.5 

3.2 

440 Days 

Disch #2 

11.6 

11.5 

9.0 

3.4 

F 

616 Days 

Disch #2 

9.5 

9.1 

7.4 




F 


792 Days 

Disch #2 

9.1 

10.4 



968 Days 

Disch #2 

8.1 

7.8 





D 



1144 Days 

Disch #2 

* 




1320 Days 

Disch #2 

6.4 




1496 Days 

Disch #2 

5.7 




1672 Days 

Disch #2 

6.0 




1848 Days 

Disch #2 

4.5 




2000 Days 

Disch #2 

3.9 




2162 Days 

Disch #2 

NA 




2342 Days 

Disch #2 

4.93 




2427 Days 

Disch #2 

4.70 




2619 Days 

Disch #2 

4.49 
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2798 

Days 

Disch 

#2 

5.09 

2980 

Days 

Disch 

#2 

5.59 

3156 

Days 

Disch 

#2 

5.57 

3332 

Days 

Disch 

#2 

4.64 

3508 

Days 

Disch 

#2 

4.64 

3684 

Days 

Disch 

#2 

4.36 

3860 

Days 

Disch 

#2 

6.31 

3921 

Days 

Disch 

#2 

3.26 


D 


♦Capacity check not performed. 

D - Discontinued. 

F - Failed. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started on Pack 

IIB in October 1966, on packs 47B and 71B in January 1967 and on pack 
70A in February 1967. Pack 70A was discontinued after 62,741 cycles 
and had one cell failure on cycle 61,452. The pack was placed on voltage 
limit control, 1.55 v/c, on cycle 62,532 and this was lowered to 1.457 
v/c on cycle 62,532. The changes were to reduce the pack's percent 
recharge. Packs 71B, llB and 47B failed on cycles 15,275, 11,933 and 
6536, respectively. The following table indicates the cycle number 


that the cells either failed or were discontinued 

on. 


Pack 

1 

2 

CELLS 

3 

4 

5 







71B 

15275 

9991 

15275 

15275 

15275 


D 

F 

D 

D 

F 

118 

11933 

11930 

11930 

11933 

11933 


F 

F 

F 

F 

F 

47B 

6537 

5463 

5801 

6536 

6537 


F 

F 

F 

0 

D 


F - Failed 
D - Oiscon‘t.inued 

(2) Failure Analysis: Analysis of the ten failed cells 

showed that the failure was due to separator deterioration and migration 
of the negative plate material. Other conditions found in these cells 
were high internal pressure and electrolyte leakage. 
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9. Gulton 20 ah (OAO), (N1ckel-Cadm1um)» Three S-cell 
Packs. 1.5-hour Orbit Period: 

a. Cell Description: These cells are rectangular In 
shape. The cell container and cell cover are made of stainless 
steel, both terminals are Insulated from the cover by ceramic 
seals and protrude through the cover as solder type terminals. 

Each ceramic seal Is set in an expansion Joint to remove the str^s 
placed on the seal by the movement of the plates or cell cover. 

A stainless steml tab Is welded to the cover for the auxiliary 
electrode terminal. The auxiliary electrode Is welded to the 
Inner surface of the cell container. A resistor Is mounted 
externally between the auxiliary electrode and negative terminal. 
This type cell was used In the OAO satellites. 


b. Test Parameters: 


Pack 

Nunter 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Millivolts) 

Auxi llary 
Electrode 
Resistors (Ohms) 

588 

0“ C 

15 

40 

6.8 

12C 

25* C 

15 

200 

6.8 

368 

40® C 

15 

200 

6.8 


(1) The following changes In the charge current 
were made In order to obtain more data on the auxiliary electrode 
control . 


Pack hunter 

Cycle 

Current 

Cycle 

Current 

Cycle 

Current 

588 

234 

9.5 Anps 

794 

19.5 Amps 

1618 

10 Anps 

12C 

85 

9.6 Anps 

262 

19.5 Amps 

629 

10 Amps 

368 

51, 

9.6 Anps 

226 

19.6 Amps 

698 

10 Amps 


c. Test Results: 


(1) Performance on Cycling: Cycling was started In 
March 1967. Pack 36B conpleted cycle 2740 on 5 September 1967 with- 
out any cell failures, at which time cycling was discontinued. Packs 
588 and 12C conpleted 4026 and 4934 cycles respectively on 
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25 January 1968 without ar\y cell failures, at which time cycling 
was discontinued on both packs. The three packs were returned to 
Goddard Space Flight Center for evaluation. 

(2) Capacity Checks: The ampere-hour capacities 
on the capacity check cycles are as follows: 


Orbit Period 


1 .5-hour 


Temperature 

0- 

25* 

40* 

Depth of Discharge 

15% 

15% 

15X 

Pack Nunber 

58B 

12C 

36B 

30 Days 

* 

14.7 

* 

88 Days 

20.0 

20.6 

10.7 

176 Days 

22.0 

20.5 


264 Days 


22.4 


* Capacity checks were not 
changes In charge rate. 

run due 

to the 
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10 . Gulton 20 ah (QA0)» (Nickel -Cadmium), Three 5-cell 
Packs, 1.5-hour Orbit Period: 

a. Cell Description: 

(1) Each pack consists of three conventional cells, 
tMO cells with an auxiliary electrode, and a coulometer. Botli 
types of cells, used In OAO satellites, are rectangular In shape. 
The cell container and cell cover are made of stainless steel. 

Both terminals are Insulated from the cover by ceramic seals i^nd 
protrude through the cover as solder type terminals. Each cer^amlc 
seal Is set In an expansion Joint to remove the stress placed on 
the seal by the movement of the plates or cell covers. 

(a) The cells </1th auxiliary electrode have a 
stainless steel tab welded to the cover for the auxiliary electrode 
terminal. The auxiliary electrode 1$ welded to the Inner surface 
of the cell container. A resistor Is mounted externally between 
the auxiliary electrode and the negative terminal. 

(b) The coulometers are of the cadmium-cadmium 
type and are rated at 20 ampere-hours. They are of the same case 
construction as the cells described above. 


(2) These packs are cycled with auxiliary electrode 
control. A coulometer on each pack Is monitored to note how well 
the two charge control devices In the pack function. 



b. Test 

Parameters: 



Pack 

Nunber 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Millivolts) 

Auxi 11 ary 
Electrode 
Resistors (Ohms) 

SBC 

* 

40 

250 

47 

36C 

* 

25 

250 

47 

120 

* 

15 

250 

47 


* These cells are In an anblent temperature which varies sinusol 

dally from O** to 40* C within a cycle period of 48 hours. 
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c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
FM>ruary 1968. Packs 58C and 36C failed on cycles 131 and 966. 
respectively; but Pack 120 was discontinued on <^c1e 7262. All 
three packs were returned to Goddard Space Flight Center for failure 
analysis. 


(2) Capacity Checks: The ampere-hour capacities on 
the precycling and capacity check cycles are as folla^s: | 


Pack Hunter 

58C 

36C 

120 

Temperature 

* 

* 

* 

Precycling 
Capaci ty 

22.7 

22.9 

25.3 

88 Days 



13.7 

176 Days 



6.3 

264 Days 



5.8 

352 Days 



5.7 

440 Days 



6.9 


* The temperature cycle Is stopped at 
25” C for each capacity check cycle. 


a 
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1>. GuUon 20 ah (OAO) , (Nlckel-Cadnlum. Precharge), One 
6-cell Pack, 1.5-hour Orbit Period (Pack 48C): 

a. Cell Description: 

(1) These cells are rectangular In shape. The cell 
container and cell cover are made of stainless steel. Both terminals 
are Insulated from the cover by ceramic seals and protrude through 
the cover as solder type terminals. Each ceraric seal Is set, In an 
expansion joint to remove the stress pie 3d on the seal by the move- 
ment of the plates or cell cover. A stairless steel tab is welded 

to the cover for the auxiliary electrode terminal. The auxiliary 
electrode Is welded to the Inner surface of the cell container. A 
resistor Is mounted externally between the auxiliary electrode a<id 
negative terminal. This type cell was used In OAO satellites. 

(2) Each cell was fitted with either a press ’'e gage 
or pressure transducer. Before cycle was started, the amount of 
precharged cadmium material was adjusted so that cells 2 and 3 had 
0.0 ah, cells 4 and 5 had 4.0 ah and cells 1 and 6 had 8.0 ah. 

This was accomplished by a procedure specified by Goddard Space 
Flight Center. 


b. Test Parameters: 

(1) Test Teiperature: These cells are In an antlent 
temperature which varies sinusoidally from 0** to 40° C within a 
period of 48 hours. 

(2) Depth of 01s6iarge: 25%. 

(3) Trip Voltage Level: 300 Millivolts. 

(4) Auxiliary Electrode Resistors: 51 Ohms. 

c. Test Results: 

(1) Performance on Cycling: Cycling started In 
May 1969. Pack 48C was terminated after completing 1984 cycles. 

On cycles 566 and 627 cell nunt>er 1 (8.0 ah of precharged cadmium) 
developed high Internal pressure. In both cases the gas pressure 
was allowed to decrease while the cells were on open circuit. On 
cycle 627, four anpere- hours of precharged cadmium were removed 
and the cell returned to cycling. No further difficulties with 
high pressure were encountered with this cell. Cell number 5 
failed after 1733 cycles, and cell 2 failed after 1984 cycles. 
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(2) Failure Analysis: Failure analysis was 
performed on three cells. The analysis showed migration of nega- 

I tive material* separator deterioration, high pressure, carbonate 

deposits at the positive terminal, and blistering of the positive 
plates. In addition, san|)1es of positive and negative plates were 
removed from these three cells plus a fourth, iionfalled, cell. 

* Individual plate capacities on these four samples showed the posi- 

tive plates to equal or exceed the capacity of the adjacent nega- 
tive plates in 75 percent of the samples. The cadmium to nickel 
ratio In such samples ranged from 0.74 to 1.00. Such negajtlve 
limiting leads to high pressure during charge due to hydrogen 
evolution which cannot be reconblned. 

(3) Capacity Checks: The anpere-hour capaci ty , 
after 461 cycles, was 8.67 ampere-hours. 


I 
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)2. Fulton 20 ah (OAO, Nickel -Cadmium, Precharge), One 
C-cell Pack: 


a. Cell Description: Each cell was fitted with a pres- 

sure gage, and a pressure transducer. Prior to cycling, the colls 
were subjected to a series of tests including conditioning, capacity 
calibration, and overcharge. The final step of the series was an 
adjustment of prechorged cadmium material. Tv#o cells had -3.0 ah, 
two had 0.0 ah and two had 3.0 ah of precharoe. In negativej pre- 
chargins, the desired ampere-hour equivalent of oxygen is add4l 
to fully charged cells. In positive precharging, the desired ampere- 
hour equivalent of oxygen Is removed from the cells as they charge. 
This preliminary procedure was specified by Goddard Space Flight 
Center. The methods of precharge adjustment v/ere developed by !iAO 
Crane. 


b. Parameters and Capacity Checks; 

(1) Precycling capacity was deterniined prior to 
precharge adjustment. The capacity of each cell is determined by 
the time to reach 0.5 volt. 

(2) Pack Number: 43D. 

(3) Orbit Period: 1.5-hour. 

(4) Test Temperature: 20®C. 

(5) Depth of Discharge: 25t. 

(6) Trip Voltage Level: 300 Millivolts. (Placed 

on voltage limit control 2-4-71 per instructions from Goddard Space 
Flight Center.) 


(7) Auxiliary Electrode Resistor; 47 Ohms. 


OfWGiNAL page « 

OF POOR QUALfTY 


WQEC/C 81-1 



Nenative 

Precharge 

Zero Precharge 

Positive Precharge 


Cell 11 

Cell #4 

Cell #2 

Cell #5 

Cell #3 

Cell 

Precycling 

S/N 475 

S/N 953 

S/N 481 

S/N 961 

S/M 493 

S/N 959 

Capaci ty 

25.60 

25.60 

25.50 

24.80 

25.50 

25.10 

33 Days 

14.17 

11.17 

12.67 

14.33 

12.50 

15.00 

176 Days 

1 9.20 

6.30 

8.80 

9.00 

3.|30 

10.20 

352 Days 

6.70 

5.80 

8.50 

7.30 

7.50 

11.50 

528 Days 

6.33 

5.83 

7.33 

7.33 

7.16 

9.16 

707 Days 

14.30 

13.50 

13.70 

15.20 

15.50 

16.00 

802 Days 

14.33 

14.66 

15.50 

13.50 

15.16 

16.00 

F - Failed. 

F 

F 

F 

F 

F 

F 


c. Test Results: 






(1) Performance on Cycling: Cycling was started in 
July 1970. Pack 48D failed after 13,968 cycles after being placed 
on v/c control after 2845 cycles. 


d. Failure Analysis: All the cells were shorted out. 
The shorts occurred at the lower comers of the cells and were due 
to migration and separator deterioration. 
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13- 6E 6.0 ah (Nickel-Cadwium), Two 5-cell Packs* l.b-hour 
Orbit Period: 

a. Cell Description: These cells are rectangular in 
shape. The cell container and the cell cover are made of stainless 
steel. Both termirials are Insulated from the cell cover by ceramic 
seals and protrude through the cover as solder type terminals. A 
stainless steel tab* welded to the cover* provides the terminal for 
the auxiliary electrode. The auxiliary electrode (Type C) Is welded 
to the Inner surface of the cell container. A resistor Is moMnted 
externally betwc|en the auxiliary electrode and the negative terminal. 
The plates of the cells of Pack 9G aire separated with a material 
called “Chemsorb" whereas those of the cells of Pack 27C are 
separated with "Pel Ion*' used as the standard for this test. 



b. Test Parameters 

• 



Pack 

Number 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Mi Hi volts) 

Auxi liary 
Electrode 
Resistors 

Separator 

9G 

o 

o 

o 

25 

500 

510 Ohms 

Chemsorb 

27C 

40® C 

25 

500 

510 Ohms 

Pel Ion 


c. Test 

Results: 





(1) Performance on Cycling: Cycling was started in 

November 1968. 


(a) Pack 9G: This pack failed on cycle 143 at 
which time thr^c cells shorted Internally. In one of these cells 
the auxiliary electrode shorted to the positive terminal. 

K One of the failed cells was returned to 
Goddard Space Flight Center for detailed analysis of the separator 
material "Chemsorb". 


' 2. Failure analysis of the other two cells 

showed that distortion o7 the cases and covers, caused by high 
Internal pressure* moved the comer of the plates opposite the tabs 
In one cell into the bus of *’'e plates of opposite polarity; and in 
the other cell the positive plates came into contact with the cell 
case* thereby shorting the auxiliary electrode to the positive 
terminal. Both cells also showed separator deterioration. 
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(b) Pack 27C: The two ceils which failed on 
cycle 496 showed signs of high internal pressure and migration of 
negative plate material. Cycling was discontinued on cycle 559. 

(2) Capacity Checks: 

(a) Precycling consisted of a charge at the 
cycling rate until the auxiliary electrode voltage of any of the 
five cells reached 500 millivolts followed by a discharge at the 
cycling rate ^o 1.00 volt per cell, average. Each pack delivered 
3.15 ampere-hours on precycling. 

' (b) Capacity check cycles were to be identical 

to the precycling check cycle but none were made because of failure 
or discontinuance of cycling before first scheduled capacity cficck. 
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14. GE 6.0 ah (Nickel-Cadmium) • Eight 5-ceil Packs: 

a. Cell Description; The cells of four packs contain 
Type C auxiliary electrode (Code AB13), which Is a sintered nickel 
plaque with a Teflon coating; whereas, those of the other four packs 
contair: Type B auxiliary electrode (Code AB14), which Is a platinum 
loated sintered nickel plaque with no Teflon coating. 

b. Parameters and Capacity Checks: 

Orbit Period | 1. 5-hour '• 


Temperature 

0® 

0® 

Depth of Discharge 

25X 

25% 

Trip Voltage (MV) 

250 

250 

Auxiliary Electrode 
Resistor (Ohms) 

82 

82 

Pack Nunfeer 

52C 

50B 

Auxiliary Electrode 

C 

B 

Precycling Capacity 

7.05 

7.20 

88 Days 

6.50 

7.40 

264 Days 

3.10 

7.25 

440 Days 

3.35 

7.05 

616 Days 

1.45 

6.60 

792 Days 

F 

6.35 

968 Days 


6.00 

1144 Days 


5.65 

1320 Days 


4.25 

1496 Days 


3.10 

1584 Days 


3.35 


F 


25® 

25® 

40® 

40® 

* 

* 

25% 

25% 

25% 

25% 

25% 

25% 

250 

250 

250 

250 

250 

250 

82 

82 

82 

82 

82 

82 

56 

17B 

6C 

42C 

62B 

65B 

C 

B 

C 

B 

C 

B 

7.50 

7.38 

5.55 

5.10 

7.40 

7.70 

3.20 

4.70 

1.50 

1.50 

1.15 

5.80 

1.50 

2.20 

2.10 

2.20 

0** 

5.55 

2.65 

1.75 

1.90 

2.50 

2.10 

5.60 

2.00 

2.00 

2.45 

0** 

1.00 

1.77 

1.65 

F 

F 

0** 

6.00 

NA 

F 

3.35 

1.71 

D 
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* These cells are In an ambient temperature which varies sinusoi- 
dally from 0* to 40®C within a cycle period of 48 hours. The temper- 
ature cycle is stopped at 25®C for each capacity check cycle. 

** These cells were removed from automatic cycling for a series of 
special tests as Instructed by Goddard Space Flight Center. 

*** Placed on voltage limit control (4-6-71) at 20®C due to auxiliary 
electrode allowing cell voltage to go too high. 

D - Discontinued F - Failed. 5 


c. Test Results: 

(1) Performance on Cycling: Cycling started in June 
1968. Pack 628 was discontinued after 2367 cycles and then started 
again using a voltage limit control and completed 14,406 cycles 
before pack failure. Packs 6C, SOB, S2C and 178 failed after 8072, 
29,206, 9954 and 15.938 cycles, respectively. Packs 42C, SB and 

658 were discontinued after 9047, 13,254 and 14,392 cycles, respectively, 
due to low capacity. Failures and discontinuations have accounted for 
a total of 18 cells. The two cells that did not fail In pack SOB 
were subjected to special tests, as requested by JPL, in May 1974. 

Results of these tests are contained in t^D Crane Report UQEC/C 74-617. 

(2) Failure Analysis: Analysis of 13 cells showed 
that the major causes of allure were due to separator deterioration, 
migration of the negative material, and high Internal pressure resulting 
In case distortion. Other problems Included ceramic shorting, dryness 
of separator, ragged edges on positive plates and blistering of 
positive plates. 
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15. G£ 6.0 ah (Nickel-Cadmium) , Tnree 5-ce11 Packs, 1.5- 
hour Orbit Period: 

a. Cell Description: These cells are rectangular. 

The cell container and cover are made of stainless steel. Both 
teminals are insulated from the cell cover by ceramic seals and 
protrude through the cover as solder type terminals. There are 
two auxiliary electrodes in each cell; the signal and the gas recom- 
bination electrodes. The recombination electrode is welded to the 
inside of the container, and its terminal is a stainless steel tab 
welded to the outside. The signal electrode, which is used fqr 
charge control, is welded to a wire that protrudes through a hole 
in the cell cover. This hole is potted to seal the cell. Different 
values of resistance are used to connect the signal and gas recombi- 
nation electrodes to the negative terminal. The cells were developed 
under contract NAS 5-10261. 


b. Test Parameters: 


Pack 

Nunter 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Mi llivolts) 

Signal Electrode 
Resistors (Ohms)® 

536 

0® C 

15 

185 

300 

28C 

25® C 

15 

70 

10 

47C 

40® C 

15 

58 

10 


* Gas Reconbi nation Electrode Resistors: 1 Ohm 

c. Test Results: 

(1) Performance oh Cycling: Cycling was started in 

July 1968. Packs 53B and CSC failed on cycles 9230 and 9987, respec- 
tively. Pack 47C was discontinued on cycle 5842. One cell was 
removed from each pack and returned to the manufacturer for analysis. 
These cell removals occurred on cycle 4039 for 538, on cycle 4095 for 
28C and on cycle 4063 for 47C. Two additional cells (one failed and 
one nonfailed) from 47C were returned to the manufacturer for analysis 
as outlined in the NASA contract. 

(2) Failure Analysis: Analysis of the eight failed 

cells from the tnree packs showed the major cause of failure to be 
separator deterioration, migration of negative plate material and 
high internal pressure. Additional problems included electrolyte 
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leakage, corrosive Internal deposits, blistering of positive plates, 
ragged edges of positive plates, and dry separator material. One 
cell from 47C which did not fail was analyzed for comparison with 
tne failed cell. The conditions found in this cell were similar 
to the failed cell except that the separator deterioration and 
migration were not as severe. 

(2) Capacity Checks: The ampere-hour capacities 
on the capacity check cycles are as follows: 


Pack iiunter 

538 

28C 

47C 

Temperature 

0*C 

25“C 

40®C 

88 Days 

6.96 

7.74 

5.22 

176 Oays 

G.8U 

6 .50 

1.50 

264 Days 

6.75 

6.30 

1.75 

352 Days 

6.05 

5.50 


440 Oays 

1.71 

3.00 


528 Days 

• 1.59 

0.90 


616 Days 


0.96 
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16. General Electric 6.0 ah (AE-C and 0, Atmospheric Explorer* 

C and D), three 5-ce11 Packs: 

a. Cell Description: These cells are rectangular, the 
containers and covers are made of stainless steel, and the terminals 
are insulated from the cell cover by double ceramic seals and protrude 
through the cover as solder- type terminals. The auxiliary electrode 
Is a teflon-coated, sintered, nickel plaque located along one side 

of the narrow edge of the cell. Physical dimensions are 1.25 inches 
by 0.065 Inch and has a bag-type enclosure of pellon 2506K4 nylon 
material. Five cells are Identified by RCA lot number 19722-^4-1 
and the seven auxiliary electrode cells have the RCA lot number 
19722-94-2. The cells were purchased by RCA under contract number 
G6F015-0204-00-F23. The remaining three cells were purchased by GSFC 
under contract number NAS 5-18495, and were identified by General 
Electric catalog number 42B006AB37-64. Initial evaluation test results 
and detailed cell descriptions are contained in NAO Crane Report QEEL/C 74-1. 

b. Parameters and Capacity Checks: 

Orbit Period* 2.16-hours 


Temperature 

10” 

o 

O 

CM 

0” 

Depth of Discharge* 

20.3% 

20.3% 

20.3% 

Trip Voltage (mv) 

.53V 

.56 V 

.48 V 

Auxiliary Electrode 
Resistor (ohms) 

2000 

2000 

2000 

Pack Number 

2F 

2G 

2H 

Precycling Capacity 

7.00 

7.29 

6.79 

120 Days 

5.81 

7.01 

5.52 

230 Days 

6.11 

6.82 

7.14 

450 Days 

6.49 

7.03 

7.18 

547 Days 

6.31 

6.86 

6.77 

730 Days 

6.33 

6.60 

6.82 

912 Days 

6.32 

6.47 

6.89 

1095 Days 

6.35 

2.60 

6.94 


♦Orbit period 1.5 hour after 2970 cycles with 15.8;;; DOD 
and then 20% POD after 5800 cycles. Packs on voltage 
limit control after 8800 cycles. 
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c. Test Results: 

(1) Performance on Cycling: Cycling was started In 
December 1973 and Packs 2F, 2G and 2H completed 17,736, 17,740 and 17,171 
cycles respectively, without a cell failure before they were discontinued. 
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17. GE 6.0 ah (Nickel -Cadmium with Signal and Recombina- 
tion Electrodes). Three 5-cell Packs: 

a. Cell Description: These cells are rectangular witli 
stainless steel containers and covers. Both terminals are Insulated 
from the cell cover* by ceramic seals and protrude through the cover 
as solder type terminals. There are two auxiliary electrodes In 
each cell; the signal and the gas recombination electrodes. The 
recombination electrode Is wel^d to the Inside of the container, 
and Its terminal Is a stainless steel tab welded to the outside. 

The signal electrode, which Is used for charge control, is welded 
to a wire that protrudes through a hole in the cell cover. This 
hole Is potted to seal the cell. 


b. Parameters and Capacity Checks: 


Orbit Period 


1 .5-hour 


Tenperature 

0“ 

20® 

40® 

Depth of Discharge 

40% 

40% 

40% 

Trip Voltage (MV) 

150 

200 

600 

Signal Electrode 
Resistors (Ohms) 

330 

330 

330 

Recontlnation Electrode 
Resistors 

2.2 

2.2 

2.2 

Pack Nunter 

30C 

64B 

6D 

88 Days 

6.96 

4.18 

3.75 

176 Days 

6.73 




c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

April 1971. Packs 30C and 648 completed 4129 ar-i 2712 cycles, 
respectively, prior to discontinuation in June 1972. Pack 60 failed 
on cycle 2268. 
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(2) Failure Analysis: Chemical Analysis of cell 1 
from pack 60 revealed a high equivalence percentage of potassium 
cartonate--averag1ng 47.2 percent. Physical analysis of the same 
cell shOMed blistering of positive plates* ragged plate edges and 
uneven distribution of electrolyte— highest moisture content toward 
the center of the plates. 


Meq CO- 

Equivalence » CO3 • 

I 

where Meq * ml inequivalence. 
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18. GE 12.0 ah (Nickel-Cadmium) , Four b-cell Packs, 1. 8-hour 
Orbit Period: 


a. Cell Description: These cells are rectangular In 
shape. The cell container and the cell cover are made of sulnless 
steel. Both terminals are Insulated from the cell cover by ceramic 
seals and protrude through the cover as 1/4-20 threaded posts. A 
stainless steel tab Is welded to Uie cell cover for the auxiliary 
electrode terminal. The auxiliary electrode Is a fuel cell type 
electrode and Is welded to the Inner surface of the cell container. 
A resistor Is mounted externally between the auxiliary electrode 
and the negative terminal. 


b. Test Parameters: 


Pack 

Nunber 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Millivolts) 

Auxi 1 1 ary 
Electrode 
Resistors (Ohms) 

60A 

0* C 

25 

400 

3 

12A 

25* C 

25 

400 

1 

24A 

25* C 

40 

400 

1 

48A 

40* C 

25 

400 

0.5 


(1) Pack 48A was changed to 0* C after 82U cycles 
with the following parameters: Depth of Discharge, 40 percent. 

Resistors. 3 ohms cn each cell. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

October 1965. Cycling of Packs 60A, 12A, 24A and 48A was discon- 
tinued on cycles 5650, 1698, 665 and 5110 cycles respectively. 

(a) Pack 12A. at 25** C: The end-of-dlscharge 
voltage fell below 1.0 volt per cell, average, on cycle 486. The 
pack was reconditioned and returned to cycling. At cycle 872 the 
voltage again dropped below 1.0 volt per cell, average. The pack 
was again reconditioned. At cycle 1051 the pack again lost capacity 
and was reconditioned for the third time. Cycling of this pack was 
discontinued at cycle 1698 because of loss of capacity. 
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(b) Pack 24A, at 2S** C: The end-of-dlscharge 
voltage fell below 1.0 volt per cell, average, on cycle 410. The 
pack was reconditioned and returned to cycling. At cycle S37, the 
voltage again dropped below 1.0 volt per cell, average. The control 
unit was then set to charge at 2.5 ainperes for the remaining portion 
of the 60-ffl1nute charge period after the trip point had been reached. 
ThH overcharge did not laprove the capacity of the pack so the test 
was discontinued on cycle 665. 

(c) Pack 48A completed 528 cycles at C at 
which time the test temperature was reduced to 0* C and the depth 
of discharge was Increased from 25 to 40 percent. Cycling was 
discontinued after cycle 5110 because the cells would not operate 
satisfactorily over the entire teroerature range of 0* to 40* C. 
Additional data at 0" C would be <f little value In evaluating the 
cells for space application. 

(d) Pack 60A, at 0** C, completed 56SC cycles 
before It was discontinued for the same reasons given for Pack 48A. 

(e) Failure Analysis: Consultation with Gotidaru 
Space Flight Center and the manufacturer resulted in the decision 

to forego failure analyses of these cells since It was believed 
their poor performance was the result of questionable processing. 

(2) Capacity Checks: The ampere-hour capacities on 

the capacity check cycles are as follows: 


Orbit Period 


1.5-hour 



Temperature 

0° 

0® 

25* 

25“ 

Depth of Discharge 

25; 

4o; 

25S 

4o: 

Pack Muubcr 

60A 

48A 

12A 

24A 

100 Cycles 

15.00 

5.30* 

8.90 

9.10 

88 pays Olsch 12 

15.10 

15.20 

** 

i 

176 Days Ulsch #2 

14.60 

15.10 



264 Days Olsch 12 


11.50 




* Pack 48A capacity test discharges at this point were 
at aobient tenperature of 40** C. 

** Capacity check at 88 days (1440 cycles) was not run 
because of earlier losses of capacity. 


225 


WQEC/C 81-1 


19. GE 12.0 ah (Nickel-Cadmium) , Six b-cell Packs, l.S-hour 
Ortit Period: 

a. Cell Description; These cells are rectangular in 
shape. The cell container and cell cover are made of stainless 
steel. Both terminals are insulated from the cell cover by ceramic 
seals and protrude through the cover as 1/4-20 threaded posts. A 
stainless steel tab is welded to the cell cover for the auxiliary 
electrode terminal. One auxiliary electrode was welded internally 
to the negative terminal and the other one was welded to the cell 
container. A resistor is mounted externally between the auxiliary 
electrode and the negative terminal. 


b. Test Parameters: 


Pack 

Nuntoer 

Test 

Temperature 

Percent 
Depth of 
Discharge 

Trip 

Voltage Level 
(Millivol ts) 

Auxiliary 
Electrode 
Resistors (Ohms) 

58A 

0« C 

25 

500 

6.8 

72A 

0® C 

40 

500 

6.8 

12B 

25® C 

25 

500 

6.8 

24B 

25® C 

40 

500 

6.8 

36A 

0 

O 

25 

500 

6 .8 

34A 

40“ C 

40 

500 

6.8 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

January 1967. Packs 58A, 72A, 12B, 24U, 36A and 34A were discon- 
tinued on cycles 136, 304, 404, 33, 75 and 65 respectively. These 
packs showed excessive capacity losses in relatively few cycles as 
reflected in the capacity check data. 
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(2) Capdcity Checks: The an|)ere-hour capacities 

on the precycling and capacity check cycles are as follows: 

( 4 ) Pack 58A, at 0® C; Precycling capacit-f 
were 17.4 anpere-hours on the first discharge and 16.6 ampere-hours 
on the second discharge. After 133 cycles the pack was again gi i 
a capacity check and delivered 16.0 ampere-hours on the first dii 
charge and 15.7 ampere-hours on the second discharge. 

^ (b) Pack 72A, at 0° C: Precycling capacities 

were 17.4 ampere-hours on the first discharge and 16.4 ampere-hours 
on the second discharge. After 177 cycles the pack was again given 
a capacity check and delivered 15.6 ampere-hours on the first dis- 
charge and 15.6 ampere-hours on the second discharge. 

(c) Pack 12B, at 25° C: Precycling capacities 
were 15.9 ampere-hours on the first discharge and 10.5 ampere-hours 
on the second discharge. After 401 cycles the pack was again given 
a capacity check and delivered 6.3 ampere-hours on the first dis- 
charge and 7.2 ampere-hours on the second discharge. 

(d) Pack 24B , at 25° C; Pre :ycling capacities 
were 17.2 ampere-hours on the first discharge and 15.1 ampere-hours 
on the second discharge. After 38 cycles the pack was again given 
a capacity check and delivered 4.6 ampere-hours on the first dis- 
charge and 6.8 ampere-hours on thfe second discharge. 

(e) Pack 36A, at 40° C: Precycling capacities 
were 12.1 ampere-hours on the first discharge and 6.3 ampere-hours 
on the second discharge. After 56 cycles the pack was again given 
a capacity check and delivered 3.5 ampere-hours on the first dis- 
charge and 2.6 ampere-hours on the second discharge. 

(f) Pack 34A, at 40° C: Precycling capacities 
were 13.0 ampere-hours on the first discharge and 6.7 ampere-hours 
on the second discharge. After 43 cycles the pack was again given 
a capacity check and delivered 4.1 aiipere-hours on the first dls- 
cnarge and 3.^ ampere-hours on the second discharge. 

(g) Failure Analyses: Consultation with 

Goddard Space Flight Center and the manufacturer resulted in the 
decision to forego failure analyses of these cells since it was 
believed their poor performance was the result of questionable 
processing. 
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20. GE ZO ah (Nlckel'Cadmlum) , Tmo 5>cell Packs: 

a. Cell Description: See Paragraph I. A., page IZ. 
t>. Parameters and Capacity Checks: 


Orbit Period 

1.5- 

hour 

Temperature 

0“ 

0* 

r 

Depth of Discharge 

15% 

15% 

Trip Voltage (MV) 

300 

300 

Resistors (Ohms) 

300 

300 

Pack Number 

78 

678 

Precycling Capacity 

22.7 

21.8 

88 Days 

27.3 

29.3 

176 Days 

24.9 

28.8 

264 Days 

27.3 

30.0 

352 Days 

27.0 

29.8 

440 Days 

27.9 

30.4 

528 Days 

28.5 

28.1 

704 Days 

24.4 

29.1 


c. Test Results: 

{]) Performance on Cycling: Cycling was started in 

February 1970. Packs 7B and 67B have completed 12,652 and 12,634 
cycles, respectively, prior to discontinuation in May 1972. 
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21. Sonotone S.O ah (Nickel-Cddmlun)) . One 5*ce11 Pack, 

1 .S-hour Orbit Period (Pack 14U) : 

a. Cell Description: These cells are rectangular In 
shape. The cell Jars and cell covers are made of a plastic material 
Each cell Is equipped with an auxiliary electrode which Is used for 
gas reconbl nation. The cells were constructed at the Goddard Space 
Flight Center from parts supplied by Sonotone. The cells were then 
Individually epoxy potted In order to hermetically seal them. 

I 

b. Test Parameters: 

(1) Test Temperature; 25® C. 

(2) Depth of Discharge; 25 %. 

(3) Auxiliary Electrode Resistors: All 1 ohm. 

(a) Following the low end- of- discharge voltage 
condition of one cell between cycles 1110 and 1136, tne auxiliary 
electrode resistors on each of the five cells were changed to 50 
ohms, at the request of Goddard Space Flight Center, to note any 
changes In the cell voltage characteristics. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started 

In November 1967. This pack failed on cycle 1179 due to failure 
of three cells at that time as a result of severe migration of 
negative plate material. The positive plates of one cell were 
blistered; and Inbedded In one was a piece of extraneous plastic 
material . 


(2) Capacity Checks: The ampere-hour capacity on 
pnecycling was 3.99 ampere-hours. 
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22 . Yardney 12.0 ah (Silver-Cadmium), Two 5-cell Packs, 
24-hour Orbit Period; 

a. Cell Description: The cells are rectangular in 
shape. The cell jars and cover's are molded of a plastic material. 
A fuel cell type auxiliary electrode for gas recotnbi nation was 
installed in each cell by Goddat'd Space Flight Center before being 
individually epo)^ potted with a wrap of fiberglass material to 
hermetically seal and strengthen them. 


b. iTest Parameters: 

i 


Pack 

iiunter 

Test 

Temperature 

Percent Depth 
of Discharge 

Auxiliary Electrode 
Resistor (Ohms) 

210 

O’ C 

43 

1 

9F 

40’ C 

43 

1 

c. 

Test Results 

• 


June 1967. 

(1) Performance on Cycling: 

Cycling was started 


(a) Pack 21D; This pack failed on cycle 60 
due to low capacity of several cells. 

(b) Pack 9F; The first of four cell failures 
occurred on cycle 258, the second on cycle 288, and the remaining 
two on cycle 310. 


(c) The two packs were returned to Goddard 
Space Flight Center for analysis. 

(2) Capacity Checks: The anpere-hour capacities 
on the precycling and capacity check cycles are as follows: 


Pack Number 

21D 9F 

Precycling Capacity 

4.33 5.53 

100 Days 

8.33 

200 Days 

7.60 

273 Days 

5.33 
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B, Stabister* The sts^istor Is a semiconductor device that is 
used to shunt current around a fully charged cell. The stabistor 
will pass current when the voltage across it has reached the break- 
down value. The breakdown voltage depends upon the temperature of 
the stabistor. At higher tenperatucs the breakdown voltage is 
lower than at cold temperatures. Across the terminals of each cell 
is mounted a 5*ampere stabistor to limit the charge current, and an 
antireversal diode to prevent cell reversal on discharge. 

1. Sonotone 5.0 ah (Nickel-Cadmium) , Eight 5-cel1 Packs, 
1.5-hour Orbit Period: i 

a. Cell Description: These are cycllndrical cells 
made of stainless steel. Two stainless steel tabs are welded to 
the cover for the negative connections. The positive terminal is 
an extension of the positive plate tab and is insulated from the 
“negative" cover by a ceramic seal. Two ring indentations, about 
1/32 Inch deep, located approximately 7/8 inch from either end of 
the cell can, were crimped after cell assembly to hold the element 
snugly In the cylindrical can. This type cell was used in the 
TIROS (Television Infrared Observation Satellite) satellite. 

b. Test Parameters: 


(1) Initial Test Parameters: 


Pack 

Nuntber 

Test 

Temperature 

Percent Depth 
of Discharge 

75C 

-20* C 

25 

89B 

-20* C 

40 

92A 

0* C 

25 

122B 

0* C 

40 

73B 

25* C 

25 

87B 

25* C 

40 

99B 

40* C 

25 

112B 

40* C 

40 
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(1) P«ck 112B ci^d not cycle satisfactorily at 40 
percent depth of discharge so at cycle 48 the depth of discharge 
was reduced to 15 percent, with all other parameters unchanged. 

(2) It was necessary to recharge all packs at the 
c/1 rate (5 amperes) since the 5-ampere stabistor (with heat sink) 

In parallel with each cell was designed to maintain the proper 
stabistor temperature for the correct breakdown voltage when shunt- 
ing the 5 amperes. 

c. Test Results: * 

(1) Performance on Cycling: Cycling was started in 
August 1965. Pack 75C failed on cycle 2145, pack 89B on cycle 1530, 
pack 92A on cycle 8774, pack 122B on cycle 5190, pack 73B on cycle 
4742, pack 87B on cycle 2392, pack 99B on cycle 4399, and pack 112B 
on cycle 3294. The breakdown voltage of the stabistors was too high 
for proper voltage limiting, thereby resulting In excessive gassing 
and high Internal pressure. This In turn caused leakage as evidenced 
by carbonate deposits around the ceramic seal of the terminal of 26 
of the 29 failed cells, of which the containers of 23 cells were 
bulged. Other conditions found during the failure analysis were 
excess scoring, migration of the negative plate material, weak tab- 
to-plate welds, ceramic shorts, separator deterioration, blistering 
on the positive plates, loosened active material, and extraneous 
active material. 


(2) Capacity Checks: The ampere-hour capacities on 

the precycling and capacity check cycles are as follows: 
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PRECYCLING AND CAPACITY CHECKS 

1 .5- hour 

- 20 * - 20 * 0 * 0 * 


Orbit Period 
Temperature 
Depth of Discharge 
Pack Number 
Precycling Capacity 
38 Days Dlsch #2 
176 Days Oisch #2 
264 Days Disch #2 
352 Days Dlsch #2 
440 Days Dlsch #2 


25% 

40% 

25% 

40% 

75C 

895 

92A 

1228 

4.92 

4.96 

3.38 

4.13 

1.21 

2.58 

2.75 

2.33 



1.71 

1.50 



0.75 

0.79 


* * 


25* 

25* 

40* 

40* 

25% 

40% 

25% 

40% 

73B 

87B 

99B 

112B 

5.33 

5.50 

4.21 

3.71 

2.33 

3.66 

1.88 

1.04 

1.29 


1 .50 



1.17 


1.38 

* Cell failure occurred during capacity check. 
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C. Coulometer: (See Section I, Paragraph for descripti 

of cadmium-cadmium coulometer. ) 

1. Gulton 3.6 ah (Nickel -Cadmium with Neoprene Seal), One 
10-cell Pack, 1.5-hour Orbit Period (Pack 39B): 

a. Cell Description: These are cyclindrical cells 
with a folded neoprene seal. 


f 

b. iThe coulometer used was built by GE with a capacity 
of 6.0 ampere-hours. 

c. Test Parameters: 

(1) Test Temperature: 25“ C. 

(2) Depth of Discharge; 40*. 

d. Test Results: 

(1) Performance on Cycling. Cycling was started in 
November 1965. This pack completed 5399 cycles before failure by 
self destruction. During recharge following the first capacity 
check after cycle 5399, one or more cells of the seven cells cycling 
shorted and caught fire. All seven cells were completely destroyed 
thereby preventing failure analysis. The coulometer failed after 
1868 cycles due to loss of capacity. The end-of-discharge voltage 
Improved after a new coulometer was placed in the pack. 

(a) The first three cell failures occurred at 
cycles 2182, 4949 and 4976. The three cells showed migration of 
negative plate material and separator deterioration, the positive 
plates of the three cells had loosened active material and were 
blistered. The welded seam of each of the three cells showed 
leakage as evidenced by deposits. 

(b) The cadmium-cadmi urn coulometer failed due 
to internal shorting caused by cadmium migration through the single 
layer of nonwoven nylon separator. Because of this cadmium migra- 
tion, the coulometer must have at least twice the amount of plate 
separation as regular nickel -cadmium cells also requiring the cells 
to be operated In the flooded state to keep tne Internal resistance 
down. 
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(2) Capacity Checks: The ampere-hour capacities on 


Pre cycling 

3.06 

88 

Days 

2.07 

176 

Days 

2.01 

264 

Days 

2.55 

352 

Days 

1.71 
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2« Gulton 4.0 ah (Nickel-Cadmium)* Seven S-cell Packs. 
1.5-hour Orbit Period: 

a. Cell Description: These are rectangular sealed 
cells of commercial grade. The containers and covers are of a 
plastic material. They were epoxy potted Into 5-cell packs with 
a couloneter at the Goddard Space Flight Center In order to 
hermetically seal the cells and the coulometer before test. 

b. Test Parameters: t 

Pack Test Percent Depth 

Nunber Temperature of Discharge 

40C -20® C 25 

52B 0® C 25 

26C 25® C 15 

14C 25® C 25 

37C 25® C 40 

38D 25® C 60 

39C 40® C 25 

c. Test Results: 

(1) Performance on Cycling: Pack 40C failed during 
precycling capacity checks at -20® C. Cycling of the remaining six 
packs started in March 1967. The first cell failure occurred on 
cycle 5685 for pack 52B, on cycle 11 ,455 for pack 26C, on cycle 2423 
for 14C, on cycle 790 for 37C, on cycle 1927 for 380 and on cycle 
1508 for 39C. At the request of Goddard Space Flight Center, cycling 
of any pack was stopped upon failure of any cell within the pack 
since there was no way of physically or electrically removing the 
failed cells from the pack. No failure analyses were performed 
because failure of these coimiercial cells was due to high Internal 
pressure because too much electrolyte in the cells prevented gas 
recombination to occur which caused the cells to rupture. 

(2) Capacity Checks: The ampere-hour capacities on 

the precycling and capacity check cycles are as follows: 


236 



WQEC/C 81-1 


PRECYCLING AND CAPACITY C1ECKS 


Orbit Period 

* 



1.5- 

hour 




Temperature 

-20* 

0* 

25“ 

25* 

25* 

25* 

40* 

Depth of Discharge 

25% 

25% 

15; 

25% 

40% 

60% 

Ar 

Pack Number 

40C 

528 

26C 

14C 

37C 

38C 

39C 

i 

Precycling Capacity 

* 

4.43 

4.67 

4.23 

5.03 

4.57 

3.30 

88 Days Disch 12 


4.10 

3.10 

3.50 


1.87 

1.13 

176 Days Disch #2 


3.37 

2.43 





264 Days Disch 12 


2.33 

3.37 





352 Days Disch #2 


3.80 

3.37 





440 Days Disch #2 



3.40 





528 Days Disch #2 



2.33 





616 Days Disch #2 



1.33 





704 Days Disch #2 



0.93 






* Pack failure occurred during precycling capacity check. 
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3. GuUofi 6.0 ih (Nickel-Cadmium), RAE, Four 6-cel1 Packs: 

a. Cell Description: See paragraph I*A., page 12. 

b. Parameters and Capacity Checks: 


Orbit Period 



3.0-hour 


Temperature 


-20* 

0* 

25* 

40* 

Depth of Discharge 

25X 

25X 

25X 

25X 

Pack Hunter 


418 

66B 

18C 

298 

Precycling Capacity 

6.60 

7.15 

7.00 

6.25 

88 Days 

Olsch 

12 

6.45 

6.90 

2.75 

2.35 

264 Days 

Olsch 

#2 

4.50 

5.70 

1.50 

1.80 

440 Days 

Olsch 

12 

3.05 

4.75 

1.35 

1.55 

616 Days 

Olsch 

12 

2.40 

4.00 

1.50 

1.50 

792 Days 

Disch 

#2 

1.45 

4.25 

1.55 

1.60 

968 Days 

Olsch 

#2 

2.15 

6.25 

1.60 


1091 Days* 

Olsch 

#2 

3.30 

* 

• 


1232 Days 

Olsch 

#2 

2.00 

6.10 



1408 Days 

Disch 

#2 

2.25 

6.05 



1584 Days 

Olsch 

#2 

1.95 

1.15 



1760 Days 

Disch 

#2 

0.45 





* NmN)er of days does not fit into 88-day sequence due to 
loss of time with nunerous coulometer changes on Pack 41B. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

November 1966. Packs 296, 18C, 666 and 41 B failed after 7941, 9633, 
13,396 and 15,724 cycles, respectively. 
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(2) Fallurv Analysis: 

(a) Analysis of olavon failed cells shoned tlie 
Major causes to be separator deterioration, ceramic short* and 
iii9rat1an of the negatiwe plate material. Other conditions found 
were high internal pressure, blistering of the positive plate mater* 
lal. electrolyte leakage and loose active Mterlal. 

(b) It was necessary to replace the coulometer 
In pack 418., operating at -20* C. on nine occasions; and m one 
occasion In back 668 operating at 0* C because each couloabter had 
shorted Internally. The nuiber of cycles between failures range 
from 193 to 3698 cycles for an average of 965 cycles. These fail- 
ures were due to Inadequate plate separation having one layer of 
nonuoven qylon. The failure mode being combated is cadmium migra- 
tion. It has been found that couloineters require twice the effec- 
tiveness of plate separation as that found in its nickel -cadmium 
counterpart. These results have lead to the use of two layers of 
nonwoven pylon in RAE coulometers. 


I 
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4. Gulton 6.0 ah (Nickel -Cadmium with Gulton Plates), Four 
5-cell Packs: 


a. Cell Description: These cells are different from 
previous Gulton cells in that the plates were manufactured by Gulton 
rather than SAFT of France. 

b. Coulometer: The coulometer is a device which measures 
the amount of electrical charge (coulombs or ampere-hours) passed 
through it. It accomplishes this by means of an electrochemical reaction 
which is directly proportional to the product of the magnitude of the 
current and the jtime for which it is passed. The coulometer used with 
nickel -cadmium cells is made from two sets of cadmium hydroxide plates 
bathed in KOH electrolyte, and constructed in a manner similar to that 
of a nickel -cadmium cell. Coulometer action is obtained by imbalancing 
the two sets of plates, so that when one set is reduced to cadmium by 
the passage cf charge, the other set is oxidized to cadmium hydroxide. 
This reaction continues at a low voltage on the coulometer until the 
imbalance is complete. Then the coulometer voltage rises very sharply. 
The coulometer reaction can take place in either direction, charge or 
discharge, because the coulometer reaction is completely reversible. 

Thus, it is easy to detect when 100 percent of the discharge has been 
returned to the cells. 


Orbit Period 


1.5-hours 



Temperature 

-20° 

0° 

20° 

0 

O 

Depth of Discharge* 

50% 

50% 

50% 

50% 

Pack Number 

390 

63B 

3C 

27D 

Precycling Capacity 

6.30 

5.70 

6.09 

6.00 

88 Days 

5.00 

6.08 

4.96 

2.96 


F 




17J Days 


6.08 

3.60 

3.76 

264 Days 


5.92 

4.08 

5.44 

352 Days 


6.32 

3. 36 

2.64 





F 

528 Days 


6.48 

3.28 


704 Days 


6.16 

3.76 


893 Days 


4.32 

NA 


1062 Days 


4.51 

4.93 


1240 Days 


3.80 

4.24 


1434 Days 


2.88 

3.23 


1613 Days 


F 

'1.64 
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’•'Depth of Discharge was changed to 40% on 9-29-70 by NASA, 
Goddard Space Flight Center Technical Monitor. This 
change occurred within the first 75 cycles for all packs. 

F - Failed. 


c. Test Results; 

(1) Performance on Cycling: Cycling was started in 

September 1970. Packs 63B and 3C completed 23,121 and 26,829 cycles 
before failure. One cell was removed from each pack for separator 
analysis on cycle 16,011 (Pack 63B) and cycle 16,544 for Pack 3C. Packs 
27D and 39D failed after 6869 and 1376 cycles respectively. 

(2) Failure Analysis: Analysis of the 12 failed cells 
showed extreme pitting of both the negative and positive plates through- 
out the plate stack. The cell cases were bulged due to internal pressure. 
Ultimate failure resulted in low capacity due to pitting and loosened 
active material. When compared, migration was more pronounced in the 
cells of 63B and separator detrei oration was predominate in the cells of 
3C. 


Pack Number 

3C 

3C 

63B 

63B 

Serial Number 

920 

914 

(failed) 

912 

900 

(failed) 

Cycles Completed 

16,554 

26,829 

16,011 

23,121 

Total meq KOH 
per extract 

78.27 

72.75 

89.08 

103.290 

Total meq K 2 CO 3 
per extract 

67.66 

72.46 

45.26 

42.900 

meq KOH per 
separator patch 

0.5877 

0.7016 

0.8691 

0.5280 

meq K 2 CO 3 P®*" 
separator patch 

0.7197 

1.4961 

0.7409 

0.9174 

Total volume (cc) 
per patch 

1.004 

N/A 

1.156 

1.2623 

Wet weight per 
patch, avg (g) 

0.4200 

0.5164 

0.5327 

0.4793 

Dry weight per 
patch, avg (g) 

0.1472 

0.1571 

0.1772 

0.1842 


N/A - Not Available. 


241 


ORIGINAL PAGB IS 
OF POOR QUALITY 


WQEC/C 31-1 


5 . Heliotek 20.0 ah. One. 5-cell Pack: 

a. Cell Description: See Paragraph I. A., page 12. 

b. Parameters and Capacity Checks: 


Orbit Period 1.5-hour 

Test Temperature 20"C 

Depth of discharge 40% 

Pack Number 340 

Precyc 1 1 ng Capaci ty 16.0 

88 Days 7.73 

Discontinued 

c. Test Results: 


(1) Performance on Cycling: Cycling was started In 

Harch 1972. This pack completed 2903 cycles, with one cell failure, 
before a malfunction of the control system severely discharged the 
remaining cells resulting In the pack being discontinued. One cell 
was returned to Heliotek, three cells to Goddard Space Flight Center, 
and the remaining cell was stored. 
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6. Sonotone 5.0 ah, One 5-cell Pack, 1.5-hour Orbit Period; 

a. Cell Description: 

(1) The cell container and the cell cover are made 
of stainless steel. Two stainless steel tabs, welded to the cover, 
serve as contacts for the negative terminal. The positive terminal 
is a solder type extension of the positive plate tab through the 
center of the cover. The positive terminal is insulated from the 
“negative" c^ver by a glass to metal seal. Two ring indentations, 
about 1/32 inch deep, located approximately 7/S inch from either 
end of the cell can, were crimped after cell assembly to hold the 
element snugly in the cylindrical can. 

b. The coulometer used was built by the Godoard Space 
Flight Center. 

c. Test Parameters; 

(1) Test Temperature; 25* C. 

(2) Depth of Discharge: Started at 80 percent but 
was lowered by steps of 10 percent until the pack operated satisfac- 
torily at 30 percent depth of discharge. 

d. Test Results; Cycling was started in August 19G4. 
Upon completion of a total of 13,540 cycles at the various deptijs 
of discharge listed below, cycling was stopped because the coulom- 
eter developed a short and could not control the cycling operation 
any longer. 


(1) At 80 percent, the pack conpleted 59 cycles. 
The end-of-d is charge voltage dropped below 1.0 volt. 

(2) At 70 percent, the pack conpleted 61 cycles. 
The end-of-discharge voltage again dropped belov/ 1,0 volt. 

(3) At 60 percent, the pack conpleted 55 cycles 
before the end-of-discharge voltage fell below 1.0 volt. 

(4) At 50 percent, the pack conpleted 90 cycles 
before the end-of-discharge voltage fell below l.L volt. 

(5) At 40 percent, the pack conpleted 250 cycles 
before the end-of-discharge voltage fell below 1.0 voK. 
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(6) At 30 percent, the pack corpleted 13,025 cycles 
before the couloneter developed a short. The end-of-dlscharge volt- 
age was about 1.07 volts per cell, average, with an end>of-charge 
voltage of 1.42 volts per cell, average, over the entire cycle life. 
The percent of recharge, as controlled by the couloneter, ranged 
from 104 to 111 percent with an average value of 106 percent. 


t 
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0. Sherfey Upside-Down Cycling; This type of cycling starts 
with the cells in a completely discharged condition. Each cycle 
consists of a charge of 60 percent followed by a discharge of 40 
percent of the cell's rated capacity. Upon completion of each 
fifth cycle, the cells are discharged through resistors for 90 
additional minutes to return the cells to the completely discharged 
condition (bleed portion of cycle) for the start of the next 
sequence of five cycles. In this manner, the cells operate below 
the 100 percent charged state much of the time thereby preventing 
overcharging and buildup of excessive gas pressure. « 

1. Test Equipment: The charge and discharge currents for 
the pack are supplied by a power supply. The rates and cycling 
regimen are controlled by the Sherfey cycling unit which contains 
the resistors used to conpletely discharge the cells after each 
fifth cycle. The cycle timing is done by using a synchronous 
motor timer. 


2. Gulton 3.6 ah (Nickel -Cadmium with Neoprene Seal), One 
10-cell Pack, 1.5- hour Orbit Period: 

a. Cell Description: These are cycl indrical cells witn 
a folded neoprene seal as described in Section II, Paragraph 
llI.B.2.a. 

b. Test Parameters: 

(1) Test Temperature: 25® C. 

(2) Depth of Discharge: 40%. 

c. Test Results: Cycling was started in September 1965. 

This pack failed on cycle 5505. Each of the cell failures was causud 
by the loss of electrolyte around the weld between the cell container 
and cell cover. Because of this leakage, which began at the start 

of cycling, the cells began to dry out and the charge voltage began 
to increase. The end-of-charge voltage gradually increased from 1.44 
volts initially to 1.60 volts per cell, average, at the end of cycle 
life reflecting the effects of the drying out of the cells. On eacn 
successive discharge following the bleeding of every fiftn cycle, 
the end-of -discharge voltage increased about 0.02 volt per cell. 
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E. Two-Step Charge Regulator: When silver-cadmium and silver- 
zinc cells are put on a long charge period with only a voltage limit, 
the cells begin to unbalance when the pack goes Into overcharge. A 
new method of charging cells of these types was developed at Goddard 
Space Flight Center. Charging of the battery Is by constant current 
to the upper voltage limit* then Is automatically crossed over to 
constant potential. When the current decreases to a predetermined 
level, the constant potential charge Is reset to the lower voltage 
limit which Is equal to the open circuit voltage of the battery. 

The unit will not return to the upper voltage limit until the charge 
current goes above the predetermined value. This method prevents 
the cells from beccmlng unbalanced during long charge periods. 

1. Test Equipment: The charge and discharge currents are 
supplied by a unit described In Section VI, Paragraph I.B.l. The 
two-step regulator, designed by tie Goddard Space Flight Center, Is 
used to control the rate of charge and the voltage limits. 

Z. Delco-Remy 25.0 ah (Silver-Zinc), Two 10-cell Packs, 
24-hour Ortit Period: 

a. Cell Description: These cells are rectangular in 
shape with sealed nylon cases. Each cell was individually epoxy 
potted by the manufacturer. The positive plates have one percent 
of palladium added to the active material. 

b. Test Parameters: 

(1) Test Temperature: 25® C. 

(2) Depth of Discharge: 40%. 

(3) Upper Voltage Limit: 1,97 + 0.03 volts per 

cell, average. “ 

(4) Low Current Level: 0.35 amps. 

(5) Lower Voltage Limit: 1.87 0.03 volts per 

cell, average. “ 

c. Test Results: 

(1) Performance on Cycling: 

(a) Cycling was started on Pack 9D in December 
1965. This pack completed 121 cycles with two cell failures. 
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The test was discontinued, at the request of Goddard Space Fllqht 
Center when the two cells failed, because the voltage limit 
settings could not be lowered. The failed cells were returned to 
the manufacturer for analysis. This analysis Indicated that the 
zinc plates were In better condition (very little shape change) 
than plates of previous samples, but that silver penetration was 
still a problem. 


(b) Cycling of pack 9E was started In October 
1966. This pack completed 90 cycles with three cell failures. 

The test was discontinued at that time. The cells were returned 
to the manufacturer; no report on the failure analysis has been 
received. 
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J. Yardney 16.0 ah (Silver-Zinc), One 10-cell Pack, 

24-hour Orbit Period (Pack 57C): 

a. Cell Description: These are vented cells, rectan- 

gular in shape, with the cell jars and cell covers molded of a 
plastic material. They contain a limited amount of electrolyte. 

The cells were Individually epo)^ potted to hermetically seal them. 

b. Test Parameters: 

j(l) Depth of Discharge: 31 I 

(2) Upper Voltage Limit: 1.9G + 0.03 volts per 

cell, average. 

(3) Low Current Level; 0.10 amperes. 

(4) Lower Voltage Limit: 1.86 + 0.03 volts per 

cell, average. 

(5) Test Temperature; 25“ C for 100 cycles, then 
0“ C for 100 cycles. Repeat until pack failure occurs. 

c. Test Results: 

(1) Performance on Cycling: Cycling was started in 

December 1966. This pack completed 231 cycles with one cell failure. 
The failed cell began leakiiq electrolyte after 137 cycles. The 
cells operated very well at both temperatures. Because of the 
difficulty in changing the voltage limits, as set by the two-step 
regulator, Goddard Space Flight Center requested that the test be 
discontinued. 


(2) Capacity Checks; Each cell was discharged to 
the cutoff voltage of 1.30 volts and the ampere-hour capacities 
determined. After 80 days of cycling the capacities ranged from 
6.67 to 20.0 ampere-hours. After 203 days of cycling the capacity 
range was 0.67 to 18.5 ampere-hours. 
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F. Internal Mechanical Pressure Devices: In certain Instances 
the capacity output of a cell can be Improved by applying pressure 
to the face of the plate stack. This test Is designed to determine 
what effect, If any, a constant mechanical pressure has on the life 
of the cell . 

1. Sonotone 20.0 ah (Nickel-Cadmium), Five I0-ce11 Packs, 
1.5-hour and 3-hour Orbit Prriods: 

? . Cell Description: These cells are rectangular, 
alner and cell cover are made of stainless steel. 

Both terminals are Insulated from the cell cover by a teflon seal 
and protrude through the cover as a threaded terminal . Each cell 
Is also fitted with a pressure relief valve. Cells 1 through 5 
In each pack are standard cells; cells 6 through 10 contain a 
stainless steel ellptical spring which supplies the presssure to 
the face of the plates. 


b. Parameters 

and Capacity 

Checks : 



Orbit Period 

1.5 

1.5 

1.5 

1.5 

3.0 

Temperature 

O 

O 

CM 

20® 

CM 

o 

O 

o 

O 

CM 

20® 

Depth of Discharge 

25% 

25% 

40% 

75% 

40% 

Pack Nutrber 

lOB 

22B 

34C 

72C 

46B 

Precycling Capacity 

20.80 

20.70 

20.50 

23.10 

21.70 

88 Days 

21.67 

20.00 

19.70 

22.70 

20.20 

176 D^|ys 

22.20 

7.00 

18.30 

22.00 

9.00 

264 Days 

22.17 


18.00 

16.18 


352 Days 

9.33 


16.00 



440 Days' 

8.67 


14.16 



616 Days 

5.33 





792 Days 

5.00 






a 
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c. Test Results: 

(1) Performance on Cycling: Cycling Mas started In 
Nay 1970. Packs 22B and 46B were discontinued after 3419 and 1686 
cycles* respectively, with two cell failures In pack 468. Pack 106 
completed 13,964 cycles with three cell failures prior to failure In 
October 1972. Packs 34C and 72C failed on cycles 8357 and 4381 
respectively. 

(2) Failure Analysis: Analysis of four failed 

cells revealed that separator deterioration and migration of lihc 
negative matelal were the major causes of failure. High pressure, 
weak tab-to-plate welds, extraneous active material, and blistering 
on the positive plates were also In evidence. 22B and 466 

were discontinued when they failed to reach the voUage limit on 
cycling thereby receiving a recharge In excess of 200 percent 
which was causing the cell cases to become exceedingly hot. These 
packs were sent to NASA, Lewis Research Center, for further test- 
ing and/or failure analysis. 
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2. Sonotone 20.0 ah (Nickel •Cadml urn) « Five 10*ce11 Packs, 
1.5-hour and 3-hour Orbit Periods: 

a. Cell Description: These cells are rectangular In 
shape. The cell container and cell cover are made of stainless 
steel. Both terminals are insulated from the cell cover bv a 
teflon seal and protrude through the cover as a threaded terminal. 
Each cell Is also fitted with a pressure relief valve. Cells 1 
through 5 In each pack are standard cells; cells 6 through 10 
contain a stainless steel ellptical spring which supplies the 
pressure to the face of the plates. 

b. Test Parameters: 

Pack Test Percent Depth 

Nunber Temperature of Discharge 

lOA 25* C 25 

22A 25* C 25 

34B 25* C 40 

46A* 25® C 40 

72B 25® C ' 75 

* This pack has an orbit period of 3 hours, 
all others are 1.5 hours. 

c. Test Results: 

(1) Performance on Cycling: Packs 34B and 72B 
failed on cycles 5634 and 1143, respectively. In order to use the 
same equipment for replacement cells pack lOA was discontinued on 
cycle 7188, pack 22A on cycle 6664, and pack 46A on cycle 3501. 

(a) Shortly after the start of cycling in 
Septenber 1967, high Internal pressure developed in all cells as 
evidenced by bulged case and the rupture of four. Cycling was 
stopped In Novenber 1967 with 1170 cycles on pack lOA, 599 cycles on 
pack 22A. 943 cycles on pack 34B, 427 cycles on pack 46A, and 609 
cycles on pack 728. 
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(b) A rtpresentatl ve i^rom fJASA, Lewis Research 
Center, and one from the manufacturer reviewed the results In order 
to determine what steps should be taken before continuation of the 
cycling test. Five of the 14 failed cells Were analyzed at NAD 
Crane, the manufacturer's representative took the remaining nine 
failed cells with him In order to determine the cause for the 
excessive pressure buildup In both the control and spring loaded 
cells. 


(c) After completion of his testing, the manufac 
turer recomnended that new relief valves t^e Installed, the cells be 
reconditioned,! and the charge current be reduced from 20 to IS 
amperes on paws 22A, 346 and 46A. It was necessary that the charge 
rate on pack 72B remain at 20 amperes because of the deep depth of 
discharge. The packs were then returned to cycling. 

(2) Failure Analysis: 

(a) Analysis of five of the first 14 failed 
cells showed the major cause to be the plates shorting against the 
cell case because of the high Internal pressure. 

(b) Analysis of the 24 cells that failed after 
the test modification showed the major cause of failure to be 
migration of the negative plate material and separator deterioration 
In both the control and spring loaded cells. 

(3) Capacity Checks: The ampere* hour capacities on 
the precycling and capacity check cycles are as follows: 


Orbit Period (Hr) 

1.5 

1.5 

1.5 

3.0 

1.5 

Temperature 

25* 

25“ 

25“ 

25* 

25* 

Depth of Discharge 

25% 

25% 

40% 

40% 

75% 

Pack Number 

lOA 

22A 

348 

46A 

728 

Precycling Capacity 

28.7 

28.8 

29.7 

25.7 

26.2 

88 Days 

Disch #2 

22.5 

21.3 

20.0 

24.3 


176 Days 

Disch #2 

22.2 

7.7 

13.5 

15.2 


264 Days 

Disch 12 

21.3 

10.8 

11.3 

23.5 


3S2 Days 

Disch 12 

18.2 

21.2 


4.7 
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G. High Overcharge Current Capabilities: These cells Were 
constructed to withstand continuous charge rates as high as c/1 for 
extended periods of t\m* 

1. Gulton 1.2S ah* (Nickel -Cadmium)* Four S-cell Packs: 

a. Cell Description: These cells are rectangular. The 
cell container and cell cover are made of stainless steel. The 
positive terminal Is Insulated from the cell cover by a ceramic seal 
whereas the negative terminal Is cotrmon to the can. Both are solder 
type terminals. Each cell was equipped with a pressure gage. 
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b. Parameters md Capacity Checks: 
Ortit Period 1.5-hour 


Temperature 


-20* 

-2p* 

0* 

0* 

Depth of Discharge 

25% 

60%* 

25% 

60% 

Pack Niaii>er 

748 

88D 

1086 

986 

Precycllhg Capacity 

1.43 

1.28 

1.78 

1.83 

88 Days 

Disch #2 

0.39 

0.36 

1.76 

1.60 

264 Days 

Disch 12 

0.40 

0.35 

1.43 

0.95 

440 Days 

Disch #2 

0.36 

0.35 

1.32 

0.87 

616 Days 

Disch #2 

0.41 

0.36 

0.92 

0.99 

792 Days 

Disch #2 

0.29 

0.28 

1.01 


968 Days 

Disch #2 

0.27 

0.28 

0.66 


1144 Days 

Disch #2 

0.25 

0.28 

0.42 


1320 Days 

Disch #2 

0.38 

0.39 

0.47 


1496 Days 

Disch #2 

0.27 

0.27 

0.54 


1672 Days 

Disch #2 

0.30 

0.29 

0.41 


1848 Days 

Disch 12 

0.33 

0.37 

0.39 


2024 Days 

Disch #2 

0.37 

0.43 

0.30 



* Depth of discharge was reduced to ZS% after 46 cycles. 


c. Test Results: 

(1) Performance on Cycling: Cycling was started in 
March 1966. Packs 746 (discontinued). 88D (failed) and 1080 (dis- 
continued) completed 33,878. 32,144 and 33,063 cycles, respectively. 
They failed or were discontinued on June, March and April 1972. Pack 
988 failed on cycle 12,247. All four packs have experienced high 
pressure (some In excess of 150 psig). 
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The cells operating at >20* C required a reduction In charge current 
from 1.25 to 1.00 an|>ere In order to qycle -and avoid high Internal 
pressure. After this reduction In charge current* packs 746 and BBO 
averaged 10,500 cycles before high pressure was noticed and released. 
Pressure again developed In packs 746 and 880 after 13*400 cycles and 
was released. 


(2) Failure Analysis: Analysis of the seven failed 
and five discontinued cells shows severe migration of negative material, 
blistering of the positive plates, high Internal pressure,, external 
carbonate deposits around the terminals, rust on Inside p^ltlve tab, 
loose aaive material and excessive dryness. 
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1. GE 6.0 ah (SAS B), One 8-cell Pack: 

a. Cell Oescripcion: See Paf^agraph I. A, page 12. 

b. Project: Small Astronomy Satellite. 

c. Parameters and Capacity Checks: 


Pack Number 

1C 

Orbit Period 

1.5 

Test Temperature 

25° 

Depth of Discharge 

21% 

Precycling Capacity 

6.99 

88 Days 

6.13 

176 Days 

6.17 

264 Days 

5.95 

352 Days 

5.18 

440 Days 

5.13 

616 Days 

4.75 

894 Days 

NA 

1054 Days 

3.73 

1247 Days 

3.53 

1429 Days 

2.17 

1 

Test Results: 

D 


(1) Performance on Cycling: Cycling started in July 
1970. The pack completed 24,064 cycles with three cell failures (cycles 
13,600, 23,617 and 24, 06^) before it was discontinued. One cell was 
removed for analysis (cycle 5300) and replaced with a cell of the same 
type. Analysis showed the equivalence percentage of carbonate to range 
from 53.2 percent to 64.9 percent, averaging 58.2 percent. Also noted 
was migration and blistering of positive plates. Three cells also were 
removed for analysis on cycle 16,385. Pack was placed on voltage limit 
control only, after 12,256 cycles. 
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(2) Failuril Analysis: Of the three cells that failed: 
separator was moist* migration heavy In the middle of the plate stack, 
and Its positive plates were uncoined along one side and at the bottom. 

(3) The following table compares chemical analysis of 
extracted electrolyte (soxhiet) from individual cell stacks, and 
samples of separator patch material for cells experiencing varying cycle 
life. 


jdncycled 

Replacement 

Original 

(recon) 

Original 

Original 

(filled) 

Original 

Serial 

Number 55 

13 

54 

53 

! 

44 

43 

Cycles 

Compl eted 0 

11,087 

16,385 

16,385 

24,064 

24,064 

Total meq* KOH 
per extract 
(avg) 83.66 

67.60 

55.83 

58.29 

61.611 

52.899 

Total meq K 2 CO 3 
per extract 
(avg) 62.81 

80.30 

90.64 

90.37 

113.25 

107.97 

meq KOH per 
separator 

patch** 0.8374 

0.4550 

0.1890 

0.2910 

0.0356 

0.1567 

meq K 2 CO 3 per 

separator 

patch 0.7955 

0.5973 

0.9425 

0.5998 

0.7366 

0.9016 

Total volume 
(cc) per 

patch 1.1691 

1.1299 

0.7883 

0.9652 

1.1186 

0.9019 

Wet Weight 
(g)*** p.4238 

0.3292 

0.3696 

0.3039 

0.3952 

0.3059 

Dry Weight 
(g)*** 0.1717 

0.1660 

0.1760 

0.1627 

0.1615 

0.1307 


*meq is the abbreviation of milliequivalents. 

**The separator patch data is an average of four patches sampled. 
One from the first third of the plate stack, two from the center, 
and one from the last third. 

***Wet weight is determined immediately following removal from the 
cell case and prior to leaching in water overnight; dry weight is 
determined following titration and air drying overnight. 
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2. GuUon 6.0 ah (SKi A, Small Astronomy Satellite). One 
8-ce11 Pack: 

a. Cell Description: 

(1) See Paragraph I. A. 

(2) Thermistor: This method of charge control utilizes 
a thermistor to maintain a constant total voltage on a cell pack at 

a specified temperature. Should the specified temperature be exceeded 
or lowered, the resistance of the thermistor Is correspondingly changed. 
The charging circuitry then establishes a new voltage limit and the 
charge current Is automatically adjusted to maintain the new llm^t. 

b. Parameters and Capacity Checks: 


Pack Number 

18D 

Orbit Period 

1.5 

Test Temperature 

25“ 

Depth of Discharge 

zn 

Precycling Capacity 

6.99 

88 Days 

i.n 

176 Days 

7.33 

264 Days 

6.08 

352 Days 

6.88 

440 Days 

5.75 

616 Days 

4.96 

89.4 Days 

NA 

1065 Days 

2.80 

1257 Days 

2.23 

1437 Days 

1.96 

0 

Test Results: 



(1) Performance on Cycling: Cycling started In July 

1970. This pack completed 23,230 cycles with three cell failures 
(cycles 19,429, 22,577 and 23,230) before it was discontinued. During 
life cycling, one cell was removed for analysis (cycle 5296) and 
replaced with a cell of the same type. Analysis showed the equivalence 
percentage of carbonate to range from 37.4 percent to 40.9 percent, 
averaging 39.6 percent. Three more cells were removed for analysis 
after 16,573 cycles. Pack was placed on voltage limit control only, 
after 12,259 cycles. 
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(2) Th« following tab1< oonparos chemical analysis 
of extracted electrolyte (soxhiet) froi* Individual cell stacks, and 
sarnies of separator patch material for cells experiencing varying 
cycle life. 


•—Original—— 


Serial Nunheri 

U 

2 ? 

% 

1944 

8S 

« u 
1940 

:o Original 
( Recon. } 

• 

s 

u 

s 

1939 

<1 

s 

1968 

••• 

. u. 

1965 

• 

s 

0 

0 

1946 

Cycles Completed 

0 

11,279 

16,573 

16,573 

19.429 

22,577 

23,230 

Total meq* KOH 
per extract (avg) 

102.58 

80.88 

83.24 

71.83 

63.324 

68.845 

69.894 

Total meq K2CO. 
per extract (a Vg) 

33.80 

57.87 

59.96 

69.12 

77.543 

80.493 

74.844 

meq KOH per sep- 
arator patch** 

1.3278 

0.4064 

0.2472 

0.2674 

0.0341 

0.1320 

0.1584 

meq K2OO3 per 
separator patch 

0.5040 

0.4624 

0.2469 

0.4142 

0.4365 

0.3470 

0.4277 

Total volume 
(cc) per patch 

1.2902 

0.9246 

0.5907 

1.1083 

A 

A 

A 

Wet Weight (g)*** 

0.4593 

0.2900 

0.1915 

0.2969 

0.088? 

0.2218 

0.2333 

Dry Weight (g)*** 

0.1724 

0.1165 

0.0897 

0.1195 

0.7620 

0.0808 

0.0886 


*meq Is the abbreviation of ndl 11 equivalents. 

**The separator patch data 1$ an average of four patches sampled. One 
from the first third of the plate stack, two from the center, and one from 
the last third. 

***Uet weight Is determined Immediately following removal from the cell 
case and prior to leaching 1r water overnight; dry weight Is determined 
following titretlon and air drying overnight. 

^Separator material extremely thin, measurement could notibe attained. 

(3) Failure Analysis: Analysis of two of the three failed 
cells (one shorted) Indicated the major cause of failure was severe 
separator deterioration. Migration was heaviest at upper half of pack 
stack. The third cell that failed was not analyzed as per GSFC Instructions. 
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SUMMARY OF SYNCHRONOUS ORBIT TESTING 


I 

I 


A. The synchronous orbit tests were begun on s1x» S-cell packs 
on 18 July 1967. These packs were 6ah GE and became known as packs 
201 A, 202A» 203A, 204B (replacement to 2C4A), 205A and 206A. Two 
reports (Q^C 70-634 and QEEL/C 73-302) have collectively covered the 
bulk of these packs' progress since 1967. These packs were followed 
In March 1969 by six* 12ah GE packs, known as 207A, 208A, 209A, 21 OA, 

21 1A and 212A. One report (QE/C 71-183) has covered the progress of 
these cells through 1971. The remainder of the synchronous testing 
has encompassed: packs 213A through 232A, 226B, 227B, 227C, 

(excluding 215A, 216A, 217A and 230A) four additional manuf^turers , 
and one add1tl6na1 cell type— silver-zinc. An official report, 

NQEC/C 77-134, was released In June 1977 which updated packs previously 
reported and Included those nickel -cadmium packs which have Wver been 
reported. However, no official reports have covered silver-zinc 
testing. The next report will again Include an update and also the 
TDRSS, GOES D, E & F, lUE and the Standard Cell Project packs. The 
purpose of this section Is to summarize the vast amount of synchronous 
orbit testing by this activity. 


6. In a synchronous orbit, the velocity of a satellite and 
Its distance from the earth are adjusted such that one revolution 
of the satellite matches one rotation of the earth. The earith's 
shadow cone changes relative to the satellite's plane of ortflt. 

(See diagram.) Thus, every 180 days the satellite enters an eclipse 
season. This season lasts approximately 40 days after which the re- 
maining 140 days are In continuous sunlight. At the beginning of an 
eclipse season, the satellite first moves through the outer area of 
the earth's shadow cone. Each day of the eclipse season It progresses 
through a different section of the shadow cone until It has completely 
traversed the cone at the end of the season. The satellite's time 
within the shadow cone thus varies from day to day within the eclipse 
season beginning with a minimum, progressing to a maximum, and return- 
ing to a minimum. 
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II. TEST CONDITIONS 

A. To simulate the condition^ experienced by the space cells 
aboard a synchronous orbiting satellite, the following 182-day test 
regime was adopted for the original 6 ah packs. 

1. Period simulating continuous sunlight (140 days): 

a. The cells were continuously charged at 200 ml 111- 
amperes except the cells In pack 2046 whose coulometer limited them 
to 25 mllllamperjes. | 

2. Period simulating eclipse season (42 days): 

a. All cells were discharged for 12 minutes the first 
day of the eclipse season. The discharge time Increased by 3 to 

4 minutes per day for 18 days to a maximum of 1 hour and 12 minutes. 
This maximum discharge then occurs once a day for 8 days (18th through 
25th day of eclipse season) with one exception— a capacity check was 
always run during the middle of each eclipse season. 

b. The capacity check was run on the 21st day of the 
eclipse season. The capacity check consisted of a constant current 
discharge (rate depending on the depth of discharge) to an average 
voltage or low cell cutoff (values dependent on type of cell), 
whichever came first. 

c. Following the capacity check, the cells continued 
the dally discharge of 1 hour and 12 minutes through the 25th day 
of the season. From the 26th day to the end of the season, the dis- 
charge was shortened 3 to 4 minutes per day. The last day's discharge 
was 12 minutes, the same as the first day. The cells then returned 

to continuous charge (sunlight) completing the 180-day cycle. 

B. The following table Identifies the synchronous packs and 
gives their present status. 
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I. EQUIPMENT AND PROGRAMS TO BE ADDED TO THE CYCLE LIFE TEST PROC^RAM 


A. New Equipment: 

1. None*-New Items will only be used for replacement of 
existing equipment. 

B. New Programs: 

1 . EP, 60.0 ah, nickel -cadmium cells, Space Telescope. (MSFC) 

I 

2. GE 2b. 5 ah, nickel -cadmium, TIROS-N type project cells. 

3. 5.0 ah, sealed lead, simulating ELT charge regime. 


( 
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1. TEST FACILITIES 

A. The ambient test temperatures of 0“C, +10“C, -JlS'C, +i?0’C, +30’C 
't'40‘’C and -»-50°C, are maintained by environmental chambers with tem- 
perature controls accurate to within +1.5°C; whereas test items cycling 
at -«^25°C are located in an air conditioned room with other temperature 
critical equipment and the temperature is maintained at 25°C + 2°C. 

Several chambers, with a temperature range of -75®C to +175®C, are 
available for additional tests which requirq special temperatures. 

B. Automatic Data Acquisition and Control System {AdACS): 

1. Brief Summary: 

a. The system (Photograph 1) is capable of testing 256 
battery packs with 3000 channels available for data input from these 
packs. 


(1) Each battery pack has its own power supply and 
system Interface, remotely programmed by the system, to provide its test 
requirements. During test, the system routinely scans each pack's data 
every 2.4 minutes and compares each data point, whether voltage, tem- 
perature, or pressure, with programmed limits to insure that the test 
items meet their test specifications. If a parameter is out of limits 
the system will Initiate an alarm and also type out a message identi- 
fying which pack's parameter was out of limits. 

(2) As data is being scanned, it is recorded on 
magnetic tape and also on a teletype, in report form, if requested. 

(3) The system was designed to provide an accuracy 
of 1.0 millivolt on directly read data such as auxilia«^y electrode and 
cell voltages. The accuracy of temperatu'*e (thermistor) and pressure 
(transducer) measurements are + 0.05°C and + 0.05 psia respectively. 

b. The system is organized in three functional hard- 
ware groupings as follows: 

(1) Computer and computer peripherals: 

(a) Honeywell 316 computer and options, 

(b) Two ASR35 heavy duty teletypes, 

(c) Honeywell 316-50 high speed paper tape 


recorder and spooler. 
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(d) Datum, Inc., Model 5091-H316 magnetic tape 
I/O system with four tape transports. 

(e) Datum, Inc., two Model 6078-H316 mass 
memory systems with 131,000 work drum memory each. 

(f) Tally, Model 2200 line printer. 

(2) Auxiliary digital functions include: 

; (a) The real time clock, the syst^ shut- 

down time and| alarm circuits, and medium speed analog inpud sub- 
system. ^ 


(b) Two John Fluke* Mode 83000-A digitizers. 

(c) 3000-Channel reed relay scanner. 

(d) Computer interface. 

(3) Control sub-system: 

(a) 200 Control channels providing the digital 
resistance conversion and control -relay outputs to the interface between 
the system and the test items. 

2. Measurements; 

a. Cell and auxiliary electrode voltages are presented 
directly to the system. Throughput measurement is 1.0 millivolt 
maximum. 


b. Currents are measured by means of sampling the 
voltage drop across a low-resistance shunt of 100 MV full current 
value. Throughput measurement error of the shunt voltage is 1 
millivolt maximum. 


c. Temperature; cell and ambient, are measured by 
means of sampling the output of a thermistor bridge which is driven 
by an excitation voltage. The temperature range is -30°C to +70°C 
and is resolved in increments of 0.1 ®C, with ar. error of le^s than 
+ 0.05®C resulting from linearity. 

d. Cell pressures are measured by means of sampling 
the output of a pressure transducer which is driven by an excitation 
voltage. The pressure range is 0 to 200 psia, and is resolved in 
increments of 0.1 psia with an error of less than + 0.05 psia resulting 
from linearity. 
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• 

e. Battery pack voltages* which exceed 10 volts* 
are attenuated by vieslstors to the extent that the scanner and system 
measures a maximum of 10 volts. 

3. Expandability: 

a. The system Is expandable on a modular plug-in 
cabled-together basis up to a maximum of 5000 analog Input channels. 

b. The computer memory may be expanded from 24K 
words to 32K words. 

4. Calibration; 

a. The system was designed for a maximum throughput 
measurement error of 1.0 millivolt. 

b. The digitizers are routinely calibrated off-line, 
and when on line, measures the temperature and pressure bridge excita- 
tion voltages along with a secondary standard reference voltage each 
scan (2.4 minutes) to Insure maximum system accuracy. 


} 
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